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ABSTRACT 
MEMS for Glaucoma 
 
Thesis by 
Jeffrey Chun-Hui Lin 
Doctor of Philosophy in Electrical Engineering 
California Institute of Technology 
 
Glaucoma is an eye disease that gradually steals vision.  Open angle glaucoma is 
one of the most common glaucoma forms, in which eye fluid (aqueous humor) produced 
by the ciliary body cannot be drained away normally by patients’ eyes.  The accumulated 
eye fluid inside the anterior chamber causes high intraocular pressure (IOP), which is 
transmitted onto the retina in the back of the eyeball (globe), continuously suppressing 
and damaging the patient’s optic nerves; this may lead to total blindness if not treated 
properly. 
The current most-popular IOP monitoring technique is to use applanation 
tonometry, which applies applanation force onto the cornea and measures the resulting 
deformation in order to calculate the IOP.  Even though applanation tonometry can 
provide quite useful information about patients’ IOP, continuous monitoring of IOP is 
required for ophthalmologists to understand the IOP fluctuation of the patients, 
something which still cannot be achieved via current applanation approach.  In addition, 
applanation tonometry requires skillful operation performed by well-trained 
professionals, such as ophthalmologists, making continuous IOP monitoring impractical.  
xii 
 
In this work, we have developed a telemetric IOP sensor that is capable of monitoring 
IOP wirelessly and continuously.  As the quality factor drops when a telemetric IOP 
sensor is implanted in the anterior chamber, due to the high loss tangent of the saline-
based aqueous humor (~ 0.2) compared to air (0.0), a modified IOP sensor is developed 
to monitor IOP with sensing coil that is left exposed after implantation in order to avoid 
interruption from the eye fluid.  Another approach is also proposed and tested to 
demonstrate that the quality factor can also be recovered by covering the sensing coil 
with low loss tangent materials. 
Currently glaucoma is treated mostly by taking oral medications or applying eye 
drops.  However, some glaucoma patients do not respond to those medications.  
Therefore, another physical approach, using a glaucoma drainage device (GDD), is 
necessary in order to drain out excessive eye fluid and serve as a long-term way to 
manage the increased IOP.  Current commercially available glaucoma drainage devices 
do not have reliable valve systems to stop the drainage when the IOP falls into the normal 
range.  Therefore, we have developed a dual-valved GDD to fulfill the “band-pass” flow 
regulation which drains out eye fluid only when IOP is higher than 20 mmHg, and stops 
drainage (closes the valve) when IOP is lower than 20 mmHg to prevent hypotony.  The 
key component of GDD is a normally closed (NC) check-valve, which only opens to 
drain away the excess fluid when the pressure is higher than 20 mmHg.  The proposed 
paradigm of our NC check-valve is to have a couple of parylene-C pre-stressed slanted 
tethers to provide the desired cracking pressure.  The slanted tethers are achieved in this 
thesis by: 1) slanted photoresist generated by gray-scale photolithography, 2) pop-up 
mechanism, and 3) self-stiction bonding mechanism.  The built-in residual tensile stress 
xiii 
 
can be controlled by mechanical stretching or thermal annealing.  The protecting 
mechanism preventing the unwanted drainage when the eyes experience sudden 
unpredicted high IOP is achieved by utilizing a normally open (NO) check-valve.  A 
“minimally invasive implantation” procedure is proposed in the thesis to implant the 
GDD subconjunctivally.  The small size of the device allows its insertion using a #19-
gauge needle. 
To accurately design the desired cracking pressure and also predict the lifetime of 
the NC check-valve, parylene-C’s mechanical, thermal, and polymer properties are 
investigated.  The results show that the properties of parylene-C are highly process-
temperature-dependent and therefore can be tailored by adjusting the thermal annealing 
process. 
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CHAPTER 1 
INTRODUCTION 
1.1 Introduction to Glaucoma 
Aqueous humor is the fluid that is generated by eye’s ciliary body.  The 
production rate of the aqueous humor is about 2–3 µL/min and has a turnover time of 
1.5–2 hours [1].  The aqueous humor consists of 99.1% water [2].  The generated 
aqueous humor flows from the posterior chamber, through the pupil, and then goes into 
the anterior chamber.  It is believed that the function of the aqueous humor is to nourish 
the eye tissues around the anterior chamber.  The aqueous humor is drained out from the 
trabecular meshwork into the channel of Schlemm, and eventually leads the fluid through 
the sclera into the venous system.  As the aqueous humor stays in the anterior chamber 
for 1.5–2 hours, it manifests the normal average intraocular pressure (IOP) as 16 mmHg 
above the atmosphere pressure with standard deviation of 2.5 mmHg [1]. 
Primary open angle glaucoma is an eye disease where aqueous humor produced 
by the ciliary body cannot be drained out normally by patients’ eyes’ trabecular 
meshwork.  21 mmHg is deemed as the “upper limit of normal” IOP.  Without successful 
aqueous humor drainage, the aqueous humor will accumulate in the anterior chamber of 
the eye and result in abnormally high intraocular pressure [3].  The elevated pressure will 
then be transmitted onto the retina in the back of the eye and continuously suppress and 
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damage the patient’s optic nerves—causing visual field loss  and eventual blindness if not 
treated sufficiently. 
It is estimated that 60.5 million people worldwide have glaucoma in 2010, most 
of which is associated with abnormally high intraocular pressure [4], and the number may 
increase to almost 80 million by 2020 [5].  Statistics show that glaucoma is the second 
leading cause of blindness in the world (World Health Organization [6]). In the United 
States, it is also estimated that 2.2 million Americans have glaucoma but only half of 
them are aware of it, because glaucoma has virtually no symptoms.  Glaucoma causes 
blindness in approximately 120,000 Americans, accounting for 9%–12% of all blindness 
in the United States.  Glaucoma is five times more common in people of African-
American descent than in Caucasians, and is the leading cause of blindness among 
African Americans.  Unfortunately, 10% of glaucoma patients who receive proper 
treatment still experience loss of vision [6]. 
1.2 Current Treatment of Primary Open Angle Glaucoma 
Current major clinical treatment of glaucoma includes traditional medication and 
glaucoma filtration surgery (GFS). 
1.2.1 Medications for glaucoma 
The typical medication for primary open angle glaucoma includes eye drops or 
oral medication, which function either to reduce the eye fluid production rate or help the 
drainage rate, depending on the form of the patient’s glaucoma.  However, eye drops and 
oral medications may have several side effects, such as blurred vision, low blood 
pressure, and fluctuation in heart rhythm [6].  Table 1-1 summarizes some current typical 
glaucoma medications and their corresponding possible side effects.  The medication 
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treatment may also come with compliance issues: this type of medication requires 
patients to take eye drops regularly (every morning and evening), making it inconvenient 
and easily forgotten over continuous treatment.  In addition, the medication may 
gradually lose its effect over a period of time, and hence some glaucoma patients may 
become resistant to all medications, called “refractory glaucoma” [7].  Refractory 
glaucoma is more stubborn and difficult to treat, and therefore some alternate approaches 
which physically drain away the aqueous humor are considered to treat these patients.  
Apart from the reasons mentioned above causing refractory glaucoma, problems with 
inefficient dosage style or glaucoma patients’ allergic response to the drug composition 
also stimulate more research on alternative glaucoma treatments. 
 
Table 1-1: Some current typical glaucoma medications and their corresponding possible 
side effects 
Medication name Working mechanism Possible side effects 
Timolol Reduces aqueous humor production rate 
Cardiac arrhythmias; 
Bronchospasm[8] 
Travoprost 
(Travatan Z) 
A prostaglandin that increases aqueous 
humor outflow rate 
Blurred vision; 
Eyelid redness[9] 
Latanoprost 
(Xalatan) 
A prostaglandin that increases aqueous 
humor outflow rate 
Blurred vision; 
Eyelid redness[10] 
Pilocarpine Increases aqueous humor outflow rate 
Excessive sweating; 
Excessive salivation; 
Bronchospasm; 
Hypertension[11] 
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1.2.2 Glaucoma filtration surgery 
Glaucoma filtration surgery (GFS) is an alternative glaucoma treatment which has 
been shown more effective at preventing glaucoma progression than other primary 
treatments in open-angle glaucoma [12].  Trabeculectomy, one of the most commonly 
used GFS, removes part of a patient’s trabecular meshwork around the iris to create a 
pathway to improve the extraocular drainage of aqueous humor [2].  However, the 
biggest drawback of the surgery is that the incisions might heal after a period of time, and 
therefore repeated surgery is likely required.  In addition, removing the trabecular 
meshwork leaves the IOP uncontrollable.  The aqueous humor can flow away easily 
without any flow resistance and hence lead to hypotony—when IOP is lower than 5 
mmHg.  Ocular hypotony can lead to corneal decompensation or a flat anterior chamber 
with subsequent choroidal detachment or cataract formation [13]. 
1.3 Glaucoma Drainage Device 
In order to have a reliable alternative in addressing those issues, a glaucoma 
drainage device (GDD)—with the intent of physically draining the excessive aqueous 
humor through the artificial drainage path so as to reduce the associated IOP—has been a 
persistent research goal.  The drained-out excessive aqueous humor is redirected into a 
subconjunctival chamber, called a bleb [14].  The drained-out aqueous humor will be 
eventually absorbed by the human circulation system. 
1.3.1 Active glaucoma drainage device 
The development of GDD can be categorized into active and passive devices.  For 
example, Neagu developed glaucoma drainage devices using the electrochemical 
actuating mechanism in 1998 [2].  The flow-rate is regulated by deformation of a 
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membrane micro valve actuated by electrolyzing the electrolyte underneath the micro 
valve.  Besides the actuating system, the whole active eye-fluid regulating system also 
includes the pressure sensor, feedback control system, and an inductive coupling coil 
behaving as the power transmission system.  In 2001, Bae also proposed another type of 
active glaucoma drainage device using a membrane micro valve similar to Neagu’s [15–
18].  Rather than being driven by electrochemical actuator, Bae’s membrane micro valve 
is driven by an electromagnetical actuator.  Bae’s in vitro/vivo experiments demonstrated 
the device’s capability to regulate fluid pressure to the desired pressure settings with the 
help of a proper feedback control system. 
The advantage of the active GDD system is that it can control the flow-rate and 
the IOP according to the requirements of different patients.  However, there are many 
disadvantages to this device.  For example, power transmission is always one of the main 
concerns of the active devices.  In addition, the necessity and the combination of 
actuating system, feedback control system, and the power transmission system makes the 
active GDD system much more complicated than passive GDD to fabricate, integrate, 
and implant.  The conducting metal and the actuator used in the GDD usually come with 
a biocompatibility issue.  Therefore, a passivation layer is normally needed to cover 
active devices, and the influence of those embedded electronic circuits on the human 
body is still unknown. 
1.3.2 Passive glaucoma drainage device 
Due to the complicated design and fabrication of the active GDD system, the 
GDD under development in this thesis focuses mainly on the passively driven approach.  
The GDD should have a micro check-valve that consumes no power, and can still 
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regulate the IOP within a normal pressure range (1020 mmHg), responding to different 
IOP situations.  The material used must be biocompatible, to reduce the inflammatory 
response and prevent rejection of the device.  The proposed GDD must also be easy to 
manufacture and surgically implant into the eye.  The history and the development of the 
passive GDD will first be introduced in the following few sections. 
1.3.2.1 History of the development of glaucoma drainage devices 
The history of the development of the glaucoma drainage devices until 1997 is 
shown in Table 1-2.  The earliest attempt at implanting a GDD can be dated back to 
1907.  Rollet first proposed the idea of implanting a horse-hair thread connecting anterior 
chamber to the subconjuctival space, trying to drain out the excess eye fluid [12, 19, 20]. 
Subsequently, other people tried many different kinds of materials, such as silk [21], gold 
[22], tantalum [23], glass rod [24], platinum [25], and polythene tube [26].  These 
previous hollow tubes were not successful because of bio-incompatibility and migration 
of the implants.  In addition, the hollow tube, with neither threshold pressure constraint 
nor high-pressure protecting mechanism, causes excess fluid to leak out of the eye and 
leads to hypotony. 
In 1969, Molteno introduced the GDD with the concept of utilizing an extra-thin 
plate with large surface area, based on his hypothesis that the previous filtration failure 
was primarily attributable to subconjunctival fibrosis [27].  Molteno’s GDD has an 
acrylic tube attached to a thin acrylic plate implanted subconjunctivally.  With no 
pressure regulating mechanism designed, the plate expands the conjunctival space to help 
distribute aqueous and prevent the “thinning of the bleb” [28].  With not too much 
success owing to plate exposure, tube erosion, and scar tissue formation, in 1973, 
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Molteno proposed a revised version of his previous GDD by placing the thin plate farther 
from the cornea with a longer acrylic tube to gain a higher success rate [29].  Although 
the Molteno GDD has no resistance valve embedded, the Molteno GDD utilized the 
deflection of the conjunctival layer to control the aqueous flow-rate and the final IOP. 
With the higher success rate of the Molteno GDD, the tube-and-plate structure 
had become one of the benchmarks of GDD design.  Since then, two major concepts have 
also been adopted for the GDD developments: 
1. Built-in resistance, usually fulfilled by introducing a valve within the GDD, is 
introduced to GDD design to reduce postoperative hypotony.  For example, in 
1976, Krupin introduced the GDD with a slit valve to prevent early, postoperative 
hypotony [30].  The slit valve was designed to open at a pressure of 11 mmHg 
and close at a pressure of 9 mmHg.  In 1993, Ahmed introduced a GDD with a 
valve utilizing Venturi’s effect to reduce the friction within the valve system and 
help drain away the aqueous humor [31–34].  The Ahmed glaucoma valve (AGV) 
is designed to open at a pressure of 8 mmHg. 
2. The large end plate or the explant becomes one of the paradigms.  GDD 
developers tend to incorporate larger surface area to promote the bleb formation 
and therefore acquire lower IOP [35–39].  For example, Molteno introduced a 
double-plate GDD in 1981 [38] in contrast to the previous single-plate GDD in 
1973.  In 1992, Baerveldt also introduced a nonvalved silicone tube attached to a 
large barium-impregnated silicone end plate [40–42]. 
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Table 1-2: History of glaucoma drainage device development [12] 
Year Investigator Type Material Method Flow control Drainage site 
1907 Rollet [43] seton Horse hair Paracentesis None Anterior subconjunctival 
1912 Zorab [21] seton Silk thread Translimbal None Anterior subconjunctival 
1925 Stefansson [22] seton/tube Gold Translimbal None Anterior subconjunctival 
1934 Row [44] seton Platinum Cyclodialysis None Suprachoroidal 
1940 Troncoso [23, 
45] 
seton Magnesium Cyclodialysis None Suprachoroidal 
1942 Gibson [46] tube Lacrimal 
canaliculus 
Transcleral None Anterior subconjunctival 
1949 Bick [47] seton/tube Tantalum Cyclodialysis None Suprachoroidal 
1951 Muldoon [25] seton Platinum Translimbal None Anterior subconjunctival 
1952 Losche [48] tube Supramid Cyclodialysis None Suprachoroidal 
1955 Bietti [49] tube Polyethylene Cyclodialysis None Suprachoroidal 
1958 La Rocca [50]  Polyvinyl Translimbal None Anterior subconjunctival 
1960 Ellis [51] tube Silicone Translimbal None Anterior subconjunctival 
1967 Mascati [52] tube Plastic Translimbal None Lacrimal sac 
1969 Molteno [27] tube-and-plate Acrylic Translimbal None Anterior subconjunctival 
1974 Lee [53] tube Collagen Translimbal None Vortex vein 
1976 Krupin [30] tube Silicone and 
supramid 
Translimbal Slit valve Anterior subconjunctival 
1979 Honrubia [54] tube Silicone Translimbal None Anterior subconjunctival 
1982 Schocket [55] tube and band Silicone Translimbal None Posterior subconjunctival 
1985 White [56] tube-and-plate Silicone Silicone Valve and 
pump 
Posterior subconjunctival 
1986 Joseph [57] tube and band Silicone Translimbal Slit valve Posterior subconjunctival 
1990 Krupin [58] tube-and-plate Silicone Translimbal Slit valve Posterior subconjunctival 
1990 Baerveldt [59] tube-and-plate Silicone Translimbal None Posterior subconjunctival 
1993 Ahmed [32] tube-and-plate Silicone and 
polypropylene 
Translimbal Venturi valve Posterior subconjunctival 
1995 OptiMed [60] tube-and-plate Silicone and 
PMMA 
Translimbal Microtubules Posterior subconjunctival 
1995 Smith [61] seton Hydrogel Translimbal None Intrascleral 
1996 Pandya [62] tube-and-plate Silicone and 
hydroxylapatite 
Translimbal None Posterior subconjunctival 
1997 Glovinsky and 
Belkin [63] 
tube Stainless steel Translimbal None Anterior subconjunctival 
1997 Helies [64] artificial 
meshwork 
PTFE Transcleral None Anterior subconjunctival 
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1.3.2.2 Contemporary passive glaucoma drainage device 
Table 1-3 summarizes some of the current glaucoma drainage devices.  The first 
category shows the commonly used tube-and-plate GDD design, which has dominated 
the GDD market since 1969.  This type has an end plate located underneath the 
conjunctiva layer acting as the base for the bleb to form. 
Table 1-3: Contemporary glaucoma drainage devices (GDDs) [12, 20] 
Design Drainage location Commercial available examples 
Tube-and-plate GDD 7–10 mm from limbus Molteno, Baerveldt, Ahmed, Krupin, Optimed 
Translimbal GDD At the limbus Ex-PRESS shunt 
Trabecular bypass devices Channel of Schlemm GMP Eye pass, Glaukos trabecular bypass shunt 
Trabecular bypass devices Suprachoroidal space SOLX system 
 
The second type is translimbally implanted and drains the aqueous humor to the 
subconjunctiva.  The most recently introduced GDD is EX-PRESS, made of stainless 
steel.  The implantation concept of this type GDD resembles the concept of 
trabeculectomy surgery. 
The third type involves implanting the GDD in such a way as to mimic the 
function of the trabecular meshwork, which helps drain away the aqueous humor through 
the channel of Schlemm.  The GMP eye pass and Glaukos trabecular bypass shunt are 
examples of this type of GDD. 
The fourth type of GDD drains the aqueous humor to the area of suprachoroidal 
space, and is still under clinical trials. 
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1.3.2.3 Glaucoma drainage devices with no resistance 
Seen in Table 1-3, Molteno and Baerveldt are tube-and-plate GDDs with no 
resistance designed.  This type of GDD has an end plate implanted underneath the 
conjunctival layer, which turns into the controlling membrane of the implants. 
As for the translimbal GDD, Ex-PRESS shunt has no resistance designed as well.  
However, the small diameter (50 µm [20]) makes it still possible to have a pressure drop 
of 4.78 mmHg within in the tube while draining out the aqueous humor. 
For the trabecular bypass type GDD, GMP Eye pass, and Glaukos trabecular 
bypass shunt are designed with no resistance incorporated.  The main reason is likely due 
to the fact that their small tube sizes have already provided a certain amount of pressure 
resistance for the drainage devices.  Because a proper flow resistance designed in the 
GDD system is required to prevent postoperative hypotony, the contemporary GDD 
usually comes with a mechanism designed to regulate the flow-rate and the IOP.  To 
estimate the required flow resistance of the entire GDD, the flow resistance of a hollow 
tube is introduced in the following section. 
1.3.2.3.1 Flow resistance of a hollow tube 
The flow resistance is defined according to the relationship between the pressure 
drops versus the flow-rate.  Assume that the volume flow-rate, Φ, is proportional to the 
pressure difference, Δp, then the relation can be expressed in a simple form as  [65]: 
 ∆𝑝 = 𝑅 ∙ Φ, (1-1) 
where R is defined as the channel flow resistance.  If the liquid flow in the circular 
hollow tube is a laminar flow, the pressure difference, Δp, across a circular hollow tube 
can be calculated by Hagen–Poiseuille equation, which is expressed as: 
11 
 
 ∆𝑝 = 128𝜇𝑙
𝜋𝑑4
Φ, (1-2) 
where μ is the viscosity of the fluid, l is the tube length, d is the tube diameter. 
 
 
Therefore, the flow resistance of a circular hollow tube can be found as: 
 𝑅 = 128𝜇𝑙
𝜋𝑑4
. (1-3) 
The Reynolds number, Re, is used to identify whether the flow is a laminar flow.  For a 
laminar flow, Re must be less than 2300.  The Reynolds number is represented as: 
 𝑅𝑒 = 𝜌?̅?𝑑
𝜇
, (1-4) 
where ρ is the fluid density, and ?̅? is the average velocity of the fluid, which can be 
calculated by 
 ?̅? = 4Φ
𝜋𝑑2
. (1-5) 
Take the Ex-PRESS shunt as an example.  To calculate its pressure drop across 
the shunt, the Reynolds number is first calculated.  The aqueous humor density is 
assumed to be 1000 kg/m3, the volume flow-rate is taken as 2 µl/min = 3.3x10-11 m3/sec, 
and the diameter of the Ex-PRESS shunt is reported as 50 µm [20].  The viscosity of the 
aqueous humor, μ, is found to be approximately similar to that of the saline, and therefore 
μ is equivalent to 1x10-3 Pa·s [2, 66, 67].  The Reynolds number is then calculated as 
0.84, which is much smaller than 2300, and therefore the aqueous humor flow can be 
assumed as laminar flow in the shunt, and eqn. (1-2) can be applied to estimate the 
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pressure drop of the Ex-PRESS shunt.  Because the length of the Ex-PRESS shunt is 
reported as 2.96x10-3 m [20], the pressure drop can be found as 636.77 Pa = 4.78 mmHg. 
If the inner diameter of the Baerveldt and Molteno GDD shown in Table 1-4 as 
0.635x10-3 m is considered, the length of the silicone tube is taken as 1x10-2 m, as shown 
in Table 1-3, the Reynolds number is obtained as 0.066, and the pressure drop is 
calculated as 0.0827 Pa=6.2x10-4 mmHg, which is relatively too small for practical GDD 
to use. 
1.3.2.4 Glaucoma drainage devices with resistance 
Two main tube-and-plate glaucoma drainage devices have been developed with 
micro valves as the flow resistance.  The Ahmed glaucoma valve’s silicone tube is 
connected to a silicone sheet valve, with the inlet section is made wider than the outlet.  
This special “Venturi shaped” chamber design introduces a pressure drop from inlet to 
outlet based on the Bernoulli principle.  The Ahmed glaucoma valve is designed to open 
at 8 mmHg.  Krupin developed another valved tube-and-plate GDD, with a silicone tube 
consisting of the cross-slit element.  The Krupin GDD is designed to open at 11–14 
mmHg.  The other possible valved tube-and-plate GDD is the Optimed model-1014 
GDD.  The Optimed GDD is made of a “flow-restricting” unit consisting of multiple 
microtubules, each of which provides pressure drop governed by the Hagen–Poiseuille 
equation, as expressed in eqn. (1-2). 
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1.3.2.5 Comparison of current “tube-and-plate”-type glaucoma drainage devices 
As the current dominant benchmark in the GDD development market, tube-and-
plate structure are explored more and discussed at length in this section. 
1.3.2.5.1 End plate size comparison 
Table 1-4 shows the comparison of some geometry factors of the tube-and-plate.  
The GDD developers had been focusing on increasing the size of the end plates, as larger 
end plate size was believed to have more effective IOP regulating capabilities.  However, 
the long-term implantation follow-up shows that there is no statistical difference between 
the surface areas ranging from 130 mm2 (Molteno single plate) to 350 mm2 (Baerveldt) 
among all different GDDs [19, 68, 69]. 
As for the comparison of the single-plate and double-plate Molteno GDD, 
although Heuer et al. concluded that the double-plate implants resulted in a statistically 
significant lower IOP and higher overall surgical success compared to single-plate GDD, 
the double-plate Molteno success and final IOP were only slightly better than the results 
with the single-plate implant [19, 36].  Lloyd et al. also found no statistical difference in 
the overall surgical success rate or IOP control comparing the Baerveldt’s end plates’ 
area with 350 mm2 vs. 500 mm2 [19, 40].  In addition, Smith et al. did a comparison of 
implantation results of 350 mm2 Baerveldt GDD with 270 mm2 double plate Molteno 
GDD.  They found out that the mean IOP was similar at the 11.3 months of follow-up 
[19].  This may imply that end plate’s area of 270 mm2 might be large enough for the 
GDD and the improvement is not obvious once the area size is large than 270 mm2.  In 
summary, it is found by many researchers that the size of the end plate does influence the 
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IOP regulating capabilities to a certain point.  However, the effect is not linear 
proportional and also not the overall success rate of the operation. 
Table 1-4: A comparison of some of current commercially available “tube-and-plate”-
type glaucoma drainage devices (GDDs) [12, 20] 
Product name 
and 
Manufacturer 
Product Year of first introduction 
Tube 
dimension* 
Surface 
area 
(mm2) 
Biomaterial Valved /nonvalved 
Ahmed 
Glaucoma 
Valve (New 
World Medical, 
CA, USA) 
model S3 
1993 
0.635 mm OD 
0.305 mm ID, 
[70] 
96 Polypropylene Valved 
model S2 184 Polypropylene Valved 
model FP8 96 Silicone Valved 
model FP7 184 Silicone Valved 
model B1 
(Bi-plate) 364 Silicone Valved 
Baerveldt 
Glaucoma 
Implant 
(Abbott 
Medical 
Optics, Inc.) 
BG 103–
250 
1990 
0.63 mm OD 
0.30 mm ID, 
[71] 
250 Silicone Nonvalved 
BG 101–
350 350 Silicone Nonvalved 
BG 103–
425 425 Silicone Nonvalved 
Molteno 
Glaucoma 
Implant (IOP 
Inc., CA, USA) 
Molteno 
single 
plate 
1979 
0.64 mm OD 
0.34 mm ID,  
[72] 
135 Polypropylene Nonvalved 
Molteno 
double 
plate 
270 Polypropylene Nonvalved 
Hood 
Laboratories, 
Pembroke, MA 
Kruping 
with disc 1990 
0.58 mm OD 
0.38 mm ID,  
[12] 
180 Silicone Slit valve 
Optimed 
(Manufacturer 
not available) 
Model-
1014 1995 
0.56 mm OD 
0.30 mm ID, 
[12] 
140 
Silicone 
drainage tube 
with PMMA 
matrix 
Microtubules 
*OD: Outer diameter; ID: Inner diameter 
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 1.3.2.5.2 Results of clinic trials comparison 
Table 1-5 lists the results of five different GDDs’ clinical trials summarizing from 
systematic literature reviews.  The Pearson chi-square test was used to compare the 
incidence of surgical outcomes and complications among the GDDs.  P value shown in 
Table 1-5 represents the paired t-test, which indicates how significantly different within a 
variable among the five GDDs.  A two-tailed p < 0.05 was considered with statistically 
significant difference.  As can be seen from the table, there is no statistically significant 
difference in the postoperative follow-up time among the five GDDs.  The pre-op IOP 
shows a statistically significant difference as the pre-op IOP of Molteno with no 
modification shows a higher value.  The post-op IOP and % change in IOP, which both 
can be deemed as the regulating capabilities of the GDD, show no statistically significant 
differences and therefore it implies that these five GDDs have very similar regulating 
capabilities.  This is verified by the p-value of the surgical success as 0.94.  As shown, all 
five GDD can lower IOP within the normal pressure range with successful rate between 
72–79%. 
There are no statistically significant differences found for the incidence of 
decrease in visual acuity (0.9), transient hypotony (0.17), chronic hypotony (0.51), and 
suprachoroidal hemorrhage (0.47).  For the pre-op and post-op medication numbers, all 
five GDDs had no statistically significant differences, meaning five GDDs were all 
capable of reducing the post-op medication numbers.  The diplopia occurrence of 
Baerveldt implant and Krupin valve show relatively high numbers compared to other 
three GDDs.  Therefore p = 0.01 is obtained.  The possible reason causing this high 
diplopia occurrence will be discussed in Section 1.3.2.6.2. 
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Table 1-5: Literature review of glaucoma drainage devices (GDDs) (1969–2002) [19, 20, 
73, 74] 
Variable 
Molteno with 
no 
Modification 
Molteno with 
surgical 
Modification 
(e.g., ligature) 
Baerveldt 
Implant 
Ahmed 
Glaucoma 
Valve 
Krupin 
Valve P value 
Mean follow-up (Months) 23.1±10.8 27.1±14.2 18.6±7.8 16.0±7.5 21.3±11.2 0.72 
Pre-op IOP, mmHg 42.1±2.1 34.1±4.8 30.8±4.2 33.9±4.5 36.3±1.5 0.02* 
Post-op IOP, mmHg 17.1±1.3 16.6±2.1 14.3±1.8 16.6±1.8 13.8±1.6 0.32 
% change in IOP 59±3 51±6 54±8 51±8 62±5 0.20 
Surgical success, % 75±12 77±13 75±10 79±8 72±11 0.94 
Decrease in visual acuity, % 33±18 30±13 27±10 24±7 28±4 0.90 
Pre-op meds, no. NR 2.3±0.3 2.2±0.3 2.7±0.3 2.7±0.3 0.40 
Post-op meds, no. 1.5±1.0 1.1±0.6 0.8±0.2 1.0±0.3 1.0±0.2 0.86 
Transient hypotony, % 26±14 12±7 15±8 14±8 17±12 0.17 
Chronic hypotony, % 5±3 6±5 6±3 2±1 2±2 0.51 
Diplopia, % NR 2±2 9±5 3±1 7±5 0.01** 
Suprachoroidal hemorrhage, % NR 4±3 5±3 3±3 8±7 0.47 
NR: Not reported 
*Pre-op IOP was significantly higher in “Molteno with no modification” group 
**Diplopia rate was significantly higher in Baerveldt group compared to Molteno and 
Ahmed glaucoma valve groups. 
 
1.3.2.6 Postoperative complications of current glaucoma drainage devices 
Table 1-5 reveals that these five GDDs can all successfully regulate the IOP and 
possibly treat the refractory glaucoma.  However, several complications are generally 
found with GDDs. 
1.3.2.6.1 Hypotony 
It can be seen from Table 1-5 that the occurrence of post-op chronic hypotony of 
Ahmed glaucoma valve and Krupin Vale is obviously lower than the rest three GDDs.  
This implies the function of the incorporated valves of these two GDDs, which are 
claimed to close at the IOP of 8–9 mmHg.  However, the transient hypotony occurrence 
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of these two GDDs does not show any impressive hypotony improvement as claimed by 
the manufacturers.  It is likely due to the insertion site of the GDD’s silicone tube that 
aqueous humor might leak through before the incision heals, causing the early hypotony.  
As for the nonvalved Molteno GDD, it clearly shows that the modified Molteno GDD has 
a better performance in terms of the early transient hypotony. 
1.3.2.6.2 Diplopia 
It is found from Table 1-5 that the occurrence of diplopia of Baerveldt is higher 
than the rest four GDDs.  It is likely due to its special design that the device is implanted 
underneath the recti muscles.  It is suggested that diplopia may be related to the height of 
the bleb or due to the adhesions to the recti muscles as the Baerveldt end plate is inserted 
under the muscle belly [40].  The problem is suggested to be solved by modifying the end 
plate such as fenestrating the end plate.  However, the there is still no quantitative reports 
regarding this improvement yet [75]. 
In addition, it is also reported that up to 30% of the patients receiving GDD 
implantation surgery might have corneal decompensation [19].  The complexity of these 
complications proves the difficulties of developing a final successful glaucoma drainage 
device. 
1.3.2.7 Long-term failure of the GDD: Bleb fibrosis 
Apart from the immediate postoperative complications after the GDD 
implantation, the GDD could fail after a long-term operation.  Bleb fibrosis is one of the 
major problems that lead to the GDD failure.  The fibrous reaction around the end plate 
may encapsulate the end plate and eventually influence the final IOP. 
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The fibrosis is believed to happen due to the introduction of outside biomaterials 
such as the end plate of the GDD which could cause a fibrovascular response in the 
subconjunctival space [19].  In addition, the introduction of the aqueous humor into the 
subconjunctival space can stimulate fibrovascular proliferation in the episcleral tissue as 
well [26].  The intensity of the fibrous reaction may vary with respect to several factors 
such as the biomaterial, size, and/or design of the end plate and the individual patient’s 
immune reaction to the operation, the GDD itself, and the presence of aqueous humor in 
the subconjunctival space, and also some factors that have not been understood. 
Several suggestions are proposed to overcome the fibrosis problem.  First of all, 
GDD made of more biocompatible material to reduce inflammation around the end plate, 
resulting in less scar tissue formation and promote longer GDD lifetime.  The inert 
biomaterial should not attract fibroblast or protein deposits as well, which in turn could 
lead to cytokine release, chronic low-grade inflammation, and bleb failure [19].  The 
rigidity, flexibility, and shape design of the end plate is also believed to influence the 
fibrosis occurrence.  The rigid plates might exhibit less to-and-fro micro motion with 
ocular movement leading to less chronic inflammation. 
It is reported that the bleb fibrosis following the trebeculectomy operation can be 
successfully alleviated by medications such as mitomycin C and 5-fluorouracil.  
However, the effect of these medications on GDD implantation is still under debate and 
more clinical trials need to be done to get a clear picture. 
1.3.3 Proposed glaucoma drainage device design 
Summarizing all the advantages and disadvantages of current GDDs, an ideal 
GDD should have the following key elements: 
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1. There must be a micro valve designed in the GDD to provide the necessary 
resistance to regulate the IOP in a proper range.  It is desirable to have a device to 
regulate the IOP to be in the range of 10–20 mmHg. 
2. The biomaterial of the GDD must be totally inert so as to reduce the occurrence of 
the inflammation and the fibrosis reactions. 
3. The GDD needs to have a reliable fixation anchor to prevent it from dislocation 
after it is implanted. 
4. The previously developed GDD focused only on how to drain out the excessive 
aqueous humor to lower the IOP to a proper range.  However, when at a sudden 
eye pressure increase such as bumping or rubbing the eyes, those GDDs cannot 
prevent the unwanted aqueous humor drainage.  Therefore, an ideal GDD should 
have a protecting mechanism to prevent hypotony in the case of transient 
unexpectedly high eye pressure (e.g., > 50 mmHg). 
5. An easy implantation procedure is needed to implant the GDD within 10 minutes, 
without cutting the conjunctival layers.  Therefore, a translimbal type of GDD 
without an end plate is chosen. 
Micromachined check-valves have long been used in microfluidic devices for 
flow controls in micro-total-analysis systems (μTAS) [76, 77].  Those check-valves are 
used for the control of flow direction, flow-rate, and even pressure distribution.  
Practically, micromachined check-valves can operate either actively or passively.  In 
terms of human body applications, passive device are generally preferred due to the 
simpler structure design and no power consumption needed, that is, less complicated 
circuits embedded in the check-valves. 
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In our newly developed GDD, the key component of the GDD is one normally 
closed (NC) check-valve designed to open at 10–20 mmHg.  The NC check-valve allows 
extraneous aqueous humor to flow out of anterior chamber when the IOP is higher than 
the designed cracking pressure.  On the other hand, the NC check-valve remains closed as 
long as eye pressure is lower than the designed cracking pressure.  It restricts eye fluid 
from leaking out of the anterior chamber to prevent hypotony.  The NC check-valve will 
be introduced in chapter 2.  To fulfill the concept that the GDD closes at a sudden 
unexpected high IOP, one normally open (NO) check-valve is also developed.  This NO 
check-valve opens during the normal operation, but closes when it encounters a sudden 
high IOP.  The NO check-valve will be introduced in Section 3.2.  In addition, the 
development of the fixation anchors, the integration, in vitro characterization, and ex vivo 
experiments of the whole GDD system will all be introduced in chapter 3. 
1.4 Intraocular Pressure Monitoring 
Because there could be no symptoms of pain in open angle glaucoma and the 
human eye tends to compensate a small peripheral vision loss, open angle glaucoma 
patients are usually diagnosed in the late stage of the disease.  Thus an early stage 
diagnostic becomes also important in glaucoma management. 
1.4.1 Current clinical IOP monitoring approaches 
One of the current clinical IOP monitoring approaches is implement applanation 
tonometry [78].  The fundamental working principle is by applying a force onto the 
corneal surface, which is flattened by the sensing probe surface.  The applied force is 
balanced with the deflection of the corneal and IOP, and therefore the IOP can be 
calculated given the flattened cornea’s mechanical properties and its surface area.  
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Goldmann applanation tonometry (GAT) and tono-pen (Reichert, Inc., Depew, NY) are 
two examples utilizing this contact approach to measure the IOP.  The noncontact 
approaches such as pneumotonometry (i.e., air-puff tonometry) [79, 80], however, are 
currently more popular.  The pneumotonometry blows an air-puff, which serves the 
applanation force in this case, onto the eye to flatten the corneal surface.  The 
deformation of the corneal surface is measured by optical approach.  Similar to the 
contact tonometry approach, the applanation force is balanced with IOP and the corneal 
surface, and therefore the IOP can be calculated given the measured flattened corneal 
surface and the applied force.  Compared to contact tonometry, the pneumotonometry 
provides more accurate readouts as it has less refractory responses from the targets during 
the measurement. 
1.4.2 Wireless telemetric sensing technology 
Even though the applanation tonometry can provide quite useful information of 
patients’ IOP, the readout, however, can be seriously affected by many unpredicted 
parameters such as the cornea thickness, the orientation of the instruments during the 
measurment, or variation in the corneal mechanical properties’ from person to person 
[81–83].  Besides, the applanation tonometry requires skillful operation, which can only 
be performed by well-trained professionals such as ophthalmologists, making continuous 
IOP monitoring impractical. 
Furthermore, it is reported that the IOP spikes that happen within the daily IOP 
fluctuations could also risk optic nerve damage [84–86], and therefore IOP is suggested 
to be monitored continuously with a long period of time.  Nowadays, continuously 
monitoring of IOP still cannot be achieved via current applanation approach.  Therefore, 
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a wireless IOP sensing technique is required to accomplish a direct, convenient and 
reliable continuous IOP sensing technology. 
The concept of utilizing passive telemetric sensing technique to monitor IOP has 
been developed yearly to achieve the ideal sensors capable of noncontact and continuous 
in situ IOP measurement [87, 88].  A transensor is the key component of this technique 
that is implanted into the anterior chamber.  The IOP signal is wirelessly obtained by an 
external coil reader which wirelessly interrogating the implanted sensor.  Although the 
active devices were developed to demonstrate its capability of monitoring the IOP, its 
size and the power transfer are always the concerns and restrict them from practical usage 
[87, 89].  On the other hand, passive devices shows a more compact and flexible design 
which is more suitable for anterior chamber implantation [90]. 
The first passive device consisting of a capsulated electrical LC resonant circuit 
was reported in 1967 [91].  The transensor was implanted in the anterior chamber and the 
concept became the paradigm of current telemetric sensing technology.  In recent years, 
many passive telemetric sensors were developed with the help of MEMS 
(microelectromechanical systems) technology [92–96].  However, those MEMS 
transensors usually used wafer bonding technique to create a chamber for the pressure-
sensitive device.  This process could increase the overall thickness of the device and 
make the implantation impractical due to the small space of the anterior chamber.  In 
2008 and 2010, Chen reported parylene-C-based passive IOP sensors featuring the 
biocompatibility and flexibility of parylene-C as the structural material [97, 98].  The 
variable capacitor of Chen’s IOP sensor was monolithically fabricated by integrating the 
parylene-C fabrication techniques, and hence no wafer bonding is required.  The 
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completed transensor is small enough for minimally invasive implantation into the 
anterior chamber. 
Although Chen’s IOP sensor has demonstrated its successful monitoring the IOP 
wirelessly, the quality factor reduces after the sensor implantation.  This is attributed to 
the high loss tangent of the aqueous humor surrounding the device.  The low quality 
factor degrades the performance of Chen’s sensor, decreasing the sensing distance.  In the 
thesis, two solutions are proposed to solve the problem.  One is attaching a capillary tube 
on the bottom of the device serving as the pressure transducer connecting the anterior 
chamber and the variable capacitor.  The other approach is to protect the sensing coil by 
covering protective materials with lower loss tangent than aqueous humor.  These two 
new concepts provide new possibilities to skip or isolate the aqueous humor to preserve 
the quality factor of the sensor, and therefore make the passive IOP sensor implantation 
practical. 
1.5 Biocompatible Material, Parylene-C, Usage 
Parylene-C, poly(chloro-para-xylylene) is chosen to fabricate all the devices 
developed in this thesis.  The molecular structure of parylene-C is shown in Figure 1-1.  
Parylene-C has been proved by Food and Drug Administration (FDA) to be the 
biocompatible material and complies with United States Pharmacopeia’s (USP’s) class 
VI plastics requirements, meaning it is totally implantable in the human body [99]. 
CH2
Cl
CH2
 
Figure 1-1: Molecular structure of parylene-C 
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Parylene-C is prepared by the vapor phase deposition at room temperature.  To 
prepare the parylene-C film, the parylene-C dimer is first vaporized at 150°C to the 
gaseous dimer, and then pyrolyzed at 690°C, turning into the monomer gas.  The 
monomer gas goes into the deposition chamber, conformally coating onto the targets.  
The deposition temperature is normally kept as room temperature (20°C), and the 
deposition pressure is in the range of 20–100 mTorr, which is unlike the metallic 
deposition chamber with deposition pressure as ~ 10-5 torr.  In the pressure range of 20–
100 mTorr, the mean free path is about 1 mm and therefore the monomer gas can 
uniformly distributed in the chamber and conformally coats the targets. 
Parylene-C is a very good dielectric material with dielectric strength of 5600 
V/mil and dielectric constant of about 3 [100].  Parylene-C has very low moisture 
permeability, and very inert to chemicals.  In addition, parylene-C can be easily prepared 
in the clean room and can be patterned by normal oxygen plasma.  Therefore, parylene-C 
fabrication is very compatible with CMOS/MEMS processes and has been widely used in 
BioMEMS research in recent days. 
1.6 Characteristics of Parylene-C 
Properties of parylene-C, such as mechanical, thermal and polymer properties, 
etc, have long been studied in the literature for years [101, 102].  The results are now 
very available and widely used in many aspects [100].  In many years, people have been 
using those numbers in designing the insulation layer of printed circuit boards, the 
modification of implantable medical devices, or any parylene-C-based biomedical 
devices.  In the past few years of our experiences of fabrication of parylene-C film, 
however, several main concerns are raised. 
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Most of the properties’ numbers were measured at parylene-C film as-deposited 
state, which means the parylene-C was never treated thermally, mechanically, or any 
other kinds of treatments, before it was tested.  In our fabrication experiences, however, it 
showed that the mechanical property is seriously affected by its processing histories.  For 
example, after a series of fabrication processes in the clean room, Young’s modulus was 
obtained as 4.75 GPa as compared to 2.78 GPa provided by the vendor of parylene-C 
dimer [103].  Therefore, it is necessary to understand the final influences that every 
fabrication process could cause during the device manufacturing. 
More specifically, parylene-C is one type of thermal plastic polymer and 
temperature is a key controlling parameters of its properties.  Therefore parylene-C 
properties are different between room temperature and the human body temperature; i.e., 
37°C.  The current available parameters cannot ideally represent the behavior of 
parylene-C in human bodies and needs to be further studied and updated. 
For all of the micro check-valves designed in chapter 2, a certain amount of 
residual tensile stress is always required to pre-stress the tethers so that the check-valves 
can behave as designed.  Due to the natural property of the polymer, however, stress 
usually relaxes after a period of time, called stress relaxation.  To predict the lifetime of 
these micro check-valves, the rheological properties, that is, creep and stress relaxation, 
of parylene-C need to be understood.  On the other hand, it is also required to know the 
rheological properties of the parylene-C film to properly design the fabrication 
procedures.  For example, in order to either make the parylene-C-based devices flat or 
mold it into a certain shape, the proper processing temperature and the information of the 
time constant of the stress relaxation is required.  Viewing back several decades of 
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parylene-C research history, however, there is still a lack of the viscoelastic-viscoplastic 
properties of parylene-C film and it will be studied in the thesis. 
In addition, MEMS process usually involves different elevated temperatures 
without the isolation of the oxygen.  In such processes, the parylene-C film is likely to get 
oxidized without a proper treatment, and deteriorates the device properties and 
performance.  Therefore, oxidation must be considered during the fabrication and its 
behavior is studied in this thesis to understand its influence after different thermal 
treatment. 
Hassler et al. had done a series of uniaxial tensile tests to study the effect of 
annealing, steam sterilization, deposition pressure and saline soaking on parylene-C’s 
mechanical effect [104].  The results showed that the mechanical properties are very 
temperature sensitive and seriously affected by the temperature-related process such as 
annealing and steam sterilization.  After high temperature thermal treatment, the 
parylene-C became more rigid, more brittle, and harder.  Hassler suggested that the 
parylene-C polymer chains grow to a crystal-like structure and make the parylene-C 
stronger.  This is also confirmed in our uniaxial tensile and crystallinity tests. 
1.7 Summary 
A broad view of the motivations and contents of the whole thesis is introduced in 
this chapter.  The histories of the GDD and the IOP sensors are explored, compared and 
discussed.  It shows that the previously developed GDD leaded to many complications 
such as diplopia and hypotony.  In addition, there was no mechanism among those GDD 
to prevent over drainage of the aqueous humor under the unexpected high IOP.  As for 
IOP sensor review, previous telemetric IOP sensors experience a decreased quality factor 
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after implantation.  New GDD design and IOP sensor improvement are therefore required 
to make glaucoma management efficient and practical. 
Rheological properties of parylene-C play an important role in designing the 
medical devices, especially implantable ones.  However, there are very few studies of the 
rheological properties of parylene-C can be found in the past decades of parylene-C 
research.  In addition, parylene-C was reported as a very temperature-sensitive material.  
Therefore, a complete knowledge of parylene-C properties helps researchers use the 
materials properly and it will be discussed in the thesis. 
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CHAPTER 2 
PASSIVE NORAMLLY CLOSED MICRO 
CHECK-VALVES 
2.1 Overview 
Normally closed (NC) micro check-valve is used to stop liquid flow when liquid 
pressure difference across the membrane is lower than the designed cracking pressure.  
As shown in Figure 2-1, when the applied pressure P is lower than the designed cracking 
pressure, Pc, the NC check-valve is closed, and vice versa.  Generally the cracking 
pressure can be introduced electrically such as electromagnetic force, mechanically such 
as MEMS springs, or other physical approaches such as stiction force.  Passive check-
valves usually use mechanical approaches to reduce complexity and thus no controlling 
circuit is needed.  To mechanically implement controllable cracking pressures onto the 
NC micro check-valves, many different types of pre-stress technique have been 
developed, such as cantilever type, diaphragm type, and bivalvular type, etc. [105].  
These NC check-valves use deformation of covering materials geometrically designed to 
provide the desired controlling force based on the requirements of applications.  The 
material selection would also depend on the application of the micro check-valves.  For 
example, if high cracking pressure is necessary, materials with large Young’s modulus 
are used to provide the required pre-stressed force.  Moreover, if the device is for human 
body implantation use, the biocompatible material such as parylene-C is needed to 
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fabricate the device.  However, parylene-C has lower Young’s modulus than general stiff 
MEMS materials such as poly silicon or silicon nitride.  Therefore, parylene-C is not 
appropriate to construct a high-cracking-pressure NC check-valve using traditional 
configuration and a new design needs to be explored. 
 
Figure 2-1: Concept of the normally closed (NC) check-valve: (a) The check-valve is 
closed when the applied pressure P is lower than the cracking pressure Pc; (b) the check-
valve is open when the applied pressure P is higher than the cracking pressure Pc. 
Several different passive parylene-C micro check-valves have been developed in 
the past.  For example, to generate a zero crack pressure NC check-valve, Wang 
developed a parylene-C micro check-valve with twist-up tethers to reduce membrane-
induced flow resistance to a negligible level in 1999 [106].  On the other hand, to have a 
NC check-valve with a certain level of cracking pressure, Wang also developed in 2000 
another type of NC micro check-valve with which a sealing plate is center-anchored by 
vacuum-collapse anchoring to achieve 20 kPa (2.9 Psi) of cracking pressure [107].  Xie 
developed another type of ideal NC micro check-valves with simpler check-valve 
structure than Wang’s [108]. Xie’s check-valve has nearly zero cracking pressure using 
the self-assembled monolayer (SAM) coating gold, which was found by the authors 
capable of reducing the adhesion of parylene-C and the silicon substrate so as to achieve 
the zero cracking pressure. 
Pre-stressed tension force
P < Pc
Valve closed
P >Pc
Valve open
(a) (b) 
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Among all the parylene-C NC check-valves mentioned above, only one check-
valve is designed to be capable of providing the necessary cracking pressure, which is 
still limited in a certain low pressure range due to parylene-C’s Young’s low modulus of 
3-4 GPa.  This would restrict the NC check-valve to be used in high pressure 
applications.  In addition, although the gas permeability of the parylene-C has been found 
to be very small, e.g., oxygen permeability of parylene-C is 2.8 cm3·mm·m2·day-1·atm-1 
[100], the parylene-C vacuum-collapse anchoring can still be in vein after a long time of 
usage as the gas can still permeate through the parylene-C film into the cavity. 
In this chapter, the theoretical flow-rate of micro check-valves and the amount of 
the necessary pre-stress force are first investigated.  Then a simple passive NC check-
valve structure is proposed and developed to be a standard MEMS NC check-valves 
paradigm.  NC check-valves with different level of cracking pressure are designed, 
fabricated and characterized to cover a broad pressure range of applications.  With very 
similar structures, all of them consume no power, and are made of parylene-C to 
guarantee the biocompatibility.  The cracking pressure is obtained by stretching the 
parylene-C using residual tensile stress introduced after thermal quenching (high pressure 
applications), or by stiction and pop-up structure (low pressure applications).  Although 
with only 3–4 GPa of the parylene-C Young’s modulus, these pre-stress approaches can 
still overcome the inefficiency by providing larger strain and thus make high cracking-
pressure parylene NC check-valve possible. 
 
32 
 
2.2 Theoretical Analysis of NC Micro Check-Valves 
2.2.1 Thin-film-flow theory of the check-valve 
 
Figure 2-2: Check-valve model for unsteady flow analysis: (a) side view, and (b) top 
view 
A simplified check-valve configuration is shown in Figure 2-2.  The check-valve 
is normally closed owing to a pre-stressed downward force.  The covering plate opens 
when the forwarding force of the liquid becomes higher than the downward force.  After 
the covering plate pops open, the liquid flows in between the covering plate and the valve 
seat, forming a very thin capillary flow layer.  The flow-rate equation in such case has not 
been fully developed so that the problem needs to take into account some unsteady flow 
effects.  Several assumption are made to simplified the calculations: (1) The flow is 
incompressible, and asymmetrical; (2) the upstream pressure, P1, is uniformly applied on 
P1
P2
P2
dz
Liquid out
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Liquid 
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r
z R1
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r
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the covering plate within the range of r ≤ R1, the radius of the opening, and so is the 
downstream pressure, P2, which is the pre-stressed downward force; (3) the weight of the 
liquid is negligible; (4) the opening gap, g, is much smaller than R1. 
At low Reynolds numbers found in this thin film flow, the Navior-Stokes 
equation can be reduced into the Reynolds equations of hydrodynamic lubrication as 
follows [109]: 
 𝜕𝑝
𝜕𝑧
= 0, 𝑎𝑛𝑑 𝜕𝑝
𝜕𝑟
= 𝜇 𝜕2𝑢𝑟
𝜕𝑧2
, (2-1) 
where p is the pressure in the liquid film, µ is the dynamic viscosity and ur is the radial 
velocity component.  From the integration of eqn. (2-1), we can get radial velocity as: 
 𝑢𝑟(𝑧) = 12𝜇 𝑑𝑝𝑑𝑟 𝑧(𝑧 − 𝑔). (2-2) 
Therefore, the volume flow-rate can be represented as: 
 𝑄(𝑟) = � 𝑢𝑟(𝑧)2𝜋𝑟𝑑𝑧 = −𝜋6 𝑟𝜇𝑔0 𝑑𝑝𝑑𝑟 𝑔3. (2-3) 
 
By conservation of mass, the volume flow-rate can be also shown as: 
 𝑄(𝑟) = 𝑄(𝑅1) − 𝜋�𝑟2 − 𝑅12� 𝑑𝑔𝑑𝑡 , (2-4) 
where 𝜋�𝑟2 − 𝑅12�
𝑑𝑔
𝑑𝑡
 represents the volume increase within R1 and r.  Equal eqns. (2-3) 
and (2-4), yields 
 𝑟
𝑑𝑝
𝑑𝑟
= 6𝜇
𝑔3
𝑑𝑔
𝑑𝑡
�𝑟2 − 𝑅1
2� + 𝑅1 (𝑑𝑝𝑑𝑟)�𝑟=𝑅1 . (2-5) 
Let 𝑟
𝑅1
= 𝜆 and 𝑅2
𝑅1
= 𝑀, and integrate equation (2-5) with respect to λ, then yields 
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 𝑝 = 3𝜇
𝑔3
𝑑𝑔
𝑑𝑡
𝑅1
2(𝜆2 − 2𝑙𝑛𝜆) + 𝑙𝑛𝜆 (𝑑𝑝
𝑑𝜆
)�
𝜆=1
+ 𝐶. (2-6) 
To solve the constant C and (𝑑𝑝
𝑑𝜆
)�
𝜆=1
, substitute the boundary conditions with p=P1 at 
λ=1 and p=P2 at λ=M and we can get: 
 𝐶 = 𝑝1 − 3𝜇𝑔3 𝑑𝑔𝑑𝑡 𝑅12, (2-7) 
and 
 (𝑑𝑝
𝑑𝜆
)�
𝜆=1
= 1
𝑙𝑛𝛭
�𝑝2 − 𝑝1 + 3𝜇𝑔3 𝑑𝑔𝑑𝑡 𝑅12(1 −𝑀2 + 2𝑙𝑛𝑀)�. (2-8) 
Substitute eqns. (2-7) and (2-8) into (2-6) and yields 
 𝑝 = 𝑝2 + (𝑝1 − 𝑝2) �1 − 𝑙𝑛𝜆𝑙𝑛𝑀� + 3𝜇𝑔3 𝑑𝑔𝑑𝑡 𝑅12 �𝜆2 − 1 + 𝑙𝑛𝜆𝑙𝑛𝑀 (1 −𝑀2)�, (2-9) 
and hence the volume flow-rate of eqn.(2-3) becomes 
 𝑄(𝑟) = (𝑝1 − 𝑝2) 𝜋6𝜇𝑙𝑛𝑀 − 𝜋𝑟2 𝑑𝑔𝑑𝑡 𝑅12 � 2𝑟𝑅12 + 1 −𝑀2𝑟𝑙𝑛𝑀 �. (2-10) 
The total force that the liquid applied on the covering plate can be expressed as: 
 
𝐹𝑇𝑜𝑡𝑎𝑙 = (𝑝1 − 𝑝2)𝜋𝑅12 + 𝐹𝑝𝑙𝑎𝑡𝑒 = (𝑝1 − 𝑝2)𝜋𝑅12 + � 𝑝2𝜋𝑀
1
𝑅1
2𝜆𝑑𝜆 
= �(𝑝1 − 𝑝2)𝜋𝑅12 �𝑀2 − 12𝑙𝑛𝑀 ��
+ 𝜇
𝑔3
𝑑𝑔
𝑑𝑡
3𝜋2 𝑅14 �1 −𝑀4 + 1 − 2𝑀2 + 𝑀4𝑙𝑛𝑀 � = 𝐹𝑠𝑡𝑒𝑎𝑑𝑦 + 𝐹𝑢𝑛𝑠𝑡𝑒𝑎𝑑𝑦, 
(2-11) 
where Fsteady represents the applied force in steady state flow due to the pressure 
difference, P1-P2, while Funsteady represents the unsteady state condition.  The second term 
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becomes zero if the covering plate’s gap is fixed, i.e.,  𝑑𝑔
𝑑𝑡
= 0, or R1=R2, or the dynamic 
viscosity, µ, is zero. 
2.2.2 Calculation of the necessary pre-stress force 
The liquid starts to flow when the upstream force is equivalent or higher than the 
downstream force.  The force balance at this moment can be used to find the necessary 
pre-stress tensile stress and can be mathematically represented as: 
 𝑝1𝜋𝑅12 ≥ 𝑝2𝜋𝑅22, (2-12) 
or 
 𝑝1 ≥ 𝑀2𝑝2 = 𝑝𝑐, (2-13) 
where pc is defined as the cracking pressure of the check-valve.  Assume the tensile stress 
of the slanted tethers is σt, the tethers’ number, thickness, width, and angle are n, t, w, and 
θ, respectively, then the required tensile stress can be derived as 
 𝜎𝑡 = 𝜋𝑅12𝑡𝑤𝑛𝑠𝑖𝑛𝜃 𝑝𝑐. (2-14) 
As the tensile stress is generated by annealing the check-valve in high temperature T1 and 
quenched to room temperature Tr, 𝜎𝑡 can also be represented as: 
 𝜎𝑡 = 𝐸𝑝𝛼(𝑇1 − 𝑇𝑟), (2-15) 
where Ep and α are the Young’s modulus and the thermal coefficient of expansion of 
parylene-C, respectively.  The annealing temperature can be determined by eqn. (2-15). 
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2.3 Pre-Stressed Slanted Tether Micro Check-Valves 
2.3.1 Slanted tether NC check-valve configuration 
A simple NC check-valve structure schematic is proposed and shown in Figure 
2-3.  The check-valve is composed of single layer of parylene-C with several slanted 
tethers.  The slanted tethers are reinforced to provide the necessary downward force 
which introduces the designed cracking pressure of the NC check-valve.  With this 
simple slanted tether NC check-valve design, the downward force can be controlled by 
several parameters: the number of the slanted tethers, the sloping angle of the slanted 
tethers (θ), the geometry of the slanted tethers (the width and the thickness), and also the 
residual stress of the slated tethers which can be controlled by annealing temperatures.  
The structure design greatly simplifies Chen’s multi-layer parylene-C micromachining 
process into single-layer parylene-C deposition. 
 
 
Figure 2-3: Schematic of cracking-pressure-controlled parylene-C check-valve using the 
residual tensile stress in parylene-C after thermal annealing 
Pre-stressed tensile force
Equivalent 
downward force
Angle of tether 
slope :θ
Center orifice
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Slanted tethers
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2.3.2 Thermal annealing pre-stressed NC check-valves 
With the structure designed as in Figure 2-3, the slanted tethers are thermally 
annealed at predetermined temperature after the sacrificial photoresist is released and 
quenched down to room temperature afterwards.  Since the residual tensile stress of the 
thermally annealed parylene-C can be as high as 34 MPa at 250°C [110], this approach 
allows the parylene-C tethers to provide a high downward force while it does not require 
any post-fabrication manual manipulation. 
In order to utilize the residual tensile stress in parylene-C after thermal annealing, 
we need to make parylene-C tethers slanted with an angle, θ.  After the check-valves are 
processed with sacrificial photoresist releasing, they are annealed at a desired temperature 
and then quenched quickly to room temperature.  Because the thermal expansion 
coefficient of parylene-C is much bigger than that of the silicon substrate, this process 
generates a residual tensile stress in the slanted tethers.  This residual tensile stress then 
provides a net downward sealing force on the parylene-C NC check-valve’s covering 
plate against the silicon orifice.  The final cracking pressure can be mathematically 
represented as: 
 𝑃𝑐 = 𝑡 × 𝑤 × 𝑛 × 𝜎𝑡 × 𝑠𝑖𝑛𝜃𝜋𝑟2 , (2-16) 
where Pc is the cracking pressure of the valve; t is the thickness of the parylene-C; w is 
the width of the tethers; n is the number of the tethers; σt is the residual stress of 
thermally annealed parylene-C; and r is the radius of the parylene-C covering plate.  With 
the thermally annealing residual tensile stress at 250°C as 34 MPa, the cracking pressure 
of this check-valve can be achieved as high as several psi even for a small size check-
valve. 
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2.3.3 Sloped photoresist 
2.3.3.1 One-time-exposure gray-scale photo-mask 
The technique of using one-time-exposure gray-scale lithography to create the 
sloped photoresist [111–117] is introduced in this section.  The one-time-exposure gray-
scale lithography technique was originally invented to fabricate the diffractive optical 
elements (DOE) [113].  Due to its capability of generating sloped photoresist, the 
technique has also been used as the etching mask to create the sloped shape MEMS 
devices [112, 117].  In this work, the technique is used to make sloped sacrificial 
photoresist in the check-valve fabrication process. 
 
 
Figure 2-4: A closer view of designed gray-scale photo-mask for the creation of sloped 
photoresist.  The right pattern magnifies part of the pixel structure of the ring. 
Such a typical photo-mask is shown in Figure 2-4.  To make photoresist partially 
exposed, an array of small dark squares with pitch, P, smaller than the diffraction limit of 
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the UV exposure system, Pc , are designed onto the photo-mask.  Dark squares with pitch 
smaller than the diffraction limit can actually make the first order diffraction light 
blocked by the numerical aperture of the exposure system, making the light transmittance 
of the photo-mask proportional to the coverage area of these dark squares [117]. 
The maximum allowable square pitch size which will not get resolved by the 
optical system can be expressed as: 
 𝑃 ≤ 𝑃𝑐 = 11 + 𝜎 × 𝜆𝑁𝐴 , (2-17) 
where σ is the coherence factor of the optical system, λ is the UV wavelength, which is 
436 nm in our optical exposure system.  NA is the numerical aperture of the optical 
exposure system.  According to the specification of our exposure stepper, the diffraction 
limit is about 1 µm.  In the transmittance design, “pulse width modulation” approach is 
used, in which a constant square pitch with various dark square sizes as shown in Figure 
2-4.  With the 10:1 optical image reduction, we can have dark squares > 10 µm on our 
photo-mask.  Therefore, it is relatively low-cost to perform the gray-scale-mask 
lithography using the regular commercially available transparency slides [115]. 
2.3.3.2 Linearization of the sloped sacrificial photoresist 
It is well known that most photoresists have nonlinear response to UV light 
exposure.  Therefore, a gray-scale photo-mask pattern with linear transmittance 
distribution will not give us a linear photoresist profile, as shown in Figure 2-5 (a).  A 
mathematical model is adopted here to characterize and linearize our final photoresist 
profile [111].  In the model, the original total percentage of unexposed photoresist is 
normalized as 1, and the percentage of exposed photoresist is denoted as E(t), which is 
generated after exposure to UV light within a period of time, t.  It is further assumed that 
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the changing rate of exposed photoresist, 𝐸(𝑡)̇ , is proportional to the remaining 
unexposed photoresist, 1 − 𝐸(𝑡), and the exposed light intensity I0T, where I0 is the 
stepper light intensity and T is the transmittance of the photo-mask.  Therefore, the 
overall exposure system can be represented as an ordinary differential equation with the 
initial condition as follows, 
 𝐸(0) = 0, (2-18) 
and 
 𝑑𝐸(𝑡)
𝑑𝑡
= 𝛼[1 − 𝐸(𝑡)]𝐼0𝑇, (2-19) 
where α is the proportional constant.  The constant is an optical property of the 
photoresist’s sensitivity to UV light.  The solution of eqns. (2-18) and (2-19) can be 
obtained as 
 𝐸(𝑡) = 1 − 𝑒𝑥𝑝(−𝛼𝐼0𝑇𝑡). (2-20) 
Therefore, to have a linear distribution of exposed photoresist, E(t), we can use eqn. 
(2-20) to design the corresponding transmittance distribution on the photo-mask.  Figure 
2-5 (b) shows the scanning result of the characterized and then linearized photoresist 
profile. 
 
 
Figure 2-5 (b), the gray-scale photo-mask is composed of 16 levels with 
increasing transmittance from left to the right of the sloping area with each level 
translating into a photoresist height proportional to 𝑒𝑥 𝑝(−𝛼𝐼0𝑡).  In order to create a true 
linear slope, a test photoresist strip was first fabricated for characterization.  Then, the 
transmittance of each ring is adjusted according to the resulted photoresist height from 
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the test strip.  It was shown in literature that larger αI0t produces more reliable results 
[111].  In our case, I0 is measured as 200–250 mw/cm2 in the stepper, which is one order 
of magnitude higher than the published literature.  With t taken as 4 seconds, our 
exposure energy is within the right regime suggested in the literature. 
 
 
Figure 2-5: One-time-exposure gray-scale sacrificial photoresist profile: (a) before 
linearization, and (b) after linearization 
2.3.4 Fabrication 
Fabrication procedures are outlined in Figure 2-6.  The process started with 
thermally growing silicon dioxide on both sides of double-side-polished wafers.  After a 
back side oxide patterning, DRIE was used to etch the backside orifices with 100 μm in 
diameter and also the releasing trench, until a thin silicon membrane of 50 µm was left.  
A 100 µm deep thin circular trench was etched on the front side followed by coating and 
patterning parylene-C as an anchor to help hold the parylene-C check-valve in place 
during valve operation.  A 10 μm photoresist AZ4620 was then coated on the front side 
and patterned using a gray-scale photo-mask.  A two-step exposure technique with 
different exposure times was utilized to make the center photoresist to have variable 
(a) (b) 
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heights serving the mold of the valve sealing ring.  After 10 µm of parylene-C coating 
and patterning, the through holes and trenches were completed by DRIE etching.  The 
sacrificial photoresist was then removed by acetone and IPA. 
 
 
1. Back-side oxide patterning and DRIE etching (mask #1)
2. Front-side oxide patterning and DRIE etching (mask #2)
1. Front-side 2nd layer parylene coating (5 µm)
2. Front-side 2nd layer parylene patterning (mask #6)
1. Back-side DRIE to release the valve
2. Photoresist stripping
3. Annealing in vacuum oven
1st layer ParyleneSilicon Oxide Photoresist
1. Front-side 1st layer parylene coating and patterning (mask #3)
2. Slanting sacrificial PR coating (mask#4)
3. 2-step sealing trench making (mask#5)
2nd layer Parylene
1. Double-sided polished wafers with 1 µm oxide grown on both sides
 
Figure 2-6: Fabrication procedures.  Slanted sacrificial photoresist is achieved using a 
one-time-exposure gray-scale photo-mask photolithography approach. 
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Figure 2-7: SEM pictures of fabricated check-valves: (a) check-valves before photoresist 
removal, (b) a closer view of a tether and the sloped photoresist, (c) check-valves after 
photoresist removal, (d) a closer view of a tether after photoresist removal, (e) the cross-
sectional view of the parylene-C anchor, and (d) micrograph of the top view of the check-
valve 
(a) (b) 
(c) (d) 
(e) 
(f) 
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SEM images of fabricated devices before and after photoresist stripping are 
shown in Figure 2-6 (a) to (e).  Figures 2-6 (a) and (b) illustrate the successful creation of 
the slanted sacrificial photoresist profile by the one-time-exposure gray-scale lithography.  
Figures 2-6 (c) and (d) demonstrate the resulted linearly slanted parylene-C tethers after 
removing the photoresist.  Figure 2-6 (e) shows the cross sectional view of the successful 
parylene-C anchor.  Figure 2-6 (f) is the micrograph of the top view of the check-valve. 
2.3.5 Device testing and discussion 
After sacrificial photoresist was stripped by acetone and IPA, a thermal annealing 
of the NC check-valves was performed.  Different temperatures were used to create 
different residual tensile stresses.  The testing setup is shown in Figure 2-8.  Water was 
chosen as the testing fluid.  Working fluid flowed into a customized jig with specially 
designed channels conducting water to fluidic ports of the tested check-valves.  Pressure 
was conducted to the check-valves through the backside orifices and flow-rate was 
recorded by measuring the marching speed of the testing fluid front inside the testing 
tubes. 
 
Pressure
regulator
Testing fluid (Water)
Pressure gauge Flow meter
Testing jig
 
Figure 2-8: Testing setup for MEMS micro check-valves 
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Two cracking pressure controlling factors were considered and tested: parylene-C 
tether width and the annealing temperature.  To study the influence of the parylene-C 
tether width, check-valves with 3 different tether widths (50 μm, 70 μm, 100 μm) were all 
annealed at 100°C for 1 hour and then quenched to room temperature to generate the 
necessary residual tensile stress.  The pre-annealed check-valves were characterized by 
the proposed testing setup and the cracking pressures were measured to be 0.3 psi, 1.5 
psi, and 2.9 psi, respectively as shown in Figure 2-9.  It is shown that the check-valve’s 
cracking pressure increases as the tethers widen.  This agrees with our expectation 
because increased width means increased pre-stressed force. 
 
 
Figure 2-9: Parylene-C tether width effect of the characterization results of thermally pre-
stressed slanted tether micro check-valves: different tether widths but with the same 
annealing temperature at 100°C 
0.3 1.5 2.9
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To study different annealing temperature effect, check-valves with 50 μm-wide-
tether were annealed at 100°C and 140°C, quenched to room temperature, and then 
characterized.  The process of annealing check-valves at 140°C was performed in 
vacuum to prevent the oxidation of parylene-C.  The flow-rates are shown and compared 
in Figure 2-10. The cracking pressures were obtained as 0.3 psi and 1.3 psi for 100°C and 
140°C, respectively.  It is found that the cracking pressure increased as the annealing 
temperature increases.  This is attributed to the increased residual tensile stress of 
parylene-C after annealed at higher temperatures. 
 
 
Figure 2-10: Temperature effect of the characterization results of thermally pre-stressed 
slanted tether micro check-valves: different annealing temperatures but with the same 
tether widths of 50 µm 
0.3 1.3
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To summarize, the cracking pressures of NC check-valves consistently increase 
with the increasing tether width and the annealing temperature.  However, experimental 
data also showed that the cracking pressure could deviate from the theoretical value.  
This is likely because the flexibility of the parylene-C covering plate which cannot 
provide a strong fixed boundary condition.  Therefore, the induced thermal stress cannot 
be as high as calculated.  In addition, it is also found that, even at the room temperature, 
the cracking pressure tends to decrease at the early measuring stage after annealing.  This 
is due to the stress relaxation of the parylene-C tethers right after annealing.  The 
phenomenon of stress relaxation of parylene-C will be discussed more in detail in Section 
5.8.3. 
2.4 Integration of Slanted Tether Check-Valves for High-Pressure 
Applications 
The thermally pre-stressed slanted-tether micro check-valves has been proved to 
be capable of delivering cracking pressures as high as 2.3 psi in Section 2.3.  The check-
valves’ tethers are reinforced by quenching check-valves to room temperature after the 
stress-relaxation annealing process to induce high residual tensile stress in the tethers.  
However, even though the cracking pressure of this slanted tether check-valve can be 
adjusted by annealing at different temperature, the maximum cracking pressure 
achievable with a single check-valve is still limited by the bonding strength between 
parylene-C and silicon in the anchor region, and also the ultimate tensile strength of the 
parylene-C tethers. 
In this section, multiple slanted tether check-valves are integrated in series to 
achieve even higher cracking pressures.  In a series construction, each slanted tether 
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check-valve could be modeled as a diode, where pressure and flow-rate are analogous to 
voltage and current respectively.  Using this model, multiple check-valves can be easily 
analyzed and connected in series to achieve a larger total pressure drop even though the 
pressure drop across each check-valve is smaller.  This situation is similar to using a 
series connection of multiple diodes to achieve a higher total voltage drop. 
2.4.1 Electrical-equivalent diode model 
As shown in Figure 2-2, the volume flow-rate, Q, at r = R2 equals the final exit 
flow-rate of the check-valve.  Q can be calculated and rearranged from eqn. (2-10) as 
 𝑄(𝑟)|𝑟=𝑅2 = (𝑝1 − 𝑝2) 𝜋6𝜇𝑙𝑛𝑀 − 𝑑𝑔𝑑𝑡 �𝜋𝑅22 + 𝜋2 𝑅12 − 𝑅22𝑙𝑛𝑀 �. (2-21) 
Therefore, in order to successfully generate the flow-rate, the applying pressure of 
the liquid p1 needs to be higher than the cracking pressure, pc, shown in eqn. (2-13) with 
the flow-rate presented eqn. (2-21).  The whole system can be equivalently modeled as a 
diode shown in Figure 2-11 with cut-in voltage as pc.  The flow-rate in eqn. (2-21) can be 
modeled as the electrical current after the cut-in voltage. 
2.4.2 Multiple check-valve integration 
The check-valves were first annealed at 140ºC and quenched to room temperature 
to introduce the residual tensile stress in tethers.  To assemble the device, each check-
valve was first inserted into a thin glass capillary tube, whose inner diameter is 530 µm, 
and sealed with epoxy as shown in Figure 2-12 (a).  These individual assemblies were 
then characterized to obtain their cracking pressure and flow profile.  Photoresist was 
used to seal the gap between the assembly and the testing tube so that the assembly can 
be released for later integration, as shown in Figure 2-13 (b).  Afterwards, each pair of 
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assemblies were coupled together with a wider capillary tube (inner diameter of 660 µm) 
to form an assembly of multiple check-valves, as shown in Figure 2-12 (b), then sealed 
with epoxy, and tested as shown in Figure 2-13 (c). 
 
 
Figure 2-11: Equivalent electrical circuit component model of check-valves: (a) one-
diode model of one check-valve.  k and dz are the spring constant of the tethers and the 
covering plate displacement, respectively. (b) In-series diodes model of in-series check-
valves 
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Figure 2-12: Valve packaging: (a) A single valve packaged in capillary tubes and (b) four 
individual modules integrated using coupling tubes 
 
Figure 2-13: (a) Modified device testing setup, (b) the characterization of single valve, 
and (c) the characterization of four check-valves in series 
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2.4.3 Characterization results and discussion 
The measured cracking pressures of each check-valve and the check-valve 
assembly are listed in Table 2-1.  The flow profiles comparison between a single check-
valve and a four-check-valve assembly is shown in Figure 2-14.  The results show that 
the cracking pressure of a single valve falls between 0.42 psi and 0.49 and achieves 2.06 
psi with four integrated check-valves.  The parylene-C check-valves remain intact after 
many tests with inspection shown in Figure 2-14 (b).  This proves the durability of the 
parylene-C anchors of the check-valve, which are to prevent de-bonding due to both the 
high tensile stress within the parylene-C layer after annealing process and the high 
pressure during the entire characterization process.  The results verify the concept of 
integrating multiple slanted tether check-valves in series to create a high cracking 
pressure device for high-pressure microfluidic applications. 
Table 2-1: Measured cracking pressures of four single check-valves and the assemblies of 
multiple check-valves 
Single valve 1 2 3 4 
Cracking pressure 0.49 psi 0.43 psi 0.47 psi 0.42 psi 
Multiple valves 2 valves 3 valves 4 valves 
Cracking pressure 1.01 psi 1.48 psi 2.06 psi 
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Figure 2-14: (a) Flow characteristics of a single valve, (b) micrograph of a check-valve in 
tube after testing, (c) flow characteristics of a four-check-valve assembly 
2.5 Pop-Up Micro Check-Valve 
The NC check-valves developed in Section 2.3 and the integrated multiple check-
valves assembly in Section 2.4 have successfully demonstrated their capability of 
regulating pressure in a broad range (0.3 psi to several psi).  However, it is found not 
simple enough to be integrated inside a channel so as to enable integrated microfluidics.  
In this section, a releasable all-parylene-C microfluidic device incorporating innovative 
0.0 0.5 1.0 1.5 2.0 2.5 3.0 3.5 4.0
0
5
10
15
20
25
30
35
40
45
 single valve
Fl
ow
 ra
te
 (µ
L/
m
in
)
Applied Pressure (psi)
D1
0.49 psi
500 µm
Δp1
0 1 2 3 4 5 6 7 8 9 10 11
-1
0
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
 Single valve
 Integrated four check-valves
Fl
ow
 ra
te
 (µ
L/
m
in
)
Applied Pressure (psi)2.06 psi
≈Δp1×4
(a) (b) 
(c) 
53 
 
surface micro-machined NC pop-up check-valve is designed to regulate the cracking 
pressure of microfluidic flow.  An undercut parylene-C foot is generated by first spin-
coating a layer of LOR30B on silicon surface and then developed to create undercut after 
the first layer parylene-C film deposition and patterning.  The cracking pressure is created 
by residual tensile stress built within the tethers introduced by post-fabrication pop-up 
process and can be enhanced by thermal annealing.  This newly-designed micro check-
valve can also be encapsulated within the all-parylene channel.  The zigzag appearance 
along the channel edge makes it easy to anchor in any kind of implantation environments. 
2.5.1 Pop-up micro check-valve device design 
The design of the pop-up check-valve is shown in Figure 2-15.  The structure 
requires an undercut beneath the first layer parylene-C, which is created by developing 
LOR30B, using the first parylene-C as the mask.  The 2nd layer of parylene-C then fills 
into these undercuts during deposition and creates an interlocking structure between the 
two parylene-C layers and the covering plate which is made of the second layer of 
parylene-C.  Before the check-valve’s usage, the covering plate is popped up from the 
back side by flowing liquid through the through hole.  Once popped, the covering plate 
will stay on top of the first layer parylene-C due to the undercut parylene-C foot and will 
no longer return to the original interlocked position.  The popping first creates an amount 
of mechanical tensile stress within the tethers connecting the covering plate and valve’s 
anchor because of the extension.  The tethers can then be thermally pre-stressed with 
thermal tensile stress by annealing/quenching to further control the cracking pressure.  
The cracking pressure can still be predicted by eqn. (2-16).  The proper length of the 
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undercut is determined to be 10 µm experimentally so that the covering plate can be 
popped up by injecting liquid into the back side through holes. 
 
 
Figure 2-15: The configuration of a pop-up check-valve.  A close-up of the undercut 
parylene-C foot is shown in the circular area. 
2.5.2 Device fabrication 
Both fabrication procedures of in-channel check-valves and testing chips were 
designed and are shown in Figure 2-16.  The check-valve fabrication started with coating 
LOR30B on silicon wafers.  A thin layer of aluminum was thermally evaporated onto 
LOR30B and then patterned to protect LOR30B from the possible hard baking during the 
following parylene-C layer plasma etching.  The first layer of parylene-C was coated onto 
LOR30B and patterned.  LOR30B undercut was developed after aluminum striping.  The 
wafer was then coated with soap before the second layer of parylene-C deposition.  After 
soap soaking on the parylene-C surface, the hydrophilic head of the soap was exposed 
2nd layer parylene
as a covering plate
1st layer parylene
2nd layer undercut
parylene-feet coating
After covering 
plate popped-up
Covering plate pushed by liquid
After silicon base testing chip released, checkvalve anchored 
by undercut parylene coating
Valve fixed on testing 
chip by photoresist
Tensile-stressed tethersθ
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that changed the parylene-C surface to hydrophilic.  This would benefit the popping 
process as the parylene-C would be easier to delaminate from the hydrophilic surface.  
The second layer of parylene-C was deposited, filling the undercut, and then patterned.  
A thick sacrificial layer of photoresist was coated, patterned and encapsulated with the 
third layer of protection parylene-C membrane.  The whole device was released by 
acetone after patterning.  On the other side of the parylene-C channel, an outlet port was 
fabricated using the same procedures as the check-valve, as shown in Figure 2-16 (a).  
The covering plate was etched away to make the through hole of the outlet port. 
The testing chip fabrication started with double-side oxide wafers, with front side 
first patterned and etched by DRIE twice to create necessary cavities and then the back 
side DRIE followed to create through holes, as shown in Figure 2-16 (b). 
The fabrication results are shown in Figure 2-17.  Figure 2-17 (a) shows the 
successful undercut creation of LOR30B under the first layer of parylene-C; Figure 2-17 
(b) is the micrograph of the check-valve after the second layer parylene-C patterned; 
Figure 2-17 (c) shows the micrograph of the top view of the outlet port after the second 
parylene-C patterned, and Figure 2-17 (d) demonstrates the final devices shown in 6 mm 
long.  The zigzag features along the devices’ sides facilitate the anchoring during the 
device implantation. 
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Spin coating LOR 30B
1. Al stripping
2. LOR 30B undercut developing
2nd layer parylene coating and patterning (Al, mask #4)
1. Channel sacrificial photoresist coating and patterning (mask #5)
2. 3rd layer parylene coating and patterning (mask #6)
1. Releasing devices and sacrificial photoresist in acetone
2. Mount devices on testing chips and pop-up valve covering plate
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2. Front-side oxide patterning (mask #1)
3. Front-side photoresist coating and patterning (mask #2)
1. Front-side DRIE silicon etching
2. Back-side photoresist coating and patterning (mask #3)
3. Back-side DRIE silicon etching
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Oxide
 
Figure 2-16: Fabrication procedures of (a) the pop-up micro check-valve, and (b) the 
testing chips 
(a) 
(b) 
57 
 
 
Figure 2-17: Micrograph of (a) 10 µm undercut of the LOR30B, (b) top view of the NC 
check-valve, (c) top view of the outlet orifice, and (d) final device appearance 
Figure 2-18 shows a series of SEM pictures of the fabricated check-valves.  
Figure 2-18 (a) shows the backside view of the check-valve, presenting the successful 
undercut parylene-C-foot coating; Figure 2-18 (b) represents a close view of about 10 µm 
wide undercut coating; Figure 2-18 (c) is a top view of the check-valve before pop-up, 
and (d) is a close view of the tethers after pop-up.  As shown in Figures 2-18 (a) and (b), 
four undercut parylene-C-foot not only work to anchor the check-valves onto the first 
layer parylene-C, but also behave as the posts preventing the device from stiction to the 
application surface. 
(a) (b) 
(c) (d) 
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Figure 2-18: SEM pictures of (a) undercut parylene-C foot coating (back side view), (b) 
close view of undercut parylene-C foot coating, (d) normally closed check-valve, and (d) 
covering plate after pop-up 
2.5.3 Device characterization setup 
A complete testing chip is shown in Figure 2-20 (a).  The size of the indentation 
on the testing chip is designed a bit larger than the device so that the through holes of the 
check-valves can be aligned with the holes of the testing chips.  Circular trenches with 
the same width as check-valves’ posts are fabricated to accommodate the posts so as to 
ensure the flatness of the check-valves and the complete sealing during the testing.   
 
(a) (b) 
(c) 
(d) 
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Figure 2-19: Cross section view of the testing chip with mounted in-channel check-valve 
 
Figure 2-20: (a) Top view of the fabricated testing chip.  (b) A close view of mounted 
device on top of the testing chip, sealed with dried photoresist 
To test the in-channel check-valves, devices released from photoresist were first 
soaked in 5% HF solution.  HF solution penetrates the top parylene-C layer into the 
boundary between two parylene-C layers and cleans the boundary.  This makes it easier 
to separate the first and the second parylene-C layers during the popping-up.  To enhance 
the check-valves’ cracking pressure, devices were first annealed in high temperature in 
the oven to release all inherent residual stress, and then quenched to room temperature to 
build the necessary residual tensile stress.  Rather than unpredictable residual stress, the 
stress achieved this way can be more controllable.  Devices were then mounted onto the 
testing chip which was aligned and fixed on top of the testing jig as shown in Figure 2-20 
(b).  Photoresist was applied to seal and anchor the posts in the circular trench.  The 
A A’
Testing fluid direction: Inlet Outlet
Photoresist sealedCircular trench
(a) 
(b) 
60 
 
surroundings of the device were also sealed by photoresist to ensure complete sealing.  
The testing setup shown in Figure 2-8 was used to characterize single check-valve.  The 
check-valves were first popped up by pushing water into the back holes, and then 
microfluidically characterized.  As shown in Figure 2-19, the testing liquid was sent into 
left NC check-valve.  The liquid flew through the channel and exit to the right outlet port.  
The tested and qualified devices were then released in acetone to remove the photoresist 
for later implantation applications, as shown in Figure 2-17 (d) 
2.5.4 Device characterization results 
The popping process was filmed to observe its transition behavior.  During the 
popping process, a syringe was used to inject the liquid into the through holes to 
gradually increase the applied pressure.  When the applied pressure was higher the 
confining pressure of the interlock of the covering plate and the first layer parylene-C, the 
liquid burst out flowing.  The applied pressure was released afterward, and the covering 
plate stayed on top of the first layer parylene-C due to the undercut parylene-C-foot.  
Figure 2-21 shows a sequence of pictures captured from the video: (a) shows the situation 
when applied pressure almost reached the confining pressure.  Liquid i still covered by 
the covering plate; (b) demonstrates the time when applied pressure is just right over the 
confining pressure.  The covering plate is suddenly popped over the confinement hole 
and liquid can be clearly seen to burst flowing out the NC check-valve; (c) shows the 
liquid over flooded right after the popping-up. 
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Figure 2-21: Captured pictures of normally closed pop-up check-valve during popping-up 
process (shown in arrow): (a) right before pop-up, (b) during pop-up, and (d) after pop-
up. (Top parylene-C membrane is peeled off for clarity.) 
 
 
Figure 2-22: Testing result of the pop-up check-valve 
After the popping process, a check-valve can be further annealed at 140°C to 
enhance the pre-stressed parylene-C tethers.  Figure 2-22 shows the experimental result.  
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The cracking pressure of the check-valve is determined by the time when the liquid starts 
to flow.  The flow characteristic is obtained with cracking pressure of 0.35 psi, verifying 
the feasibility of the pop-up check-valve.  It is found that the flow-rate is similar to the 
check-valve shown in Figure 2-10, but with a lower cracking pressure in the pop-up 
check-valve.  It is likely that the parylene-C base (the first layer parylene-C) is very 
easily damaged during the popping process.  Besides, because the 10-µm thick parylene-
C base is still very flexible, the pre-stressed parylene-C tether would cause the parylene-
C base to deform downward after the popping and thermal annealing.  This causes 
smaller angle of the parylene-C tethers and therefore reduces the check-valve cracking 
pressure.  Depositing thicker parylene-C base can solve the problem.  In addition, coating 
a layer of metal would increase the Young’s modulus of the parylene-C base and reduce 
the deformation amount caused by the pre-stressed parylene-C tethers. 
2.6 Self-Stiction-Bonding Micro NC Check-Valves 
2.6.1 Design concept of the self-stiction-bonding NC check-valve 
Although the NC check-valve developed in Sections 2.3 to 2.5 has demonstrated 
the promising results of their capability of regulating the flow-rate, there still drawbacks 
exist in these NC check-valves.  For the slanted check-valve utilizing the sloped 
sacrificial photoresist, it is more pricy to make the key gray-scale photo-mask.  On the 
other hand, for the pop-up NC check-valve, the pop-up process might damage the 
parylene-C base easily and thus the yield rate is low.  In this section, a NC check-valve is 
developed by manipulating the stiction phenomenon to create the necessary cracking 
pressure. 
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As shown in Figure 2-23, the self-stiction-bonding NC valve utilizes a stiction 
process that inevitably takes place after the drying process.  According to theory [118–
123], the parylene-C tether’s length can be accurately designed for enough stiction while 
keeping the appropriate size of the micro NC check-valves.  To generate enough stiction, 
the length of the parylene-C tether must be longer than the critical length of a cantilever 
beam which can be predicted as: 
 𝑙𝑐𝑟𝑖𝑡 ≥ �
316 𝐸𝑡3𝑔2𝛾𝑙𝑎𝑐𝑜𝑠𝜃𝑐4 , (2-22) 
where E, and t is the Young’s modulus and the thickness of parylene,-C, respectively.  g 
is the gap spacing, γla is the surface tension of the liquid–air interface.  θc is the contact 
angle between the drying liquid and the parylene-C. 
This self-stiction effect facilitates spontaneous anchoring of the NC check-valve 
with predetermined cracking pressure by pre-stressing the center sealing part of the 
check-valve through straight tethers connecting to the anchoring part, as shown in Figure 
2-23.  The built-in stress of the parylene-C tethers comes from both the residual tensile 
stress remained after thermal annealing, and stretching due to stiction bonding.  Cracking 
pressure can be controlled by many parameters as described in Section 2.3.1.  Similar to 
the NC check-valve structure aforementioned, flow-rate is defined by the size of the 
opening orifice and the opening gap of the parylene-C membrane.  Furthermore, few 
holes are designed on the stiction-bonding parts where epoxy can be used to further 
ensure bonding strength and to prevent parylene-C from de-lamination after repeated 
operations, as shown in Figure 2-25 (b). 
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Center part is pre-stressed by stiction-bonding design
Self-stiction-anchoring inevitably happens after the drying process
 
Figure 2-23: Schematics of the self-stiction-bonding NC check-valve 
2.6.2 Fabrication of the self-stiction-bonding NC check-valve 
The fabrication process started from growing thermal oxide on silicon wafer, as 
shown in Figure 2-24.  Through-wafer holes and releasing trenches of the check-valves 
were etched using back-side DRIE until 50 µm silicon membranes was left.  The circular 
boundary of the valve seats were defined here with diameter to be 500 µm, which can be 
fit into parylene-C protective tube’s I.D. smoothly.  XeF2 was used to roughen the front 
side surface encircling the check-valve area to improve the adhesion between deposited 
parylene-C and the silicon valve seat.  The three-step exposure lithography was 
performed to create three different heights of sacrificial photoresist for the NC check-
valve.  After parylene-C deposition, RIE was used to pattern the coated parylene-C and 
then through holes and the releasing trenches were opened by completely etching away 
the remaining silicon membrane by DRIE so as to strip the sacrificial photoresist with 
acetone and IPA. 
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Step 1: Double-sided thermal oxide growing
Step 3: Front-side three-steps lithography (3rd, 4th, and 5th masks)
Step 5: 1. Back-side DRIE
            2. Photoresist stripping and stiction happens afterwards
Step2: 1. Back-side lithography (1st mask)
           2. Back-side oxide patterning and DRIE
           3. Front-side XeF2 surface roughening (2nd mask)
Step 4: 1. Front-side parylene coating
            2. Front-side lithography and parylene patterning (6th mask)
Silicon Oxide Parylene-C Photoresist
 
Figure 2-24: Fabrication procedures of the self-stiction-anchoring NC check-valve 
Figures 2-25 (a) and (b) demonstrate the successful creation of the slanted 
parylene-C tethers through the self-stiction-bonding approach after the drying process.  
After photoresist stripping and air drying of the devices, stiction takes place on NC 
check-valves and the anchoring parts bonded onto silicon wafer surfaces, providing the 
necessary pre-stressed force through stretching the parylene-C tethers.  The micrograph 
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of the fabrication result of the completed micro NC check-valve is illustrated in Figure 
2-25 (c).  To further enhance the bonding strength, tiny epoxy drops were then manually 
applied onto these NC check-valves’ stiction-bonding parts to make sure the parylene-C 
won’t de-laminate after several repeated operations, as shown in Figure 2-25 (d). 
 
Figure 2-25: Fabrication results of the self-stiction-anchoring NC check-valves: (a) SEM 
picture showing the regular NC check-valve, (b) SEM picture showing the NC check-
valve with small holes for epoxy enhancement, (c) top view of the NC check-valve, and 
(d) NC check-valve with epoxy bonding enhancement 
2.6.3 Characterization of the self-stiction-bonding NC check-valve 
To characterize the completed self-stiction-bonding NC check-valve, the same 
single check-valve packaging procedure as Figure 2-12 was adopted to accommodate 
Spontaneous
Stiction-Bonding
Epoxy Enhancing
Stiction-Bonding
100 µm100 µm
Slanted tethers after
self-stiction-anchoring
Small holes for
epoxy enhancement
(a) 
(c) (d) 
(b) 
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single NC check-valve in the capillary tube.  On the other hand, the characterization setup 
represented in Figure 2-13 was also utilized to measure the NC check-valve’s flow-rate 
profile.  The pressure/flow-rate characteristic profile is shown in Figure 2-26.  Liquid 
starts to flow at 0.2–0.3 psi (10–15 mmHg), and no obvious flow-rate is observed before 
the cracking pressure, showing that the sealing is well pressed by the four straight tether 
arms with the predetermined snapping force.  This result meets our simulation 
expectation and provides the evidence that stiction does provide the required pre-stress 
force to create the cracking can secure the gap between the check-valve and the capillary 
tube opening. 
 
 
Figure 2-26: Pressure/flow-rate profile characterization results of the self-stiction-
bonding NC check-valve 
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2.7 Blister Test of Stiction of Parylene-C Film 
The self-stiction-bonding check-valve developed in Section 2.6 has demonstrated 
its successful regulating the microfluidic flow.  However, since the cracking pressure of 
this check-valve is governed by stiction between the parylene-C film and the underlying 
substrate, a comprehensive study of stiction between parylene-C and different surfaces is 
required in order to understand, design, and create valves with specific cracking pressure 
and desired flow-rate profiles. 
Stiction is an attraction that occurs between free standing micro-machined 
features and the substrate after the release of sacrificial photoresist [124]. Even though 
stiction is often an undesirable phenomenon, it can be employed to control the operation 
regime of thin film parylene-C check-valves.  Attempts have been made to reduce stiction 
for specific check-valve geometries.  For example, the cracking pressure of a polyimide 
check-valve with C4F8/Ar non-stiction coating changed from 210 kPa to 59 kPa [125], 
and SAM (self-assembled monolayer) is also used to reduce stiction [126].  
The study in this section presents a comprehensive investigation of stiction 
between parylene-C and a variety of different surfaces using blister test.  Blister test has 
been sophisticatedly used to measure the adhesion of two different materials and is 
capable to provide measurable results [127–137]. The surfaces under investigation 
include Au, Al, Si, parylene-C, XeF2 treated Si, and silicon dioxide.  After quantifying 
surface stiction, possible mechanisms that lead to stiction between parylene-C and 
various materials are explained.  In addition, different recipes for sacrificial photoresist 
release that may affect the resulting stiction are also explored.  Stiction results for 
different surfaces under different photoresist releasing methods show that surface coating 
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and releasing procedures used in this investigation can be used to control characteristics 
of parylene-C check-valves. 
2.7.1 Experimental approaches 
An outline of the fabrication procedure for stiction test devices is depicted in 
Figure 2-28.  A backside circular trench 300 µm in diameter is created using DRIE until 
only a thin silicon membrane remains.  Front side surface treatment is performed.  These 
treatments include XeF2 roughening, gold (0.2 µm) and aluminum (0.25 µm) deposition, 
parylene-C coating (2.5 µm), and silicon dioxide growth (1 µm).  After surface treatment, 
sacrificial photoresist and 5 µm parylene-C layers are coated.  Finally, DRIE is used 
again to remove the thin silicon film from the backside etching.  Top views of the 
finished valves are shown in Figure 2-27. 
 
 
Figure 2-27: Top view of finished parylene-C check-valves fabricated for blister test 
After dicing the wafer, different photoresist releasing methods are used.  The 
sacrificial photoresist of all devices is released using ST-22, after which acetone is used 
to remove the ST-22 residue.  Then, some valves are dipped in IPA (isopropyl-alcohol) 
and air dried.  These valves are used for surface stiction characterization.  Some valves 
are dipped in a mixture of acetone and 5 ml of silicone oil before air drying.  These 
devices are used to study the effect of oil coating on parylene-C stiction.  In addition, to 
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test the hypothesis of stiction mechanisms, some devices are subjected a 30 second HF 
(hydrofluoric acid) dip followed by a quick rinse in water to remove the acid.  All devices 
are characterized using blister test. 
 
1 µm oxide grown on both sides
Back-side oxide patterning (mask #1); Back DRIE until thin Si membrane left
Front-side surface treatment with different materials (mask #2):
(a) silicon, (b) XeF2, (c) gold, (d) aluminum, (e) parylene-C (f), oxide
Front-side sacrificial photoresist coating and patterning (mask #3)
Front-side parylene coating and patterning (mask #4)
(a) (f)(e)(d)(c)(b)
Back-side through-hole silicon etching; sacrificial photoresist stripping
1
2
3
4
6
5
Photoresist Silicon Oxide Parylene C Gold AluminumChrome  
Figure 2-28: Fabrication procedures for circular parylene-C check-valve with different 
valve-seat surface treatments 
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2.7.2 Theory of blister test 
2a
Pressure
t
d
2a
Pressure
Parylene-C film Surface treatment Silicon substrate
Debonding 
propagation front
P ≤  Pd
P < Pd
 
Figure 2-29: Theoretical blister formation during experimentation: (a) The applied 
pressure is less than or equal to the critical debonding pressure, Pc. (b) The applied 
pressure is higher than the critical debonding pressure, Pc; the parylene-C film starts to 
propagate. 
Blister test is usually performed on thin films overlying a solid substrate.  
Through holes are used to apply pressure to the film from the back side, as shown in 
Figure 2-29.  When the applied pressure is less than the critical debonding pressure, pd, 
the blister only budges up without any debonding.  However, when the applied pressure 
is larger than pd, parylene-C debonds from the silicon surface and propagate along the 
surface radially.  For parylene-C check-valves, when pressure is applied, plastic 
deformation occurs in the parylene-C film that causes it to bulge to a distance d that is 
(a) 
(b) 
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dependent on the Young’s modulus, E(~ 4 GPa), Poisson’s ratio, ν (~ 0.4 [138]), 
geometry of the substrate opening, and thickness of the parylene-C film, t. 
Due to the circular via in silicon, it can be assumed that the blister has a 
semispherical profile.  With this assumption, the critical debonding pressurecan be first 
calculated as [137]: 
 𝑝
𝑑
= 3.56𝐸𝑡
𝑎4 𝑑𝑐3 + 4𝜎𝑜𝑡𝑎2 𝑑𝑐, (2-23) 
where dc is the maximum vertical displacement of the parylene-C film, t is the thickness 
of the parylene film (3 μm in our experiment), a is the radius of the blister (100 μm).  
With the obtained critical debonding pressure, the stiction between parylene-C and 
silicon surface, γ, can be derived by 
 𝛾 = 2.22𝐸𝑡 �𝑑𝑐
𝑎
�
4 + 2.00𝜎𝑜𝑡 �𝑑𝑐𝑎 �2, (2-24) 
where the constant σ0 represents residual stress within the parylene-C film.  For this 
particular experiment where parylene-C is annealed at 100°C, 37.8 MPa is used as the 
residual stress [138].  As the pressure inside the blister exceeds the critical pressure, pd, 
parylene-C film debonds from the silicon surface and the obtained pd from eqn. (2-24) is 
used to calculate the stiction, γ. 
2.7.3 Blister test experimental setup 
During experimentation, each die is placed in a testing jig that allows fluid (N2 
gas) to apply pressure to the parylene-C membrane.  The jig is then connected to a fluidic 
setup consisting of a valve, a pressure regulator, and a pressure gauge, as shown in Figure 
2-30.  Figure 2-30 (a) shows the cross section view of the testing jig and Figure 2-30 (b) 
illustrates the overall view of the testing setup.  The testing jig is placed under a 
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microscope for observation.  Pressure inside the tubing is gradually increased by 
adjusting the pressure regulator.  The pressure gauge reads out the current pressure inside 
the blister.  The critical pressure is recorded when debonding occurs. 
 
Pressure
Regulator
Valve Pressure
Gauge
Air Input
Air
Testing Jig
Silicon Wafer
O-ring
Parylene Film Surface Material
Testing 
Jig
 
Figure 2-30: Experimental setup of the blister test: (a) the cross-section view of the test 
jig, and (b) schematic diagram of the testing setup 
(a) 
(a) 
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2.7.4 Testing results and discussion 
A typical testing curve showing the relationship between the blister pressure and 
the passing time is shown in Figure 2-31.  The parylene-C film starts to debond when the 
applied pressure is higher than the critical debonding pressure. 
 
Figure 2-31: A typical curve of the blister test.  The parylene-C film starts to debond 
when the applied pressure is higher than the critical debonding pressure. 
Figure 2-32 illustrates the stiction between parylene-C and different surfaces after 
each device is soaked in acetone, IPA, and allowed to dry in air.  In addition, the average 
cracking pressure of the valves is also recorded and listed in Table 2-2.  The results show 
that Si has the greatest tendency to stick to parylene-C after drying (2.59 J/m2).  The high 
stiction of silicon to parylene-C can be explained by surface passivation.  Even though 
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silicon and parylene-C are inherently hydrophobic, when they are subjected to water 
during photoresist release, the dangling bonds on the surface of the materials tend to bond 
to OH- groups in water.  Such bonds make surfaces slightly hydrophilic.  As the device 
dries, decreasing water content between the parylene-C film and silicon surface pulls the 
two surfaces together through hydrogen bonding, as illustrated in Figure 2-33.  When the 
surfaces are extremely close from each other, Van der Waal’s forces result in adhesion.  
 
Figure 2-32: Stiction of parylene-C with different substrate surfaces after three kinds of 
releasing processes. Blue: acetone soak followed by IPA and water soak. Green: acetone 
soak followed by HF dip and water rinse. Red: soaking in mixture of acetone and silicone 
oil followed by direct air drying 
Compared to Si, Au, oxide, and parylene all had gradually decreasing stiction to 
parylene-C.  The decreasing values could be attributed either to increasing surface 
roughness or decreasing reactivity to OH- groups.  Al and XeF2 treated Si surfaces show 
almost no stiction to parylene-C.  The former result can be attributed to the high surface 
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energy of aluminum, which precludes effective adhesion to most materials.  On the other 
hand, XeF2 treated Si surface display huge surface roughness.  As a result, very little 
silicon surface actually come into contact with parylene-C.  Thus, Van der Waal’s force 
is not great enough to cause significant stiction. 
 
Figure 2-33: Hydrogen bonding that occurs between water molecules and the passivated 
silicon surface.  As the device dries, decreasing water content between the parylene-C 
film and the silicon pulls the two surfaces together through hydrogen bonding. 
Table 2-2: Cracking pressure of parylene check-valves under different releasing 
procedures: (1) acetone and IPA soak followed by air drying, (2) HF dip, water rinse, 
followed by air drying, (3) soak in a mixture of acetone and silicone oil before air drying. 
Zero stiction means that the stiction is too small to be measured effectively. 
Release method 1 (J/m2) 2 (J/m2) 3 (mJ/m2) 
Si 2.59 1.86 18.5 
Au 1.54 1.07 12.5 
Al 0 0 13.2 
XeF2 0 0 8.2 
Parylene 0.22 0.62 95.6 
Oxide 0.76 1.06 13.9 
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Figure 2-34: Stiction between parylene-C and various surfaces after releasing in a 
mixture of acetone and silicone oil 
 
Figure 2-35: Stiction between the parylene-C and the silicon surface is reduced due to the 
silicone oil layer, which reduces surface passivation and the proximity between surfaces. 
Following the second photoresist releasing method where devices are air dried 
after soaking in a mixture of acetone and silicone oil, stiction between parylene-C and all 
Silicone Oil Layer
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surfaces are reduced, as shown in Figure 2-34.  Results show that, other than parylene-C, 
all stiction values are between 0.01 and 0.02 J/m2.  These results suggest that, after 
silicone oil coating, stiction is no longer caused by the interaction between parylene-C 
and substrate surfaces but by the adhesion between parylene-C and the oil layer.  Since 
this oil layer reduces surface passivation and the proximity between surfaces, stiction is 
decreased, as shown in Figure 2-35.  The relatively high stiction value between two 
parylene-C surfaces can be explained by the roughness of the parylene surface, which 
increases its effective area to interact with silicone oil. 
In order to verify the proposition that surface passivation contributes to stiction, 
some devices are subjected to a short HF dip before drying.  This HF dip should remove 
some surface –OH bonds and thus reduce stiction.  Results from blister tests done on 
these valves reveal that for certain material surfaces (i.e., Si and Au), HF dip does 
decrease stiction slightly, as shown in Figure 2-32.  Even though HF dip removes much 
of the hydroxyl groups, the ensuing rinse in water probably introduces some –OH groups 
back. As a result, stiction still remains. 
2.7.5 Summary 
This study successfully quantifies stiction between thin film parylene-C and 
various surfaces.  Devices with valve configurations were fabricated and released using 
various procedures.  After performing blister tests, stiction values were recorded.  The 
mechanisms that lead to stiction or the reductions thereof include surface passivation with 
hydroxyl groups, surface roughness, and surface proximity.  Experiments show that 
mechanisms that can reduce the proximity between parylene-C and other surfaces during 
drying will likely reduce stiction.  In addition, since different surface treatments result in 
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different stiction, all processes and photoresist releasing methods from this study can be 
used to design parylene-C check-valves with different cracking pressures. 
2.8 Summary and Conclusion 
2.8.1 Comparison of different types of micro check-valves 
In this chapter, a parylene-C-based NC check-valve paradigm was proposed and 
developed.  The standard NC check-valve structure consists of slanted parylene-C tethers 
with built-in residual tensile stress.  These pre-stressed slanted parylene-C tethers provide 
the necessary downward force, giving the desired cracking pressure of the NC check-
valve. 
Three different methods were developed to create the slanted tethers.  The first 
method adopted the gray-scale photolithography to generate the sloped sacrificial 
photoresist as the mold of the following deposited parylene-C film.  The second approach 
utilized the post-fabricated pop-up structural design to generate the desired slanted 
tethers.  The third method adopted the stiction phenomenon that inevitably takes place 
after the drying process to create the slanted slope created using height differences of the 
parylene-C structure.  The residual stress built in the parylene-C tethers can be achieved 
by stretching the tether, thermal annealing and quenching afterward, or combination of 
both.  The cracking pressure can be manipulated by several parameters such as the 
number of the slanted tethers, the sloping angle of the slanted tethers, the geometry of the 
slanted tethers (the width and the thickness), and also the residual stress of the slated 
tethers which can be controlled by the annealing temperatures.  Table 2-3 shows the 
comparison of all different check-valves introduced in this chapter.  It can be seen that 
thermal annealing are capable of providing the highest cracking pressure (2.9 psi) among 
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the three kinds of slanted tether NC check-valves.  Therefore, NC check-valves pre-
stressed by thermal annealing is suitable for high-pressure applications.  In addition, to 
obtain even higher cracking pressure system, multiple NC check-valves can be integrated 
in series to meet the request of the extremely high cracking pressure applications.  The 
characterization results demonstrated the additivity property of the integration of multi 
NC check-valve’s cracking pressure.  On the other hand, NC check-valves pre-stressed 
only through pop-up mechanism or self-stiction bonding mechanism are appropriate for 
the applications where low cracking pressure usage is needed. 
Table 2-3: Comparison of different slanted tether parylene-C NC check-valves introduced 
in this chapter.  Water was used as the working fluid. 
Check-valve 
type NC NC NC 
Integration of 
multiple NC in series 
Creation of 
slanted tethers 
Gray-scale 
lithography 
Post-fabrication 
pop-up 
Self-stiction 
bonding --- 
Cracking 
pressure (psi) 0.3–2.9 0.35 0.3 
2.06 
(Combining for four 
NC check-valves) 
Breakdown 
pressure (psi) > 25 > 25 > 25 > 25 
 
In addition, a study of parylene-C stiction to several different kinds of surfaces 
was performed by utilizing the blister test in this chapter as well.  Experimental results 
showed that the stiction strength of parylene-C to other surfaces would be influenced by 
the surface with hydroxyl groups, surface roughness, and surface proximity. 
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2.8.2 Lifetime of the slanted tether NC check-valves 
Because parylene-C served as the main structural material of the NC check-valves 
developed here, it begs the question of how long the residual tensile stress would last 
within the parylene-C tethers.  The question is actually related to the 
viscoelastic/viscoplastic properties of parylene-C, which has rarely been explored in the 
past.  Therefore, the creep and stress relaxation behavior and other types of 
viscoelastic/viscoplastic properties of the parylene-C will be discussed at length in 
chapter 5. 
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CHAPTER 3 
INTEGRATION AND APPLICATIONS OF 
MICRO CHECK-VALVES FOR 
GLAUCOMA TREATMENT 
Glaucoma drainage device (GDD) has been developed as an alternative solution 
to treat glaucoma patients who are resistant to normal glaucoma medications.  This 
chapter presents the integrated parylene-C-tube-type micro-valved glaucoma drainage 
device incorporating micro-flow regulatory assembly, parylene-C protective tube and 
anchors. All components are designed to fit in a needle-implantable form factor for 
suture-less minimally invasive implantation through subconjunctival hypodermic needle 
injection. 
A successful GDD can continuously drain out excess aqueous humor accumulated 
inside the anterior chamber and lower the intraocular pressure (IOP) to the range of 10–
20 mmHg.  On the other hand, to prevent hypotony happening, aqueous humor should be 
preserved inside the anterior chamber when a spike of high eye pressure happens (due to 
external impact).  To accommodate these functions, a dual-valved GDD system capable 
of creating a “band-pass” pressure/flow-rate profile is proposed in this chapter.  The 
parylene-C-tube-type GDD paradigm is developed to incorporate one normally closed 
(NC) and one normally-open (NO) valve that can regulate intraocular pressure (IOP) 
passively with no power consumption.  The self-stiction-bonding NC check-valve which 
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has been introduced in Section 2.6 is adopted in this chapter to form the GDD due to its 
appropriate cracking pressure range.  The NO valve will be further developed in Section 
3.2 to complete the form factor of the proposed GDD system. 
In addition, two types of “band-pass” micro-flow control assemblies are designed 
and developed to explore the different possibilities of the check-valve positions.  The 
basic GDD type has both NC and NO valves fixed at the both ends of the parylene-C 
protective tube, while the modified GDD has a micro-flow regulating assembly which 
has adjustable distance of NC/NO valves.  The adjustable NC/NO valves’ distance 
enables ophthalmologists to optimize the check-valve positions in the GDD through ex 
vivo/in vivo implantation tests.  In this section, a NO valve will be first introduced for 
later dual-valved GDD development. 
In terms of the clinical implantation, the subconjunctival implantation with 
needle-inserted and suture-less surgical procedures is proposed for the new parylene-C-
tube GDD.  The biocompatible parylene-C-tube-type GDD can be minimally-invasively 
implanted under the conjunctiva using a #19-gauge hypodermic needle.  A parylene-C 
fixation anchor is also developed to help the GDD anchor subconjunctivally after the 
implantation.  The integrated GDD is first bench-top characterized and then delivered to 
the hospital for further ex vivo test to understand its biomedical feasibilities.  Both bench-
top ex vivo implantation results are shown and discussed in Sections 3.5 and 3.6, 
respectively. 
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3.1 Configuration of the “Band Pass” Flow-Rate Profile Dual-Valve 
GDD System 
As shown in Figure 3-1, an ideal glaucoma drainage device should be capable of 
regulating the IOP to be below 20 mmHg while not causing hypotony (i.e., IOP < 5 
mmHg) with time.  Besides, the device should be closed if high IOP (e.g., > 50 mmHg) 
happens due to normal external interferences like eye rubbing or bumping.  To realize the 
concept of this “band-pass” pressure/flow-rate profile, a dual-valve GDD system is 
proposed with an innovative micro-flow control design: one NC check-valve is chosen to 
achieve the necessary low-pressure-off response and one NO valve is chosen to behave as 
a high-pressure stopper. 
 
 
Figure 3-1: Concept of the “band pass” flow-rate profile of the proposed GDD system 
comprising (a) an NC check-valve, and (b) an NO valve to achieve (c) a band pass flow-
rate profile 
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3.1.1 Dual back-to-back valves design 
The dual NC/NO parylene-C-valves system artificially regulate the intraocular 
fluid drainage without any external power consumption, thus controling the IOP drainage 
profile of glaucoma patients.  Therefore, it is ideal to have dual back-to-back valves 
consisting of an opened normally closed (NC) check-valve above 20 mmHg and a closed 
normally-open (NO) valve above 50 mmHg in series in order to realize the desirable 
pressure/band-pass flow regulation.  The back-to-back configuration also prevents the 
GDD from water leakage if the fluid flows in the opposite direction. 
To regulate the flow as a “band-pass” flow profile, Chen had demonstrated an on-
chip surface-micromachined parylene-based dual-valve system which can achieve the 
flow regulation in the required ranges compatible with IOP regulation specification [139].  
Besides, another approach also reported by Chen to regulate the flow as the same flow 
profile by a single parylene-C micro-valve adopting the floating-disk mechanism with a 
two level valve seat design [140].  However, these approaches required complicated 
processing.  In the case of vacuum-collapsed sealing check-valve, the cracking pressure 
might drift with time because of gas permeation into the vacuum cavity.  In addition, to 
accomplish a stand-alone implantable device, the micro check-valves must be extensively 
released and packaged into a capillary tube to become a real valve-in-tube system for real 
device implantation. 
Furthermore, their integration with appropriate surgical components for fixation is 
also necessary for its practical applications.  In 2007, Chen also reported the concept and 
successful experiments of using the surgical features in the proposed device in 
MicroTAS07 to anchor the biomedical device in human body tissue [141].  Therefore, the 
87 
 
new GDD system would attempt to integrate the dual-valved tube with the surgical 
features as the fixation anchor to address the dislodging problem after the device 
implantation. 
3.1.2 Numerical simulation of the glaucoma drainage device 
To define the geometry of the check-valves, the mechanical properties and the 
pressure/flow-rate characteristics of the check-valves were simulated using COMSOL 
Multiphysics™ to select the appropriate thickness and tether lengths of the NC check-
valve.  The check-valve outer diameter is restricted to be within 500 µm so that the 
overall GDD size can be fit into gauge #19 needle, which inner diameter is 690 µm.  The 
cracking pressure of the NC check-valve is defined as 15 mmHg during the simulation.  
The flow-rate is also assigned as 2–3 µL/min to meet the required drainage rate of the 
aqueous humor [1]. 
The optimization of the check-valve flow characteristics is a complicated 
multiphysics simulation problem, which originally has to find out the linking equation 
between solid mechanics and fluidic dynamics.  To overcome the problem, therefore, the 
simulation was separated to two easier simulations.  One solid mechanics simulation is 
performed to understand the deflection of the covering plate versus the applied pressure, 
as shown in Figures 3-3 (a) and (c) for NC and NO valves, respectively. The other fluidic 
dynamics simulation was followed to understand the flow-rate versus different gap of 
covering plate openings, as shown in Figures 3-3 (b) and (d) for NC and NO valves, 
respectively.  Once the geometry had been defined, the flow-rate of GDD system 
combining both NC and NO valves was simulated, as illustrated in Figure 3-3 (e).  The 
simulations are iterated to verify the optimal geometry. The optimal design can be 
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selected for later fabrication based on the obtained simulation flow-rate results, as 
demonstrated in Figure 3-3 (f). 
3.2 Design, Fabrication, and Test of the Normally Open Valve 
3.2.1 Design of the NO valve 
In this section, a NO valve is developed to accomplish the GDD’s requirement of 
automatically off when the IOP is higher than the designed pressure.A cross section view 
of the NO valve design is shown in Figure 3-2.  In NO valve design, the twisted-arm 
tether length is carefully designed while considering stiction to guarantee free-standing 
valve membrane after photoresist releasing [119–121].  The critical radius, rcrit, that the 
parylene-C membrane will not adhere to the substrate surface after the drying process can 
be predicted as: 
 𝑟𝑐𝑟𝑖𝑡 = 1.7� 316 𝐸𝑡3𝑔2𝛾𝑙𝑎𝑐𝑜𝑠𝜃𝑐4 , (3-1) 
where E, and t is the Young’s modulus and the thickness of the deflection material, 
respectively.  g is the gap spacing; γla is the surface tension of the liquid–air interface, and 
θc is the contact angle between the drying liquid and the deflection material.  In addition, 
sealing trenches are added in the free-standing membrane of the NO valves to avoid 
stiction and also to improve its high pressure sealing behavior. 
Sealing trenches prevent parylene-C membrane stiction
 
Figure 3-2: The cross section of a normally open check-valve 
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Figure 3-3: COMSOL Multiphysics™ simulation of the dual-valved GDD system: (a) 
deflection simulation of the NC check-valve, (b) flow-rate simulation results of the NC 
check-valve, (c) deflection simulation of the NO valve, (c) flow-rate simulation results of 
the NC check-valve, (e) flow-rate simulation of the dual-valved GDD system, (f) flow-
rate simulation results of the dual-valved GDD system 
(a) (b) 
(c) (d) 
(e) (f) 
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3.2.2 Fabrication of the NO valve 
Step 4: 1. Front-side parylene coating
            2. Front-side lithography and parylene patterning (5th mask)
Step 1: Double-sided thermal oxide growing
Step 3: Front-side 2-step lithography (3rd and 4th masks)
Step 5: 1. Back-side DRIE
            2. Photoresist stripping
Step 2: 1. Back-side lithography (1st mask)
            2. Back-side oxide patterning and DRIE
            3. Front-side XeF2 surface roughening (2nd mask)
Silicon Oxide Parylene-C Photoresist
 
Figure 3-4: Fabrication procedures of the NO valve 
The fabrication process started from growing thermal oxide on the silicon wafer 
surface, as shown in Figure 3-4.  Through-wafer holes and releasing trenches of the 
check-valves were etched using backside DRIE until 50 µm silicon membranes was left.  
The circular boundary of the valve seats were defined here with diameter to be 500 µm, 
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which can be fit into parylene-C protective tube’s I.D. smoothly.  XeF2 was used to 
roughen the front side surface to improve the adhesion between parylene-C and the 
silicon valve seat.  Two-step exposure lithography was performed to create two different 
heights of sacrificial photoresist for the NO valve, where the lower photoresist was the 
location of the sealing trench of the parylene-C membrane.  After parylene-C coating, 
RIE was used to pattern the coated parylene-C and then through holes and the releasing 
trenches were opened by completely etching away the remaining silicon membrane using 
DRIE to strip the sacrificial photoresist with acetone and IPA.  The fabrication results are 
shown in Figure 3-5. 
 
 
Figure 3-5: Fabrication results of the NO valve: (a) top view of the NO valve, and (b) 
SEM picture of the NO valve 
3.2.3 Characterization of NO valve 
Similar to the characterization procedures for the NC check-valves 
aforementioned in chapter 2, single NO valve was first packaged by the packaging 
procedure as Figure 2-12, and then characterized by the setup shown in Figure 2-13.  The 
100 µm
Stiction-proof trench 
(a) (b) 
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pressure/flow-rate characteristic profile is demonstrated in Figure 3-6.  It is found that no 
significant cracking pressure was obtained during tests, and fluid in NO valve flows 
smoothly before pressure reaches the high limit.  The flow-rate starts to decrease when 
the pressure goes up to 0.5 psi (~ 25 mmHg) and almost closes after 1.12 psi (~ 56 
mmHg).  The leak rate is less than 5 µL/min.  This result proves that the sealing trench 
designed on NO valve does seal the NO valve orifice. The small amount of leak rate may 
be due to the non-flat bottom under the sealing trench which comes from the top surface 
of the sacrificial photoresist layer. 
 
Figure 3-6: Pressure/flow-rate profile characterization results of the NO valve 
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3.3 Sutureless, Minimally Invasive Implantation of the Dual-Valved 
GDD 
 
Figure 3-7: Concept of the minimally invasive implantation: (a) Subconjunctival 
implantation idea of the (GDD) implanted through the anterior chamber of the eye. (b) A 
complete GDD system consisting of a dual-valve micro-flow regulation system (one NC 
check-valve at one end of the tube and one NO valve on the other end of the tube), a 
parylene-C protective tube carrier, and a rollable/foldable anchor 
 
Subconjuctivally
implanted GDD
Iris
Cornea
Ora serrata
Conjunctiva
Anterior chamber
Ciliary body
Rollable anchor
Deep trench 300 µm in radius
Testing fluid
direction
Tube ends slanted
GDD assembled with 
a fixation anchor
NO valve
Epoxy sealed
Incoming fluid 
rejected
NC check-valve
(a) 
(b) 
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3.3.1 Dual-valved GDD out-shape 
A subconjunctival needle implantation would be executed to mimic the normal 
aqueous humor drainage pathway, as shown in Figure 3-7 (a).  As such, the shape and 
length of the capillary tubes are carefully designed so that the implantation can be 
performed using a specific plunger-in-needle introducer setup.  As aforementioned, the 
outer diameter of the GDD must be designed smaller than the inner diameter of the 
implantation hypodermic needle.  The front end of the tube is tapered for convenient 
device placement after injection.  The length is chosen so that the back end of the tube is 
observable through cornea during surgery.  This surgical procedure can be completed 
within 10 min.  In addition, no suture is required after implantation is done, greatly 
simplifying surgery process. 
3.3.2 Dual back-to-back valve configuration 
As shown in Figure 3-7 (b), a complete implant comprises a dual-valve micro-
flow regulation system in a tube with integrated flexible tissue anchors.  Dual back-to-
back micro valves system with one check-valve normally closed but open at 20 mmHg 
and the other valve normally open (NO) but closed beyond 50 mmHg is designed to 
fulfill the concept of “band-pass” flow regulation described in Section 3.1.  A stiction 
pre-stressed NC valve developed in Section 2.6 is adopted here for its appropriate 
cracking pressure range for the glaucoma treatment.  Owing to the inherent structure of 
the NC check-valve, fluid coming from the opposite way will be rejected, protecting the 
anterior chamber from exterior contamination while the fluid can flow from NC check-
valve to NO valve until the pressure reaches the limit of NO valve.  Every parts of the 
GDD, (micro-valves, parylene-C protective tube, and parylene-C anchors), is fabricated 
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separately and eventually integrated into one system.  Except for the micro valves which 
have been introduced in the previous sections, the parylene-C protective tube and the 
parylene-C fixation anchor are first introduced in Sections 3.3.3 and 3.3.4, respectively.  
The packaging procedures of the whole GDD system will be presented in Section 3.3.5. 
3.3.3 Parylene-C protective tube carrier 
 
Figure 3-8: (a) Fabrication procedures of the parylene-C protective tube carrier, (b) 
coated 40 µm parylene-C on the sacrificial capillary glass tubing, (c) slanted and 
completed parylene-C protective tube carrier 
As previously shown in Figure 3-7 (b), to accommodate two micro valves, a 
hollow tube made of thick parylene-C is utilized and the length is chosen as 6 mm long.  
Both ends of these parylene-C protective tube carriers are slanted at 30 degrees to 
facilitate the surgical implantation and guard the GDD against iris retraction. 
Coated 40 µm parylene-C
Slanted tube end
6 mm
610 µm
40 µm parylene-C coating
1. Two ends slanted by dicing saw
2. BHF glass etching
Parylene Glass
(a) 
(b) 
(c) 
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The fabrication procedures of the parylene-C protective tube are shown in Figure 
3-8 (a).  Parylene-C protective tube carrier was made by coating 40 µm thick parylene-C 
onto capillary glass tubing with 530 µm in O.D., which were then cut into desired lengths 
of 6 mm with slanted ends on both sides and later free-released in BHF.  Figure 3-8 (b) 
shows the coated 40 µm parylene-C on the capillary glass tubing while Figure 3-8 (d) 
shows the result of fabricated parylene-C protective tube carrier with two slanted ends. 
3.3.4 Design and fabrication of the rollable/foldable parylene-C fixation 
anchors 
To prevent the implanted GDD from dislodging, rollable/foldable anchors with 
hemispherical recesses are designed (Figure 3-7 (b)).  The anchor has a wingspan larger 
than the O.D. of #19-gauge hypodermic needles and can stretch out after needle 
retraction for robust fixation.  A parylene-C recess is also fabricated together with the 
fixation anchor to facilitate the integration of the valved GDD tube system with the 
fixation anchor.  The radius of hemispherical recesses is 300 µm, fitting and covering the 
parylene-C protective tube carrier O.D. well during later integration. 
During the fixation anchors’ fabrication, the dry film photolithography technique 
was utilized to fabricate the connection between parylene-C recess and fixation anchor.  
The aluminum mask was patterned by Dry film photolithography prior to the parylene-C 
patterning to overcome the problem that regular liquid-based photoresist would not be 
possible to spin and cover over the recesses.  Dry film photoresist is one kind of negative 
photoresist that is widely used in printed circuit board (PCB) industry. The process 
provides the capability of patterning circuit boards with small holes without any 
photoresist collapsing [142, 143].  Hence it becomes very useful in MEMS applications 
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to help pattern materials over cavities within the structures [144–146].  The high 
thickness of the dry film can also be transferred to the high aspect ratio sidewall fluidic 
channels in the microfluidics devices [147–151].  In our case, dry film was used to 
pattern the aluminum film on top of the parylene-C layer with a very deep trench.  In 
addition, the dry film photoresist always comes as a large size sheet, rendering it a very 
good choice to fabricate large structures where regular liquid-based photoresist cannot be 
spun on, such as parylene-C MEMS wings [152, 153].  A laminator is required to 
laminate the dry film photoresist onto the parylene-C surface.  The dry film photoresist is 
photo patternable by UV light with wavelength ranging from 360 to 420 nm, and 
developed by sodium carbonate ranging from 0.6% w.w to 1.2% w.w [154].  Being a 
polymer, the dry film photoresist can also be etched away during oxygen plasma etching, 
and can be stripped by potassium hydroxide after the entire process is completed. 
Fabrication procedures for parylene-C fixation anchors are shown in Figure 3-9.  
The process started with growing thermal oxide layers on both sides of the silicon wafer.  
Front side oxide was first patterned for later XeF2 etching.  Then the silicon wafer was 
isotropically etched to create semispherical recesses with radius to be 300 µm in depth.  
A 20 µm-thick parylene-C layer was then coated onto the wafer.  A layer of 2000 Å of 
aluminum, used as the oxygen-plasma etching mask, was deposited on top of the 
parylene-C film and then patterned by dry film photolithography.  The parylene-C layer 
was then patterned by oxygen plasma and then released by soaking in DI water.  
Different fixation anchor shapes can be designed and patterned to fit different surgical 
requirements.  Results of the fabricated anchors are shown in Figure 3-10 (f). 
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1. Double-sided oxidation; XeF2 isotropic etching
2. Front-side oxide patterning (1st mask)
1. Removing oxide; 20 µm parylene-C coating
2. 2000 Å aluminum deposition
1. Dry film photoresist laminating and patterning (2nd mask)
2. Aluminum etching
1. Parylene-C RIE etching; aluminum etching
2. Parylene-C releasing DI water soaking with ultrasonic parylene-C 
    releasing
Silicon Parylene Aluminum Dry film photoresist
 
Figure 3-9: Fabrication procedures of the parylene-C fixation anchors 
3.3.5 Dual-valved glaucoma drainage device packaging 
The packaging procedure of the GDD is shown in Figure 3-10 (a) to (h).  To 
package the entire GDD system, one NC check-valve and one NO valve were first 
released and then inserted into either ends of the parylene-C protective tube carrier, as 
demonstrated in Figure 3-10 (a) to (d).  The NC check-valve is specifically manipulated 
by epoxy drops on the stiction-bonding area to enhance the anchoring adhesion, as 
illustrated in Figure 3-10 (b).  The gap between the micro check-valves’ seats and the 
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protective tube carrier inner wall was sealed by epoxy and the completed assembly is 
shown in Figure 3-10 (e).  To mount the finished dual-valved tube onto parylene-C 
fixation anchors, tiny epoxy drops was first wiped on the semispherical recess.  Then, the 
dual-valved tube was assembled onto the recess.  Figure 3-10 (g) shows the final 
assembled GDD with different parylene-C fixation anchor shapes.  Since the O.D. of the 
parylene-C protective tube carrier is 600 µm (530 µm + 70–80 µm parylene-C coating), it 
fits the recess of the parylene-C fixation anchor nicely after assembly.  The anchor is 
flexible enough to be rolled/folded and insert into the testing Teflon tube thereafter, as 
shown in Figure 3-10 (h). The assembly is also suitable for the #19-gauge hypodermic 
needle implantation. 
3.4 Valve-Position-Adjustable Dual-Valved GDD 
Even though the design concept of the dual-valved GDD system proposed in 
section 3.3 is easy and straight forward, ophthalmologists are also interested in exploring 
the possibilities of adjustable check-valve positions within the parylene-C protective 
tube.  The GDD in Section 3.3 has two position-fixed check-valves at the two ends.  If 
the check-valves’ position has to be modified, the parylene-C tube length needs to be 
altered and thus shortens the overall length of the GDD system and might cause the 
difficulties of the implantation.  As a result, another novel post-micro-fabrication tube 
packaging technology using an auxiliary glass capillary tube as a coupling tube in this 
section is developed to help us assemble the micro-flow regulating system. 
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Figure 3-10: Packaging procedures of the dual-valved GDD system: (a) NC check-valve; 
(b) NO valve; (c) NC check-valve with stiction bonding enhanced by epoxy; (d) hollow 
parylene-C protective tube carrier; (e) one NC and one NO valve sealed in the parylene-C 
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protective tube carrier (transparent glass tube used here for clarity); (f) anchors with 
trenches of 300 µm in radius, different anchor shapes designed to facilitate the surgical 
convenience, and future GDD fixation (left: ragged anchor; middle: foldable anchor; 
right: rollable squeeze-tail anchor); (g) completed assembled GDD in top view; (h) 
anchors can be rolled/folded for testing and implantation convenience.  Check-valves are 
first sealed in the carrier, which is then assembled onto anchors. 
3.4.1 Configuration of the valve-position-adjustable dual-valved GDD 
With the similar design concept described in Section 3.3, one NC check-valve and 
one NO valve are adopted here but attached to the two ends of the coupling tube with the 
valve surfaces facing to each other, as shown in Figure 3-11.  The check-valves are 
fabricated with a ring groove for easier attachment.  Both NC and NO valves are required 
to have smaller planar size than the inner diameter (I.D.) of the coupling tube so that the 
check-valves’ surface can be inserted into the coupling tube and not be contaminated 
during packaging.  The distance of the two micro check-valves can be adjusted by using 
different coupling tube with different lengths.  In addition, the completed micro-flow 
regulating system makes it easier to load the check-valves into the protective tubes owing 
to its larger handling size.  The parylene-C protective tube from Section 3.3.3 is still 
adopted in this design to accommodate the micro-flow regulating assembly and hence the 
finished GDD can still be perfectly fit into #19-gauge needle given its 610 µm O.D. 
which makes the minimally invasive hypodermic needle implantation feasible.  The 
completed GDD has the same regulatory function as in Section 3.3, but with more 
flexible valve position choices. 
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Figure 3-11: Schematics of valve-in-tube system: (a) Combination of one NC valve and 
one NO valve with a coupling tube to form the micro-flow regulating assembly. (b) Final 
finished valve-in-tube system 
3.4.2 Grooved check-valves 
As shown in Figure 3-12, in order to attached the check-valves onto the coupling 
tube, both NO and NC valves are further encircled by 65-µm-wide, 150-µm-deep grooves 
defined by DRIE on the top side for convenient assembly afterwards.  The diameter of 
the valve’s seat, however, is still designed as 500 µm.  The I.D. of the coupling tube is 
320 µm, which is slightly larger than the 300 µm check-valves’ surface diameter.  The 
outer diameter (O.D.) of the coupling tube is 400 µm, which is smaller than the I.D. of 
the outside parylene-C protective tube and can thus be  packaged in the parylene-C 
protective tube. 
(a) (b) 
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Self-stiction anchoring Coupler tube alignment 
groove
 
Figure 3-12: Cross section of the grooved self-stiction-bonding NC check-valve design 
3.4.3 Grooved check-valve fabrication procedures 
Step 4: 1. Front-side parylene coating
            2. Front-side lithograophy and parylene patterning (6th mask)
            3. Front-side DRIE circular groove etching
Step 4: 1. Front-side parylene coating
            2. Front-side lithography and parylene patterning (5th mask)
            3. Front-side DRIE circular groove etching  
Figure 3-13: Modification of step 4 of the fabrication procedures of (a) NC check-valve 
and (b) NO valve by DRIE to incorporate a circular groove using the same photoresist 
mask for parylene-C patterning (photoresist mask not shown) 
The grooved self-stiction-bonding NC check-valve and NO valve share very 
similar fabrication procedures shown in Figure 2-24 (NC check-valve) and Figure 3-4 
(NO valve), respectively.  However, in order to create the circular groove on top of 
check-valves, step four of the fabrication procedures in both Figure 2-24 and Figure 3-4 
was modified to incorporate the usage of DRIE etching as shown in Figures 3-13 (a) (NC 
(a) 
(b) 
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check-valve) and (b) (NO valve).  A 150-µm-deep groove was created encircling the 
check-valves using additional DRIE after parylene-C coating and patterning for 
convenient coupling tube packaging alignment afterwards.  The stiction happens in NC 
check-valves as expected after the photoresist stripping and the drying process.  The 
fabrication result of the grooved NC check-valve is shown in Figure 3-14 (a). 
 
 
Figure 3-14: Micrographs of: (a) the fabrication result of an NC check-valve, (b) the top 
view of a NC check-valve packaged inside a coupling tube, (c) packaging results of the 
micro-flow regulating assembly, (d) the micro-flow regulating assembly packaged inside 
a tapered parylene-C protective tube carrier 610 µm in diameter, suitable for a #19-gauge 
hypodermic needle 
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3.4.4 Grooved check-valve packaging procedures 
Check valve
Coupling tubeEpoxy glued
Assembling direction
Check valve
Check valve with 
coupling tube
Epoxy glued
Assembling direction
Epoxy sealed
Tube end slanted
Microflow regulating system
Protecting tube
 
Figure 3-15: The packaging procedures: (a) one check-valve attached to one end of the 
coupling tube, (b) complete micro-flow regulating assembly, (c) final valve-in-tube 
system 
As shown in Figure 3-15, the microfabricated valves were then packaged into a 
capillary protective tube to fulfill the valve-in-tube system.  One microfabricated check-
valve (NC or NO) was first attached to one end of the coupling tube with a tiny epoxy 
drop gently applied onto the alignment groove, as shown in Figure 3-15 (a).  The other 
check-valve (NO or NC) was then attached on the other end of the coupling tube to form 
a micro-flow regulating assembly, as shown in Figure 3-15 (b).  The micro-flow 
regulating assembly was then inserted into the protective tube which is first trimmed to 
2–10 mm long and the entire tube-in-tube system was further secured by epoxy sealing, 
as shown in Figure 3-15 (c).  The packaging results of the valve-in-tube system are 
(a) 
(b) 
(c) 
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shown in Figure 3-14 (b) to (d).  Figures 3-14 (b) and (c) shows the successful attachment 
of the check-valves onto the coupling tube with the help of the surrounding groove to 
form a micro-flow regulatory assembly.  Figure 3-14 (d) demonstrates the complete 
valve-in-tube system which is suitable for #19-gauge needle implantation. 
3.5 Bench-Top GDD Characterization 
3.5.1 Bench-Top GDD characterization setup 
The completed GDD was first characterized to verify that its behavior meets the 
standard IOP regulation requirements via the bench-top testing.  The testing setup is 
adopted from Figure 2-13 with the same working fluid chosen and the Teflon tubing was 
connected to the pressure gauge with turning resolution up to 0.01 psi (~ 0.5 mmHg).  
Prior to characterize the completed GDD, the Teflon FET tubing was first cut into 2 inch 
segments in advance. Then one wingspan of the GDD was folded by tweezers and 
inserted into Teflon FET tubing, which has I.D. of 750 µm. The gap between the GDD 
and the Teflon tubing was sealed with photoresist and dried in the air, as illustrated in 
Figure 3-16. The characteristic curve of every assembly was generated and also filmed.  
In order to get a qualified working device, the result of the cracking pressure is required 
to fall in between 10–20 mmHg.  It’s also required that water drips should only be 
observed flowing out through the opening of valve-tubes, not the slits between valve-
tubes and the FET tubing. 
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Figure 3-16: Testing setup of the GDD: Photoresist is painted in the gap between GDD 
and Teflon tubing for sealing. 
3.5.2 Bench-Top GDD characterization results 
Before every GDD is sent to animal surgical test, the devices are prepared and 
characterized first.  One of the typical dual-valved GDD pressure/flow-rate profile 
characterization result is shown in Figure 3-17.  The NC check-valve successfully opens 
at 0.33 psi (~ 17 mmHg) and NO valve starts to function at 1.1 psi (~ 57 mmHg), which 
is consistent with our simulation results.  The off pressure of NO valve in the dual valve 
system is a bit larger than single NO valve system.  It is likely due to the fact that part of 
the energy of the flowing fluid is consumed before the fluid reaching the NO valve by the 
friction and tether deformation of the NC check-valve.  Therefore only part of the energy 
is left to push the NO valve membrane to close the valve orifice.  This off pressure delay 
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makes the off pressure of the dual-valved GDD system right meet our design requirement 
to close after 50 mmHg.  The testing flow-rate also show that our GDD system can 
perfectly satisfy the reported aqueous humor formation rate as 2–3 µL/min [1].  In vitro 
testing results of the cracking pressure are shown in Table 3-1.  Tested and qualified 
GDD systems were then released by acetone and IPA for further ex vivo implantation test 
to study their biomedical feasibilities. 
 
 
Figure 3-17: Dual-valved GDD characterization results: The fluid starts to flow after 0.33 
psi (~ 17 mmHg) and closes at 1.1 psi (~ 57 mmHg).  Water was chosen as the working 
fluid. 
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Table 3-1: Cracking pressures of two GDD systems obtained from in vitro and ex vivo 
tests 
Measured Cracking Pressure (mmHg) In vitro Ex vivo 
GDD in Section 3.3 (GDD 1) 17 15–25* 
GDD in Section 3.4 (GDD 2) 12 24 
*Number is obtained by estimation from video timeline. 
 
3.6 GDD Ex Vivo Test and Discussion 
The photoresist sealing the gap of the GDD system and the FET testing tube was 
dissolved during device soaking in the acetone and IPA.  The GDD was pulled out from 
FET testing tube and its wingspan stretched back to its original shape.  After 
characterization and GDD released, the working device was then delivered for 
sterilization in order to prepare it for later ex vivo/in vivo functionality verification.  An 
enucleated porcine eye was used as our implantation model in the process and a height-
adjustable saline bottle is used as the working fluid to mimic eye fluid and simulate 
different eye pressure situations, as shown in Figure 3-18. 
A customized plunger-in-needle introducer using #19-gauge hypodermic needle 
and a blunt-end plunger with wire size as AWG-22 (644 µm) in diameter, as shown in 
Figure 3-19 (a), was developed to facilitate the minimally invasive needle incision and 
device injection.  The introducer was designed to avoid the device’s dislodging during 
introducer retraction within the gauge #19 hypodermic needle while the blunt-end 
plunger are used as the GDD carrier and deliverer.  Figure 3-19 (b) demonstrates a GDD 
with the folded zigzag type parylene-C fixation anchor inserted into the #19-gauge 
hypodermic needle.   
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An experiment demonstrating this subconjunctivally implantation concept was 
performed by using a tapered hollow tube as shown in Figures 3-19 (c) and (d).  After the 
implantation of the hollow tube, as shown in Figure 3-19 (c), testing dye was injected 
into the hollow tube and it can be seen from Figure 3-19 (d) that the dye successfully 
drained out to the diffusive subconjunctival location as expected. 
 
 
Figure 3-18: Testing setup of GDD ex vivo implantation test 
3.6.1 GDD ex vivo implantation 
Two ex vivo implantations are performed to understand the behavior of the two 
proposed integrated GDD systems implanted in enucleated porcine eyes and the function 
of the parylene-C fixation anchor.  It can be shown Figure 3-20 (a) that the parylene-C 
fixation anchor helps the GDD stay firmly without moving successfully after needle 
retracted.  Before the implantation started, the GDD was primed first, that is, inject saline 
through the GDD, to ensure no blockage within the tube. 
Surgical microscope
Enucleated
porcine eye
Hypodermic needle
Infusion line
Height-adjustable saline infusion bottle
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3.6.2 Tapered hollow parylene-C protective tube mockup ex vivo implantation 
 
Figure 3-19: (a) The plunger in the needle introducer, (b) a GDD with folded zigzag type 
parylene-C fixation anchor inserted into a #19-gauge hypodermic needle, (c) a hollow 
parylene-C tube subconjunctivally implanted into an enucleated porcine eye, (d) testing 
dye shunted into the hollow tube.  The drained-out testing dye is visible. 
The ex vivo testing results of the first type of GDD developed in Section 3.3 are 
summarized in Table 3-1.  The infusion line was connected to the vitreous chamber so 
that different pressures can be provided by raising the infusion bottle.  After GDD 
implantation, a blue dye was injected into the anterior chamber, then the infusion bottle 
was raised up to increase the pressure.  Soon after the infusion line was turned on, the dye 
Testing dyeTapered hollow tube implanted
Plunger 19-gauge hypodermic needle
GDD folded and 
inserted in the needle
NO Check-valve
#19-gauge hypodermic needle
• I.D. = 690 µm
• O.D. = 1.07 mm
(a)  (b)  
(c)  (d)  
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was seen to come out of the GDD, as shown in Figure 3-20 (a). After a few seconds, 
when the IOP reaches 52 mmHg, the infusion line is turned off.  The video shows that 
GDD successfully opened to drain out testing dye well before the IOP reached its final 52 
mmHg.  From the timeline of the video, the turn-on pressure was around 15–25 mmHg. 
Another implantation was also performed with the second type of GDD system 
introduced in Section 3.4.  In this experiment, one end of the GDD was exposed to air in 
order to understand more about the behavior of the external end of the GDD.  Unlike the 
previous setup, the infusion line and dye were both inserted and injected directly into 
anterior chamber to mimic the accumulation of aqueous humor during real glaucoma.  
Video recordings show that once saline and testing dye were both injected into the 
anterior chamber, GDD started to drain out the liquid due to the increased accumulated 
pressure, as shown in Figure 3-20 (b).  We adjusted the saline flow-rate and observed that 
the GDD stopped to drain out fluids at 24 mmHg.  The offset of the cracking pressure is 
possibly due to differences between in vitro and ex vivo testing environments.  A 
hysteresis study was also executed at the end of the test to quantify the lowest pressure 
required to keep the GDD open.  Using a cotton swab, capillary forces were introduced to 
continually pull eye fluids (saline, to be more accurate) out of the GDD.  It was observed 
that the testing dye flow continued until the pressure reached 4 mmHg IOP for a few 
seconds. This result indicates that the response time of the valve’s restoring force is in the 
order of several seconds. 
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Figure 3-20: Ex vivo implantation results of: (a) GDD 1 and (b) GDD 2.  The testing dye 
started to drain out after fluids were injected and stopped at 24 mmHg.  (c) Residual dye 
kept flowing slightly at 4 mmHg. 
After experimentation, the implanted GDD was retracted and investigated.  Figure 
3-21 (a) illustrates the situation of the NC check-valve retracted right after the 
implantation.  Some residue is observed on top of the check-valve surface.  The residue 
most likely comes from the eye fluid.  After one week of soaking in DI water, the check-
valve surface is cleaner, but some residues remained, as shown in Figure 3-21 (b).  Future 
work would try to work out a solution to remove the residue and prevent GDD clogging 
after the implantion. 
Dye drained out by GDD
Flowing dye at 4mmHg
(a)  
(b)  (c)  
114 
 
 
Figure 3-21: Inspection of the NC check-valve after ex vivo implantation: (a) right after 
the implantation, and (b) after one week of soaking in DI water 
3.7 Summary and Conclusion 
In this chapter, two types of glaucoma drainage devices are designed, developed, 
fabricated and tested: one has two valves integrated at both ends of the protective tube 
while the other allows position adjustments. Both GDD comprise of two types of valves 
(NC and NO) to accomplish the “band-pass” flow regulation.  Two valves are packaged 
with valves’ surfaces facing interior to each other to protect the valves’ structure.  For the 
selection of the NC check-valve, the self-stiction-bonding NC check-valve introduced in 
Section 2.6 is adopted here for the GDD system use due to its proper cracking pressure 
range.  The NO valve is developed as the high-pressure stopper, which is one of the 
critical benefits of our GDD system.  For the valve-position-adjustable GDD system, a 
coupling tube is involved into the system to realize the purpose of position-adjustable 
valve configuration.  Aside from the valves development, the fabrication of the parylene-
C protective tube is also developed.  In addition, the parylene-C fixation anchors are 
fabricated by incorporating the dry film photolithography technique to overcome the 
      
(a)  (b)  
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substrate recess problem.  The packaging procedures of the entire GDD are developed to 
complete the final GDD system.  Both bench-top characterization and ex vivo 
implantation test are performed to verify the functionality and the biomedical feasibility 
of the GDD.  Ex vivo testing results show that the developed GDD can successfully 
regulate the eye fluid pressure down to ~ 24 mmHg.  Some residues are found on top of 
the NC check-valve after the implantation.  Future work would focus on the prevention of 
the accumulation of such residue. 
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CHAPTER 4 
HIGH-QUALITY-FACTOR PARYLENE-C-
BASED INTRAOCULAR PRESSURE 
SENSOR 
4.1 Overview 
Intraocular pressure (IOP) has been important information for the prevention and 
treatment of certain human eye diseases.  For example, glaucoma is the second leading 
cause of blindness worldwide according to World Health Organization [6].  The majority 
of glaucoma patients have an IOP > 20 mmHg (compared to a normal IOP of ~ 10 
mmHg), which could damage patients’ optic nerves in the backside of the eye and cause 
the irreversible blindness.  Currently, there is no cure for glaucoma, however, with early 
diagnosis and proper treatment, the visual loss can usually be slowed down or eliminated. 
Due to the lack of other symptoms or pain and the eye’s ability to compensate for loss of 
peripheral vision, many glaucoma patients are unaware of the disease’s development, 
until it is already severe.  In fact, only half of the patients in the U.S are aware of having 
glaucoma.  Therefore, early diagnosis and treatment are important to prevent blindness.  
Thus, a device to diagnose early-stage glaucoma is in demand. 
As IOP is a convenient biomarker of glaucoma, it is generally measured in clinics 
to determine the presence of the disease.  Current clinical IOP measurement is typically 
done with applanation tonometry.  There are primarily two types of applanation 
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tonometers and both are non-implantable.  The first type uses physical contact approach 
to touch the cornea and to estimate the area of the flattened portion. The IOP can then be 
calculated by the given applanation force and the flattened cornea area [155]. This 
approach requires well-trained ophthalmologists. The other type of applanation 
tonometers, named pneumotonometry, obtains the IOP by puffing an air jet onto the eye 
and measuring the flattened portion of the cornea optically [79].  Due to its non-contact 
characteristics and fine optical sensors, pneumotonometry can provide more accurate IOP 
information than the contact approach.  However, the cornea’s mechanical properties and 
thickness do vary from person to person, so the assumed cornea properties would always 
introduce errors.  Interestingly, it’s also reported that depending on daily activities, a 
person’s IOP can actually go up to as high as 25 mmHg (i.e., above the glaucoma 
threshold IOP), while the IOP measured in clinic actually shows a normal value [84, 85, 
156–158].  Therefore, the monitoring of a patient candidate’s IOP should be 24/7 
continuously.  Unfortunately, current applanation tonometers, as clinical equipments, 
cannot provide this capability. Therefore, an implant sensor that can monitor the IOP 
continuously and wirelessly will be highly desirable [87]. 
Either active or passive approaches can be adopted to fulfill the telemetric 
pressure sensing [87].  Although the active devices are more likely to provide more 
functions, they tend to consume more power during the operation.  Therefore power 
supply is a big issue.  In addition, an active implant may require a significant size, which 
is of special concern for intraocular placement.  However, with the infusion of MEMS 
(micro electro mechanical systems) technologies, miniaturized telemetric pressure 
sensors have already been developed for physiological pressure sensing applications such 
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as intracranial pressure monitoring by Leung [159].  For IOP measurement, Mclaren’s 
IOP sensor had a commercial transducer implanted on the dorsal neck of the rabbit under 
test  with a catheter going to the anterior chambers [88]. Mokwa’s IOP sensor was 
designed to be implanted in the lens [89]. Leonardi built a thin-microfabricated platinum-
titanium strain gauge on a soft contact lens which can be worn directly on the cornea 
[160]; Chow designed a tadpole-shaped IOP sensor and would curve along the rim of the 
anterior chamber after the device implantation [161]. 
As seen from the above examples, there could be many different approaches for 
active IOP sensing; however, in any case one must consider collectively the implant size, 
the placement and the corresponding surgical procedures because eye is a small and 
delicate organ, and has very limited room inside.  Passive IOP sensors may have many 
advantages over active ones in terms of smaller size, little or no power consumption, and 
easier surgery.  One especially interesting passive IOP approach is to use LC-tank-based 
sensors with a pressure–dependent capacitor and/or inductor.  This approach has also 
been studied for decades and is well established [90, 92, 93, 162].  Different 
physiological pressure monitoring has been achieved using passive telemetry.  For 
examples, DeHennis has adopted the technique to monitor the transcutaneous pressure 
[94]; Fonseca also utilized it for pressure monitoring of abdominal aortic aneurysms 
(AAA) [95].  For IOP implants, Collins published the first passive wireless transensor 
implantable in the anterior chamber in 1967 adopting the LC-tank resonant circuit to 
measure the IOP [91].  Backlund et al. modified Collins’ IOP sensor design using a 
capacitive sensor manufactured by silicon fusion bonding technique [96, 163, 164].  The 
capacitor was connected to a hand-wound coil made of 50 µm gold wire to form a LC-
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tank resonant circuit and the entire system was encapsulated by silicone for 
biocompatibility. 
 
 
Figure 4-1: (a) Wireless sensing concept of implantable IOP sensor in the anterior 
chamber, (b) the glass reader paradigm, (c) a real IOP sensor in vivo tested in a rabbit eye 
This work presents our effort to develop a telemetric implantable IOP sensor 
using an LC-tank resonant circuit.  In fact, our group presented a flexible parylene-based 
IOP sensor by Chen et al. in 2010 [98].  The sensor had one inductor and one capacitor 
combined in series as a passive LC-tank resonance circuit.  The IOP sensor was 
implanted into the anterior chamber and anchored on the iris, as shown in Figure 4-1(a).  
(a) 
(b) (c) 
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Figure 4-1 (c) shows the in vivo test of Chen’s IOP sensor in a rabbit eye.  The resonant 
frequency shift was registered by an external oscillator circuit through a wireless 
inductive coupling link, whose concept is shown in Figure 4-2.  The external 
interrogating circuit could be designed and even integrated into a pair of glasses as shown 
in Figure 4-1 (b).  With the sensor’s principle shown in Figure 4-3 (a), when the sensor’s 
surrounding pressure increases, the capacitance increases due to the sensing plate’s 
deforming concavely, introducing the resonant frequency shifts to the lower range. 
 
Zeq
Lr CsLs
Rs
Inductive 
coupling
Outside eye Inside eye 
Impedance 
Measurement 
Instrument
 
Figure 4-2: The concept of the wireless inductive coupling link: The frequency shift is 
registered through an external oil reader. 
Although the IOP sensor could successfully measure the pressure information of 
the eye, the anchoring of the sensor was still an issue.  In Chen’s work, a modified iris 
retractor was attached to the bottom of the IOP sensor so that the sensor can anchor on 
top of the iris after the implantation. However, the iris would contract or expand very 
frequently and the iris retractor might get loose. In addition, due to the high loss tangent 
of the eye fluid in the anterior chamber, the LC tank’s quality factor was degraded and 
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the sensing distance was reduced just as what have been reported in other wireless 
sensors [95, 97, 98]. 
 
Figure 4-3: Resonant frequency shift corresponds to the applied pressure: (a) Frequency 
decreases as the capacitance increases; (b) No frequency shift is observed when no 
pressure difference exists; (c) Frequency increases as the capacitance decreases. 
 
Figure 4-4: The new IOP sensor design: (a) Top view of the sensing part, (b) AA’ cross-
section view of the IOP sensor 
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To overcome these problems, a new IOP sensor structure is developed.  We keep 
the sensing part design similar to our previous device, which is composed of a sensing 
inductor and a sensing capacitor as shown in Figure 4-4 (a).  A pressure access hole 
connecting the chamber of the sensing capacitor and outside is created during device 
fabrication.  The pressure access hole allows an implantation tube to be attached to the 
backside of the device to cover the access hole as shown in Figure 4-4 (b).  During the 
device fabrication, a biocompatible epoxy is applied to seal the gap between the 
implantation tube and the sensing part to make it airtight, and also to ensure the device’s 
biocompatibility. 
The newly designed IOP sensor could be placed with an implantation tube 
penetrating the eyeball choroid through the pars plana while the sensing part remains 
outside the choroid and under the conjunctiva of the eye, as shown in Figure 4-5.  This 
kind of placement is similar to that of [70]. 
In addition, this work also includes a designed passivation to retain the device’s 
high quality factor.  Although the sensing coil is kept outside the eyeball in this new 
implantation, the tissue under the conjunctiva can still cause the reduction of the quality 
factor induced by the tissue power absorption. To counter this, we adopted an approach 
of parylene-C passivation, in which enough parylene-C was deposited to contain the 
electric field in between different coil turns.  By quantitatively measuring the effects of 
parylene-C passivation with different parylene-C thicknesses, the results have shown that 
the quality factors of the sensing coils immersed in the saline could indeed be recovered 
to the original values as in air. As shown in Figure 4-14, it was concluded that an extra 20 
μm parylene-C passivation layer applied on top of the original sensing coil helped 
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maintain senor’s high quality factor when it was covered by the human body tissues. 
Ultimately, the passivation will enable long sensing distance after the implantation. 
 
 
 
Figure 4-5: The newly designed IOP sensor is implanted at the pars plana with the 
implantation tube going through the choroid, while the sensing part still remains outside 
the choroid, but under the conjunctiva of the eye. 
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4.2 Sensing Theory and the Device Design 
4.2.1 Sensing scheme 
The wireless sensing scheme is shown in Figure 4-2.  The right RLC circuit 
represents the implanted IOP sensor and its resonant frequency can be expressed as [97]: 
 𝑓𝑠 = 12𝜋� 1𝐿𝑠𝐶𝑠 − 𝑅𝑠2𝐿𝑠2 ≅ 12𝜋�𝐿𝑠𝐶𝑠  𝑖𝑓 𝑅𝑠2 ≪ 𝐿𝑠𝐶𝑠, (4-1) 
where Rs, Ls, and Cs represent the sensor’s resistance, inductance, and capacitance, 
respectively. The equivalent impedance viewed from the external coil reader and 
apparatus is derived as [95, 162, 165]: 
 𝑧𝑒𝑞 = 𝑗2𝜋𝑓𝐿𝑟
⎣
⎢
⎢
⎡1 + 𝑘2 �𝑓𝑓𝑠�21 − �𝑓𝑓𝑠�2 + 1𝑄𝑠 𝑗 𝑓𝑓𝑠⎦⎥⎥
⎤, (4-2) 
where f is the excitation frequency, k is the coupling coefficient of the inductive link 
depending on the dimensions and separation of the coupled coils [93–95, 162, 165].  Qs, 
the quality factor of the sensor at the resonance, can be represented as: 
 𝑄𝑠 = 1
𝑅𝑠�𝐿𝑠𝐶𝑠
. (4-3) 
When the sensor is excited at the resonant frequency, Zeq, eqn. (4-2), becomes 
 𝑍𝑒𝑞 = 𝑗2𝜋𝑓𝑠𝐿𝑟(1 + 𝑗𝑘2𝑄𝑠), (4-4) 
and its phase dip magnitude can be approximated as: 
 ∆𝜙 ≅ tan−1(𝑘2𝑄𝑠). (4-5) 
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when the capacitance of the IOP sensor changes, it can be shown from eqns. (4-3)–(4-5). 
that the impedance phase dip shifts to either lower or higher frequency which can be 
detected by a network analyzer. 
4.2.2 Electrical and mechanical design of the device 
The electrical design of the IOP sensor can be explained by the well-developed 
equations as follows [92, 98, 166].  The inductance of the spinal coil can be represented 
as: 
 𝐿𝑠 ≅
𝜇0𝑛
2𝑑𝑎𝑣𝑔𝑐12 �𝑙𝑛 �𝑐2𝐹 � + 𝑐3𝐹 + 𝑐4𝐹2�, (4-6) 
where n is the number of turns of the inductor, davg is the averaged diameter of the coil 
windings, F=(dout-din)/(dout+din) is the fill factor of the coil windings, and c1-c4 are 
constants determined by the winding geometry.  The coil winding inherently comes with 
a resistance and can be calculated as: 
 𝑅𝑠 = 𝜌𝑙
𝑤𝛿 �1 − 𝑒−ℎ 𝛿� �, (4-7) 
where ρ is the electrical resistivity of the metal, w and h are the metal line width and 
height, respectively. δ is the frequency-dependent metal skin depth which can be written 
as: 
 𝛿 = � 𝜌
𝜋𝑓𝜇
, (4-8) 
where µ is the magnetic permeability of the metal.  The capacitance of the IOP sensor is 
given by 
 𝐶𝑠 = 𝐶𝑠,𝑔 + 𝐶𝑠,𝑝, (4-9) 
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where Cs,g is the capacitance of the parallel metal plate capacitor at the center of the IOP 
sensor and Cs,p is the parasitic/stray capacitance introduced by other components in the 
entire device. 
To have a detectable impedance phase dip shift, a deformable circular metal plate 
was designed at the center of the IOP sensor.  Once the plate deforms either downward or 
upward, the capacitance of the parallel-metal-plate capacitor changes and the impedance 
phase dip shifts can be registered.  The deformation of the metal plate corresponding to 
the pressure difference can be predicted as [167]: 
 𝑤(𝑟) = ∆𝑃𝑎464𝐷 �1 − �𝑟𝑎�2�2, (4-10) 
where Δp is the pressure difference, r is the radius calculated from the center of the plate, 
a is the diaphragm radius and D is the flexural rigidity of the diaphragm, which is 
calculated as: 
 𝐷 = 𝐸𝑡312(1 − 𝜈2), (4-11) 
where E is the Young’s modulus, υ is the Poisson’s ratio of the parylene-C, respectively.  
t is the diaphragm thickness. 
In our new sensor implantation approach, the sensing metal plate deforms 
convexly with higher surrounding pressure transmitted to the metal diaphragm capacitor 
chamber through the implantation tube.  According to eqn. (4-1), this higher eye pressure 
causes the capacitance to reduce and thus the resonant frequency shifts to the higher 
range, as described in Figure 4-3 (c). 
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4.3 Device Fabrication and Characterization 
4.3.1 Device fabrication 
1. Sacrificial photoresist coating and patterning
2. 1st layer parylene deposition and patterning (5 µm)
Silicon Photoresist Parylene
1. 1st layer Ti/Au deposition and patterning (3 µm)
2. Sacrificial photoresist coating and patterning (10 µm)
3. 2nd layer parylene deposition and patterning (8µm)
1. 2nd Ti/Au deposition and patterning (0.5 µm)
2. 3rd layer parylene deposition and patterning (7µm)
1. Device released in acetone
Ti/Au
 
Figure 4-6: Fabrication procedures of the sensing part of the IOP sensor 
The fabrication procedure of the sensing coil is shown in Figure 4-6.  The sensing 
part was made of parylene-gold (3 µm)-parylene sandwich structure.  The first layer of 5 
µm parylene-C was first deposited on top of a layer of sacrificial photoresist.  The 
pressure access hole with 180 µm in diameter was opened by oxygen plasma.  3 µm 
Ti/Au was deposited on top of the first layer parylene-C and patterned.  The distance 
between two capacitor metal plates was designed as 10 µm and was achieved by spin 
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coating and patterning a 10-µm-thick sacrificial photoresist.  A second layer of parylene-
C was deposited to cover and protect the 3 µm Ti/Au; followed by a 0.5 µm Ti/Au 
deposition.  The third parylene-C layer was then deposited and the configuration of the 
sensing part was patterned by oxygen plasma.  The sensing part was finally released from 
the substrate by soaking in the acetone.  The completed sensing part is shown in Figure 
4-7 (a).  After completing the fabrication of sensing part, the implantation tube was 
attached onto the backside of it, as shown in Figure 4-7 (b).  The inner diameter of the 
implantation tube was chosen as 320 µm to fully cover the pressure access hole.  The 
outer diameter of the implantation tube was 450 µm.  The implantation tube was 
manually mounted onto the sensing part.  A precision XYZ stage was used to control the 
position of the implantation tube which was maneuvered to be concentric with the 
pressure access hole.  The implantation tube and sensing part were glued together with a 
few drops of biocompatible epoxy. 
4.3.2 Device characterization 
The completed IOP sensor was then integrated to a bigger testing capillary tube 
and sealed by photoresist, as shown in Figure 4-7 (c).  The inner diameter of the testing 
tube was chosen as 500 µm to accommodate the implantation tube.  The completed 
sensor with testing capillary tube assembly was left overnight to dry the photoresist. 
The device characterization setup is shown in Figure 4-8.  The whole IOP sensor 
assembly was mounted onto a pressure characterization setup. During the 
characterization, a HP 4195A network/spectrum analyzer was hooked up with a 1.5-mm-
diameter hand-wound coil serving as the reader coil.  The characterization signal was 
accessed via a data acquisition system and then analyzed in personal computer.  The 
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qualified IOP sensor was released by soaking the whole assembly in the acetone to 
remove the photoresist.  The final IOP sensor is shown in Figure 4-7(d) and is ready for 
the next in vivo/ex vivo test. 
 
Figure 4-7: IOP sensor fabrication and assembling results: (a) Completed sensing part, 
(b) implantation tube attached onto the backside of the sensing part concentric with the 
pressure access hole, (c) IOP sensor mounted to the testing tube by photoresist, (d) final 
IOP sensor 
(a) (b) 
(c) (d) 
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4.4 Characterization Results and Discussions 
The benchtop characterization results are shown in Figure 4-9.  The results show 
that the resonant frequency was 379 MHz when the applied pressure difference was 0 
mmHg.  When the applied pressure difference increased, the resonant frequency shifted 
to the right as expected because the metal plate deformed convexly.  The IOP sensor’s 
electrical parameters were obtained and shown in Table 4-1. 
 
 
Figure 4-8: IOP sensor characterization setup: a 1.5-mm-diameter hand-wound coil 
served as the reader coil and a HP4195A network/spectrum analyzer was used to register 
the frequency shift of the phase dip. 
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Table 4-1: Dimension of the new IOP sensor and its measured electrical parameters 
Planar dimension 4 mm (foldable) 
Pressure (mmHg) 0 20 40 60 80 100 
Frequency (MHz) 379 381 385 390 395 402 
Q Factor 27 27 28 30 28 29 
Sensitivity 542 ppm/mmHg 
Responsivity 205 kHz/mmHg 
Sensing distance 2.5 cm 
 
 
Figure 4-9: Bench-top characterization results of the IOP sensor: the resonant frequency 
was 379 MHz when the applied pressure difference was 0 mmHg, and shifted to higher 
frequency when the pressure difference increased. 
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As the sensing part can always be maintained exposed outside the anterior 
chamber, the quality factor drop caused by the lossy medium is largely alleviated in this 
work.  Therefore, the new implant possesses farther sensing distance than the one 
implanted right in the anterior chamber, which was originally designed to have 2.5 cm 
sensing distance.  The new design enables a glass reader paradigm to accomplish the 
autonomous, continuous, and wireless IOP monitoring. 
 
 
Figure 4-10: Sensitivity analysis of the IOP sensor 
The result of sensitivity analysis is shown Figure 4-10.  The sensitivity of the IOP 
sensor is defined as [97]: 
 IOP sensor sensitivity = � 𝜕𝑅𝜕(∆𝑃)�∆𝑃=0, (4-12) 
where R is the frequency ratio defined as: 
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 𝑅 = 𝑓𝑚𝑖𝑛
𝑓min(∆𝑃=0). (4-13) 
A sensitivity of 542 ppm/mmHg was obtained for the IOP sensor, corresponding 
to the responsivity as 205 kHz/mmHg.  With a proper designed high resolution external 
coil reader, the IOP sensor can resolve the pressure difference < 1 mmHg, which is 
suitable for glaucoma diagnostics. 
4.5 Quality Factor Recovery Study 
4.5.1 Overview 
As mentioned in [98], the quality factor of the transmitting coil, i.e. transmitting 
resonant tank, dropped a lot (from ~ 30 down to ~ 6) when implanted in the anterior 
chamber, which resulted in a great reduction of the sensing distance (from 2.5 cm to 1.5 
cm).  As the loss tangent represents the power loss in the medium, this quality factor drop 
is due to the high loss tangent of the eye fluid in the anterior chamber.  For lossy medium 
such as saline, the permittivity, ε, can be written in the complex form as [168–170]: 
 𝜀 = 𝜀′ − 𝑗𝜀", (4-14) 
with the loss tangent defined as: 
 loss tangent = 𝜀"
𝜀′
 (4-15) 
which represents the power loss in the medium.  The loss tangent value of saline is 
reported as about 0.2 [95, 169], which is much higher than of the air, and close to that of 
body tissue and eye fluid.  This means the electromagnetic energy of the IOP sensor 
dissipates more easily in the anterior chamber.  Although in our work, only the 
implantation tube penetrates into the eyeball and leaves the sensing part under the 
conjunctiva, the quality factor can still drop due to the covering human body tissues. 
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4.5.2 Q factor recovery by passivation layers of different materials 
Except for modifying the implantation scheme as depicted in Section 4.2, another 
way to solve the problem is to try to strengthen the isolation between the sensor structure 
and the surrounding medium [95, 97].  In this section, three different materials: regular 
glass cover slip, photoresist, and regular 5 min epoxy, are used to cover the IOP sensors 
as the passivation layers to isolate the devices and the surrounding medium.  The loss 
tangents of these covering materials are expected to be lower than the saline, and hence 
could improve the quality factor when the devices are immersed in the saline. 
 
Glass Metal Parylene Glass; Photoresist; Epoxy
 
Figure 4-11: The idea of covering the device with different passivation layers: glass cover 
slip, photoresist, or epoxy.  The IOP sensor is shown in gray in the figure. 
The idea of covering the devices with passivation layers is shown in Figure 4-11.  
These testing samples as shown in light blue were first placed on top of the glass cover 
slips and characterized in the air before they were covered by the passivation layers.  
Only one passivation layer was then applied to the top of the device and the entire device 
was characterized again.  Two examples of the completed devices are shown in Figure 
4-12.  The completed devices were tested both in the air and saline to study the efficiency 
of the covering of the passivation layers.  For photoresist as the passivation layer, a 
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second layer of photoresist was painted on top of the first photoresist layer again 
followed by the same quality factor characterization procedures to study the thickness 
effects of the photoresist passivation layers. 
 
Figure 4-12: IOP sensors covered by two different materials with low loss tangent: (a) 
photoresist and (b) epoxy 
The diameter of the reader coil was about 11 mm and the sensing distance was 
about 9 mm.  The characterization results are shown in Table 4-2.  The first device 
sample was covered by a regular glass cover slip with 0.2 mm in thickness.  Sample 2 
and 3 shared the same treatment of photoresist passivation layers.  Sample 4 was covered 
by the regular 5-min dry epoxy.  The results show that the quality factors of the original 
devices fell in the range of 23.6–28.76, and dropped from 23.6 measured in the air to 2.69 
measured in the saline without any passivation layer (Sample 4). 
For the device covered by the cover slip (Sample 1), however, the Q factor was 
kept almost unchanged and the Q factor was maintained at 15.74.  For the two devices 
covered by the photoresist (Sample 2 and 3), the Q factors dropped from 28.76 (Sample 
2) and 27.13 (Sample 3) to 25.37 (Sample 2) and 22.5 (Sample 3) when devices were 
exposed to the air.  Furthermore, the Q factors of Sample 2 and Sample 3 dropped to 4.11 
(a) (b) 
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(Sample 2) and 5.07 (Sample 3) when the devices were immersed in the saline.  The 
thickness of one layer of the photoresist was measured about 45 µm.  To study the 
thickness effect of the photoresist passivation layer, another layer of the same type of 
photoresist was painted on the device again.  When the devices were exposed to the air, 
the obtained Q factors were recovered from 25.37 (Sample 2) and 22.5 (Sample 3) to 
25.98 (Sample 2) and 29.48 (Sample 3).  When the devices were immersed in the saline, 
the improvements of the obtained Q factors were more obvious: 4.11 to 10.54 (Sample 2) 
and 5.07 to 8.98 (Sample 3).  Sample 4 was covered by regular 5-min dry epoxy and the 
result showed that the Q factor dropped from 23.6 to 18.84 (in the air) and 11.49 (in the 
saline). 
Table 4-2: Measured quality factors with different isolation layers covered on top 
 Sample 1 Sample 2 Sample 3 Sample 4 
No isolation layer 
Tested in the air 25.47 28.76 27.13 23.6 
Isolation layer Glass cover slip One side PR One side PR --- 
Isolation layer 
thickness --- ~ 45 µm ~ 45 µm --- 
In the air 24.43 25.37 22.5 23.6 
In saline 15.74 4.11 5.07 2.69 
2nd isolation layer ---- PR paint again PR paint again Epoxy 
2nd isolation layer 
thickness ---- ~ 90 µm ~ 90 µm NA 
In the air ---- 25.98 29.48 18.84 
In saline ---- 10.54 8.98 11.49 
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In summary, it is observed that, when the device is exposed to the air, the 
measured Q factor has very little change no matter what kind the passivation layer 
covered on top.  In terms of the device characterization in the saline, the Q factors are 
always smaller than its original values even with the passivation layers.  Even though, the 
characterization results still show that the passivation layers do preserve the Q factors 
after the passivation layers covering.  Among all of the three passivation materials, the 
glass cover slip demonstrates the best restoring result according to Table 4-2.  One of the 
reasons is because of its high thickness (0.2 mm).  The thickness effect of the photoresist 
passivation layer is very obvious. 
On the other hand, the isolation efficiency of the epoxy seems to be better than 
photoresist when the characterization is performed in the saline, but not in the air.  It is 
likely attributed to the epoxy thickness is much higher than photoresist so that the coil is 
more effectively isolated from the saline.  However, the isolation efficiency of the epoxy 
for device characterized in the air is not as good as others.  It is also found that the two Q 
factors obtained of sample 4 (both in the air and in saline) are closer in comparison to 
other passivation materials.  The assumption is that the loss tangent of the epoxy is higher 
than the photoresist, causing a lower Q factor when measured in the air.  However, the 
higher epoxy thickness can more effectively isolate the device from the saline solution, 
and hence results in a higher Q factor than covered by photoresist. 
4.5.3 Q factor recovery by parylene-C passivation layers 
Section 4.5.2 has successfully demonstrated the concept of recovering the Q 
factor to a certain level by covering the devices with passivation layers.  However, those 
materials used in Section 4.5.2 are either not flexible enough (glass cover slip) or not 
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biocompatible at all (photoresist and 5-min-dry epoxy).  In order to recover the device’s 
Q factor while still preserving its biocompatibility, a material needs to not only have a 
low loss tangent, but also to be flexible and biocompatible. 
In addition to its superior flexibility and biocompatibility, parylene-C is also 
compatible with the most of the surface micromachining fabrication procedures and 
hence has very good machinability.  Furthermore, parylene-C is found to have loss 
tangent with 0.1 [171], which is much lower than saline (0.2), implying that it can be a 
very good candidate for the passivation layers described in Section 4.5.2.  Therefore, to 
restore the high quality factor, quantitative investigation has also been done by putting 
multi-layer parylene-C films on top of the sensing coil to regain its quality factor when it 
is submersed in the saline. 
Glass Metal Parylene 5 um parylene layer
Layer 1
Layer 2
Layer 3
 
Figure 4-13: The idea of covering the device with several layers of parylene-C sheets.  
The IOP sensor is shown in gray in the figure. 
The concept of the experiment is shown in Figure 4-13.  An original sensing coil 
with the 7 µm parylene-C deposited on top was first mounted onto a glass slide.  Multiple 
5-µm-thick parylene-C films were put on top of the sensing coil layer by layer until 40 
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µm parylene-C accumulated.  Every time before the next 5 µm parylene-C film was put 
on, the coil was characterized both exposed in the air and also submersed in the saline.  
The quality factors were calculated to investigate the quality factor recovery capability 
with respect to different parylene-C thicknesses. 
 
 
Figure 4-14: Quality factor recovering results versus parylene-C thickness by covering 
the IOP sensor with several parylene-C layers 
The sensor’s quality factor measuring result versus the parylene-C layer thickness 
is shown in Figure 4-14.  When only 7-µm-thick parylene-C covered on top of the 
sensing coil (the original sensing coil), the quality factor was measured only 4.95 in 
saline while it was measured as 22.83 in the air.  The obtained quality factors (in saline) 
increased with the increasing parylene-C thicknesses, and saturates at about 17–20 when 
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the parylene-C thickness reached 20 µm.  In other words, the Q factor measured with the 
device immersed in the saline was noticeably recovered.  As the recovered Q factor 
(device immersed in saline) reached the same level as the Q factor (device exposed to the 
air) when the parylene-C thickness reached 20 µm, we concluded that the sensing coil 
would not be affected by the surrounding saline when the thickness of the covering 
parylene-C layer reached 27 (20+7) µm.  It is therefore proved that a 30-μm-thick 
parylene-C passivation layer is sufficiently thick to be deposited on top of the metal coil. 
It is also found that the quality factor measured with the device exposed in the air 
dropped a bit from 22.82 to ~ 20 as the parylene-C passivation layer increases.  This is 
likely attributed to the fact that the loss tangent of the parylene-C, 0.1, is still higher than 
the air. 
4.5.4 Summary 
In summary, it is found that the Q factor can be recovered by covering the devices 
with at least extra 20 µm parylene-C passivation layers.  Theoretically, 20 µm parylene-C 
can be easily created by standard parylene-C deposition process and then patterned by 
oxygen plasma.  It needs to be noted that, however, during the parylene-C deposition, 20-
µm-thick parylene-C would also deposit onto the metal plates of the parallel metal-plates 
capacitor.  This would increase the parylene-C thickness of the deformable plate, 
resulting in the loss of the capacitor sensitivity.  To overcome this problem, one more 
process with oxygen plasma etching could be used to thin down the parylene-C layer 
right on top of the metal-plate capacitor, as demonstrated in Figure 4-15. 
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4.6 Summary and Conclusion 
In this chapter, we have successfully demonstrated the feasibility of the new 
concept and design of the IOP sensor implant.  A parylene-C-based sensing part with 
about 30 µm in overall thickness was first fabricated, and then integrated with an 
implantation tube attached to the sensor’s backside pressure access hole. 
 
1. Sacrificial photoresist coating and patterning
2. 1st layer parylene deposition and patterning (5 µm)
Silicon Photoresist Parylene
1. 1st layer Ti/Au deposition and patterning (3 µm)
2. Sacrificial photoresist coating and patterning (10 µm)
3. 2nd layer parylene deposition and patterning (8µm)
1. Device released in acetone
Ti/Au
1. 2nd Ti/Au deposition and patterning (0.5 µm)
2. 3rd layer parylene deposition (30µm)
3. Central parylene thickness thinned down by oxygen plasma etching
4. Configuration patterning by oxygen plasma etching
 
Figure 4-15: Modified sensing coil fabrication procedures: After 30 µm parylene-C layer 
is deposited on top of the capacitor metal plate, an extra oxygen plasma etching process is 
executed to thin down the central parylene-C to retain the capacitor sensitivity. 
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A new surgical placement of the device was also proposed.  The new IOP sensor 
was implanted at the pars plana with the implantation tube penetrating through the 
choroid, while the sensing part still remained outside the eyeball but covered by the 
conjunctiva.  Without the influence of the surrounding aqueous humor, this implantation 
approach can maintain the high quality factor of the device and thus a 2.5 cm sensing 
distance can be fulfilled.  This enables the glass reader paradigm concept, and therefore 
achieves autonomous, continuous and wireless IOP monitoring. 
The sensitivity was obtained as high as 542 ppm/mmHg while the responsivity 
was about 205 kHz/mmHg.  The characterized IOP sensor is ready for use, and the ex 
vivo/ in vivo test can be scheduled in the near future to verify the biological feasibility.  In 
addition, the future work would also focus on the fixation of the IOP sensor.  The 
possible solution would include enlarging the parylene-C area of the sensing coil of the 
device, enabling the possible suturing of the parylene-C sensing part. 
Besides, the quality factor can be recovered also by covering the device by low 
loss tangent materials as passivation layers to isolate the device and the saline.  It is found 
in Section 4.5 that parylene-C is a very good passivation layer to recover the Q factor due 
to its low loss tangent.  Experimental results showed that the Q factor was mostly 
recovered by an extra 20 µm parylene-C film.  We demonstrated that a 30-µm-thick 
parylene-C on the capacitor metal plate could maintain the sensor’s high quality factor in 
saline or under human tissue. 
Furthermore, parylene-C isolation layer can also be easily achieved by standard 
parylene-C deposition process, followed by oxygen plasma etching to remove the excess 
parylene-C on top of the capacitor to maintain the sensitivity of the IOP sensor. 
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CHAPTER 5 
CHARACTERISTICS OF PARYLENE-C 
FILM 
5.1 Overview 
In this chapter, a systematical study of some parylene-C’s properties is performed 
and discussed.  To explore parylene-C’s mechanical, rheological, and viscoplastic 
properties, the chapter starts with the introduction of parylene-C’s polymer properties: 
polymerization, densification, and oxidation followed by a detailed study of 
crystallization/densification and discussions about them.  It shows that the crystallization 
is one of the major effects causing parylene-C to behave differently after thermal 
treatment. 
The mechanical properties, rheological properties and viscoplastic properties of 
the parylene-C film were studied using TA Instruments DMA Q800.  Among many 
mechanical properties, Young’s modulus, tensile strength and elongation are primarily 
concerning in terms of implantation applications and therefore were considered in this 
chapter.  Mechanical properties can be known by many ways.  For example, Young’s 
modulus and residual stress can be obtained simultaneously by load-deflection approach 
[103, 138].  In our study, mechanical properties were obtained by uniaxial tensile test due 
to its simplicity and popularity. 
Although it has been long since people started to use parylene-C in the 
implantable devices, its rheological properties and viscoplastic properties have not been 
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thoroughly studied yet.  By using the same testing setup as mentioned above, creep and 
stress relaxation, and viscoplastic properties were measured as well.  These properties 
provide very important information for parylene-C-based medical devices in terms of 
their fabrication and later implantation in human bodies.  With the knowledge of these 
properties, the life-time of the devices is predictable, the device fabrication time could be 
reduced, and the residual stress generation by annealing the device at a proper 
temperature is avoidable. 
It also shows that the rheological testing results of parylene-C film are highly 
temperature-dependent.  To understand this, except the crystallization results, the glass 
transition temperature was measured by both dynamic mechanical analysis (DMA) 
approach and a ramping-temperature-dependent modulus experiment.  Both obtained 
results were compared and discussed to explain the rheological testing results. 
5.2 Introduction to Parylene-C Polymerization 
The current most common way to prepare Parylene-C film is done by chemical 
vapor deposition invented by W. F. Gorham in 1966 [172].  Gorham’s approach is also 
commonly used to prepare other parylene (poly-para-xylylene) family members, such as 
parylene-N (poly-para-xylylene), parylene-D (poly-dichloro-para-xylylene), parylene-C 
(poly-chloro-para-xylylene), or parylene-HT (or parylene-F, poly-tetrafluoro-para-
xylylene) to name a few.  During the parylene-C preparation, the parylene-C dimer is 
sublimated at elevated temperature (180°C in our deposition process), and pyrolysed at 
690°C.  The parylene-C film can conformally deposit onto the substrate and also the 
temperature of the chamber wall could range from -196°C to room temperature [173, 
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174].  Because the paylene-C polymerizes right from the gaseous type, the process is also 
called vapor deposition polymerization (VDP) [175].   
It is parylene-N polymerization which was first focused on and studied.  Errede 
published the mechanism of polymerization of prylene-N in 1960 [176].  Rather than 
using Gorham’s vapor deposition approach to get the parylene-N film, Errede prepared p-
xylylene monomer liquid solution at -78°C.  Polymerization happens when the solution is 
disturbed by momentary contact with a warm surface.  Beach proposed a model for the 
vapor deposition parylene-N for the first time in 1978 [177].  Gaynor, Rogojevic and 
Fortin also developed different kinds of models to describe the vapor deposition of 
parylene-N thin film after Beach [178–180]. 
Some of previous researchers’ important findings are summarized in this section.  
The molecular weight of parylene-N is found to be 200,000 to 400,000 g/mol, which 
corresponds to 2000–4000 units per chain length [178].  In addition, the deposition rate of 
parylene-C is found to decrease as the deposition temperature rises, which is opposite to 
the regular chemical vapor deposition reaction that shows higher deposition rate as the 
deposition temperature rises.  It is suggested that the higher deposition rates of the 
parylene family at lower temperature are caused by increased monomer condensation rate 
on the substrate surfaces [181]. 
5.3 Densification 
Densification means the polymer chain becoming more compact than its original 
chain structure.  Theoretically speaking, densification can be caused by thermal treatment 
which gives polymer chain energy to move, or by stretch force which causes the polymer 
chain to align closer.  In densification, the polymer chains do not need to be well 
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organized to form a lamella, but the polymer chains are getting closer to fill in the voids 
of the material, which usually results in the reduction of the volume.  Therefore, the 
densification can be observed by measuring the materials’ dimension.  There hasn’t been 
too much research work done to study the densification of the parylene-C film to our best 
knowledge.  The first related study could be found to be done by Wu in 1995 [182].  Wu 
and the coworkers measured in situ the thickness of parylene-N and parylene-F at 
elevated temperature up to the sample decomposing.  Their results showed no thickness 
reduction or increment before the samples decomposed, regardless of whether the 
annealing was done in air, nitrogen or vacuum.  In 2005, Huang et al. published a paper 
studying the glass transition temperature of ultra-thin parylene-C film (21 nm) deposited 
on silicon substrate by in situ measuring the film’s thickness change [183].  They used an 
ellipsometer to measure the thickness of the sample from temperature at 0°C to 120°C.  
The results showed that the thickness increases monotonically, with a thermal expansion 
coefficient turning point occurring at the glass transition temperature or so.  In spite of 
their successful findings of the glass transition temperature, the thermal expansion 
coefficients found from their results showed a value of 1190 ppm and 2143 ppm below 
and above the glass transition temperature, respectively.  Because of the contradiction 
between Wu and Huang, it is of interest to measure the parylene-C film thickness change 
in the usage thickness range. 
In this section, the densification of 20-µm-thick parylene-C film is studied at 
100°C.  In addition, the parylene-C film’s length change during thermal annealing at 
ramping rate of 3.33°C/min is measured as well. 
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5.3.1 Thickness-change measurement 
To measure the thickness change of 20-µm-thick parylene-C film, a layer of 
parylene-C film of 20 µm thickness was first deposited on top of a clean glass plate.  A 
parylene-C step was then created by stripping part of the parylene-C film for later 
thickness measurement.  Parylene-C film was put in the convection oven which was 
preheated at 100°C for a targeted duration.  When time was up, the parylene-C was taken 
out and cooled down to room temperature.  A KLA-Tencor P-15 profiler was used to 
measure the parylene-C thickness.  The measurement was performed before the thermal 
annealing and every time the parylene-C film was cooled down.  5 data points at different 
positions were obtained in each measurement corresponding to each annealing time. 
 
 
Figure 5-1: Measured thickness of 20 µm parylene-C film annealed at 100°C in the 
convection oven 
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The obtained thickness data versus annealing time is shown in Figure 5-1.  
Although there is some variation (error bar) at each measurement, the average thickness 
falls in a constant range without too much change during the thermal annealing.  The 
changing of the average thickness versus time cannot show any correlation between the 
thickness and annealing time as the thickness always lies in the error range.  The results 
demonstrate that the parylene-C film thickness change is not detectable within the 2 
hours of annealing at 100°C in convection oven with our current measuring capabilities.  
Our measuring data agrees well with Wu’s results. It might be due to the thickness effect 
that Huang’s parylene-C film behaves differently. 
5.3.2 In situ length-change measurement during thermal annealing 
5.3.2.1 Length change under long-time thermal annealing process at 100°C 
An experiment monitoring the length change of the parylene-C film during the 
thermal annealing was also conducted.  With the same sample thickness prepared as 
above (as-deposited parylene-C film), the free standing parylene-C film was cut into 5.3 
mm (W) by 10mm (L) in dimension and mounted onto the clamps of the DMAQ800 with 
a tiny little force (0.0027N).  The chamber temperature was ramped up to 100°C in the 
machine’s fastest way and the length of the sample was monitored at the same time.  
After the chamber was thermally stabilized, the sample was annealed in this environment 
for eight hours to observe its length change.  Once the annealing is done, the chamber 
was then fast cooled down to room temperature by blowing cool nitrogen gas into the 
chamber.  The whole system was kept in room temperature for another two hours to 
observe the parylene-C film length change. 
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The obtained length change of parylene-C film annealed at 100°C is shown in 
Figure 5-2.  All system response is corrected and thus the data shown represents the true 
parylene-C film response.  Figure 5-2 (a) shows the length change of the whole annealing 
and cooling period.  Figure 5-2 (b) shows the closer view of the length response of the 
parylene-C film between 0–2.5 minutes.  Figure 5-2 shows that the as-deposited 
parylene-C film length actually shrinks when the environmental temperature increases 
higher than ~ 40°C.  The rate of the length change reduces after the temperature reaches 
the target temperature, and slows down.  In Figure 5-2 (b), it is observed that the sample 
length actually elongates before 0.25 minutes, which corresponds to 38.76°C in the raw 
data, and start to shrink afterward.  It infers that the parylene-C starts to have some 
structural change at 38.76°C and thus the length shrinks.  The hypothesis of this 
phenomenon is that the parylene-C is likely to start to crystallize at 38.76°C.  As from the 
conventional wisdom of solid state thermodynamic transitions regarding the glass 
transition, no crystallization should be able to take place below the glass transition 
temperature [184, 185], plus the parylene polymer chain orientation is proved to lie in the 
plane of the film [186], Figure 5-2 could be treated as an evidence that the parylene-C 
film crystallization starts from temperature at 38.76°C, i.e., the onset of glass transition 
range.  The concept and experiments regarding the glass transition temperature will be 
discussed more in detail in Section 5.6.  It is postulated that the parylene polymer chain 
folds into several lamellae, constituting the spherulite of the parylene-C.  Therefore, the 
parylene-C length reduces during this crystallization process.  The slowly length 
shortening after thermally stabilized at 100°C is likely attributed to the slow isothermal 
crystallization behavior, which will be studied by XRD approach in Section 5.5. 
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Figure 5-2: (a) Obtained length change of the parylene-C film annealed at 100°C in air 
for 8 hours, and (b) a closer view of the length change during the first 2.5 minutes 
In order to further prove that the as-deposited parylene-C is crystallized during the 
annealing process, the parylene-C sample previously annealed at 100°C for eight hours 
was tested again in the same annealing condition for another two hours, and the testing 
results is shown in Figure 5-3.  It can be clearly seen that, rather than length shrinkage, 
the parylene-C film expands during the early temperature ramping up period, which is 
totally opposite to the as-deposited parylene-C’s results.  Although the parylene-C is very 
likely still crystallizing during this period, the thermal expansion effect of the parylene 
spherulite dominates the length change.  Thus the overall effect shows that the parylene-
C film is expanding.  After the chamber is thermally stabilized again, the parylene-C film 
has no (or very little) expansion and the crystallization mechanism dominates the length 
change again.  The thermal coefficients of expansion (TCE) of as-deposited and annealed 
parylene-C film are also estimated from Figure 5-2 (a) and Figure 5-3.  Three TCE 
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obtained from these two figures are shown in the first three columns of Table 5-1: TCE of 
the 8-hours-annealed sample cooled down, TCE of the annealed sample heated up, and 
TCE of the 10-hours-annealed sample cooled down. 
 
Figure 5-3: Length change of the parylene-C film which was annealed at 100°C in air for 
8 hours in the previous test.  The sample was annealed again at 100°C for another 2 
hours. 
Table 5-1: Table of thermal coefficients of expansions obtained in different states of the 
parylene-C film.  The literature values are also listed for comparison. 
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5.3.2.2 One cycle thermal annealing treatment 
Although the TCE below parylene-C’s glass transition temperature can be 
obtained from the experiments described in Section 5.3.2.1, the temperature ramping, 
however, is extremely fast in that case.  Therefore another test under a slower 
temperature ramping rate was performed to verify the expansion behavior below and 
above the glass transition temperature and the results are shown in Figure 5-4.  It could 
be seen that in a slower temperature ramping profile, the sample expands until 53.75°C 
owing to the thermal expansion and starts to shrink afterward.  The temperature, 53.75°C, 
actually agrees perfectly well with our glass transition found in Section 5.6 and therefore 
it is hypothesized that the parylene-C starts to crystallize at 53.75°C.  The expansion 
phenomenon above 120°C is likely due to the dominating oxidation effect.  The oxygen 
atoms are involved into the parylene-C structure and therefore expand the parylene-C 
sample again until it gets decomposed at 240°C. 
The obtained TCE of each region is shown in Table 5-1.  From Table 5-1, the 
TCE of annealed parylene-C usually lies in the range of 56.3–60 ppm.  The TCE obtained 
before parylene-C’s glass transition is 35.5 ppm, which agrees well with Beach’s 
literature value measured at 25°C [101].  The difference of the TCE between annealed 
and as-deposited parylene-C can be explained on the basis of changes in the parylene-C’s 
properties due to annealing which gives parylene-C higher crystallinity [110].  More 
discussion and study of crystallinity will be in Section 5.5.  In addition, Dabral obtained 
TCE as 50 ppm from his annealing samples below 150°C.  The difference between his 
result and our TCE result is about 11.2–16.7%.  Apart from the measuring resolution 
errors, it is very likely that Dabral’s parylene-C film has been annealed up to 250°C, 
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which could introduce another polymer structure transition from α form to β form.  Thus 
the Dabral’s TCE could represent the property of β-form parylene-C film while ours 
could represent α form as our sample annealed only up to 100°C. 
 
 
Figure 5-4: Length change of parylene-C film annealed under the temperature ramping 
rate at 3.33°C/min and its hypothesized phenomenon interpretation by dominant effect 
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parylene-C film was still used during the tests.  The annealing temperature ramped from 
20°C to 120°C at the ramping rate of 3.33°C/min.  Right after the temperature reached 
120°C, it cooled down to 20°C at the rate of -3.33°C/min.  The chamber temperature was 
then maintained at 20°C for another 30 min.  Six cycles were executed in this experiment 
and the temperature profile is demonstrated in Figure 5-5. 
The measuring results are shown in Figure 5-5 and Figure 5-6.  It can be seen that 
the parylene-C first expanded as expected until temperature reached 60°C, which can be 
identified as the glass transition temperature.  The strain decreased dramtically to ~ -1.4% 
when the temperature reached 120°C, meaning the parylene-C sample was shrinking as 
annealing temperature increased over 60°C.  The strain further decreased when the 
temperature decreased from 120°C to 20°C as well.  However, the shrinkage showed 
more linear proportional to the temperature during this state than when the temperature-
ramped from 60–120°C in the first state.  The strain shrank to ~ -2% when the 
temperature reached 20°C.  Furthermore, the film expanded pretty linearly proportionally 
to the temperature when the temperature either ramped up from 20°C to 120°C or cooled 
down to 20°C again in the second and later cycles.  More detailed quantitative results are 
shown in Table 5-2.  The TCE was found as 29.2 ppm in the first expansion state until 
60°C and -249.6 ppm in average when parylene-C shrank to -1.41% afterward until 
120°C.  The TCE became 59.8 ppm during the first cooling process.  The obtained TCEs 
of the second and later cycles were always higher than the literature value, 35 ppm.  It is 
evident that the parylene-C experienced either transition, transformation, or 
crystallization, etc. during 60–120°C. Therefore, after the first-time annealing, the 
parylene-C possesses different thermal properties than the as-deposited one. 
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Figure 5-5: Six cycles of thermal annealing of parylene-C film up to 120°C: The length 
of the film never goes back to its original length after the first-time thermal annealing. 
 
Figure 5-6: The parylene-C film behaves differently after the first-time thermal 
annealing. 
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Table 5-2: Derived TCEs from six cycles shown in Figure 5-5 and Figure 5-6 
nth cycle 1 2 3 4 5 6 
Temperature 
range (°C) 
From 22.0 57.9 118.6 20.0 119.7 20 119.7 20 119.3 20 119.3 20 119.4 
To 57.9 118.6 20.0 119.7 20 119.7 20 119.3 20 119.3 20 119.4 25.5 
Strain 
variation 
(%) 
From 0 0.105 -1.41 -2.08 -1.61 -2.18 -1.69 -2.23 -1.77 -2.27 -1.78 -2.29 -1.82 
To 0.11 -1.41 2.0 -1.61 -2.15 -1.69 -2.20 -1.77 -2.23 -1.78 -2.25 -1.82 -2.19 
TCE (ppm) 29.2 249.6 59.8 47.4 53.9 49.1 51.2 46.3 46.3 49.3 47.3 47.3 39.4 
 
5.3.3 Summary 
Three experiments measuring the length change during the parylene-C thermal 
annealing were done.  In the past, it was generally believed that the parylene-C film 
expands when it is heated up.  In our tests, however, the as-deposited parylene-C film 
actually expands only up to the glass transition temperature and shrinks afterward until 
the temperature reaches 120°C.  It is likely due to the crystallization effect above the 
glass transition temperature.  The experimental results also show that the parylene-C 
sample expands again after 120°C, which is believed that the oxidation dominates this 
stage and oxygen atoms get involved into the parylene-C structure.  The sample 
decomposed at temperature higher than 245°C.  The thermal coefficients of expansion of 
as-deposited and annealed parylene-C film are found to be different. The thermal 
coefficient of expansion of as-deposited parylene-C is found pretty similar to the 
literature value, but it becomes higher after the thermal annealing.  This is likely 
attributed to the higher crystallinity of annealed samples.  Due to the miniature size of the 
MEMS devices, this thermal expansion effect and difference can be a critical issue when 
designing the parylene-C related MEMS devices and thus should be considered in the 
devices’ design to avoid unwanted cracks or residual stress. 
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5.4 Oxidation 
Like many other kinds of polymers, parylene-C can get oxidized by either 
thermally heating [187–189] or by UV light photoluminescence [190–194].  Because 
parylene-C is transparent, colorless, and conformal well to all irregularities, and has low 
permeability to air and moisture, and pin-hole free material structure, it has been used for 
conservation materials [187].  Therefore, research about parylene-C oxidation should 
focus more on predicting the lifetime of the as-deposited parylene-C film.  Nowlin et al. 
published a paper studying the thermal oxidation of parylene-C film at temperatures 
between 125 to 200°C [189].  Nowlin used neutron activation (NA) oxygen analysis to 
quantitatively analyze the oxidative degradation of the parylene-C film’s mechanical 
properties.  Their result indicates that the amount of oxygen incorporated into the 
parylene-C before a significant degradation in mechanical properties is 5000 ppm.  The 
activation energy for the parylene-C oxidation is found to be 27±3 kcal/mole.  The 
temperature for 100,000 hour lifetime use of parylene-C is predicted as 72°C.  In 
addition, they used IR spectrometer to conclude that the oxidation took place throughout 
the entire sample, not just on the surface.  By IR spectrometry, Nowlin also claimed that 
the oxidized species produced during the oxidation process should be in the form shown 
in Figure 5-7, which contained the carbonyl bond, rather than the cleavage of the carbon-
carbon bond.  Baker founded in 1977 that no aging effects of yield stress and tensile 
modulus were noted in the parylenec-C annealed at 71°C [195].  Monk also suggested in 
1997 that 105°C is the recommended maximum annealing temperature where parylene-C 
will not crack in their encapsulation coatings [188], which infers very little oxidation 
happens at those temperatures.  In this section, the oxidative behavior will be first studied 
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by XPS (photoelectron spectroscopy) and FTIR (Fourier transform infrared 
spectroscopy).  The corresponding mechanical properties will be discussed in later 
sections. 
CH2
Cl
C CH2
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O
CH2
 
Figure 5-7: The oxidative species of parylene-C proposed by Nowlin [189] 
5.4.1 XPS 
XPS (X-ray photoelectron spectroscopy) is widely used by chemists in surface 
chemistry analysis.  In XPS, the high-energy x-ray photons are emitted onto the material 
surface and the material’s electrons are excited and come out due to the “photoelectron 
effect”.  The escaped electrons are collected by the detector and their corresponding 
electron energy (or binding energy) is analyzed.  Because electrons’ binding energy are 
different from molecule to molecule, the material’s surface compound can be derived 
according to these obtained binding energy data.  The XPS machine we used is M-Probe 
XPS by Surface Science Instruments.  Argon sputter was always on to calibrate the peak 
which represents carbon at 285 eV. 
To measure the level of the oxidation of the parylene-C film versus the annealing 
time, several as-deposited parylene-C films were annealed at 200°C in convection oven 
for different time durations.  A figure of typical XPS scanning results representing four 
different oxidation treatments is shown in Figure 5-8: as-deposited, 200°C for two 
minutes, 200°C for one hour, and 200°C for two days, all in the convection oven.  The 
XPS faithfully displays the chemical contents of parylene-C.  The chlorine is shown by 
161 
 
two peaks of 199.9 eV (2p) and 270 eV (2s), respectively, and carbon is shown at the 
peak of 284.6 eV.  If the oxygen exists on the parylene-C surface, the XPS can find it as a 
peak located at 531.6 eV.  To clearly see the difference of oxygen peaks between 
parylene-C films of different treatment, a closer view around the oxygen peak at 531.6 
eV is also magnified in the top left of Figure 5-8.  The contents of the three atoms 
(oxygen, carbon and chlorine) can be calculated by integrating over every peak 
representing the corresponding atom, and the percentage is shown in Table 5-3.  From the 
XPS results of as-deposited parylene-C film, it can be found that the ratio of contents of 
chlorine to carbon is about 1:8, which agrees well with the parylene-C’s chemical 
compound structure.  The correct XPS-measured ratio demonstrates the accuracy of the 
XPS equipment. 
 
 
Figure 5-8: Typical XPS results of parylene-C samples.  Top left: A closer view of the 
peak of 531.6 eV representing the content of oxygen 
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Table 5-3: Measured atom percentage of chlorine, carbon, and oxygen for different 
oxidative parylene-C films 
 Atom Percentage 
Parylene-C treatment Chlorine Carbon Oxygen 
As-deposited 10.46 84.76 4.78 
200°C 2 min. in air 13.00 87.00 Non-detectable 
200°C 1 hour in air 12.57 84.44 2.99 
200°C 2 days in air 11.41 82.03 6.56 
200°C 2 days in vacuum 12.06 85.11 2.83 
 
From Figure 5-8, and Table 5-3, it is observed that a small amount of oxygen 
signal can be originally found in the as-deposited parylene-C.  After baking at 200°C in 
the air for the first 2 minutes, the oxygen peak becomes non-detectable by XPS.  It infers 
that the oxygen found in the as-deposited parylene-C is likely from the moisture 
contamination, and it disappears after few minutes of baking.  In terms of oxidation, the 
oxygen peak becomes detectable again after thirty minutes of annealing at 200°C in our 
experiments. The oxygen peaks shown in Figure 5-8 get higher when the annealing time 
gets longer, which means that parylene-C on the sample surface gets more oxidized 
during the annealing process. 
Because oxidation can deteriorate the mechanical properties of the parylene-C 
[101], it is generally suggested to anneal the material in the vacuum system to avoid the 
oxidation.  To verify that the vacuum environment can prevent oxidation, another 
parylene-C sample was annealed at 200°C for two days in vacuum and the result is 
shown in Figure 5-9.  It clearly shows that the oxygen peak of the parylene-C annealed in 
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vacuum is much lower than in the air, meaning that the oxygen content in the annealed 
sample is much reduced by adopting this vacuum approach.  The improvement can also 
be found in Table 5-3, the oxygen content is improved from 6.56% in air to 2.83% in 
vacuum.  The little amount of oxygen detected can be explained by few oxygen residues 
remaining in the vacuum system. 
 
 
Figure 5-9: Comparison of two XPS results of parylene-C annealed at 200°C for two 
days in air and in vacuum 
5.4.2 FTIR 
Although XPS can provide us with the content of atoms involved in the oxidative 
parylene-C film surface, it is generally believed that XPS can only measure the surface 
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experiment using FTIR (Fourier transform infrared spectroscopy) is performed here to 
study whether the oxidation happens throughout the samples, and also what the chemical 
bonding after the oxidation is. 
FTIR uses a broad band of infrared light to obtain material’s IR absorption (or 
transmission) spectrum.  As different chemical functional groups absorb different 
wavenumbers of infrared, the IR spectrum tells the specific chemical bond and functional 
group inside the material, which can be used to analyze the intermediate oxidative species 
of the material. 
The FTIR scanning results of the parylene-C annealed in different situations are 
shown in Figure 5-10 to Figure 5-12.  In Figure 5-10, all parylene-C were annealed at 
100°C in the convection oven, but for different time durations.  Two curves representing 
as-deposited parylene-C and parylene-C annealed at 100°C in the vacuum are shown for 
comparison.  It is more interesting to look at the wavenumbers of carbon-oxygen single 
bond located at 1100–1300cm-1, and also carbonyl bond located at 1695 cm-1  which show 
the clue of the oxidation.  From Figure 5-10, it can be seen that no observable difference 
could be found among the five results within these two interested wavenumber ranges.  
No difference between the results of 100°C both in air and in vacuum means that the 
parylene-C gets oxidized very slowly at 100°C, which has also been pointed out by Monk 
in their real device parylene-C coating tests [188].  Same conclusion can also be obtained 
from Figure 5-10 that the annealing time of 4 days in the air makes no big difference to 
the as-deposited parylene-C film.  The wave form variations between 1750–2750cm-1 and 
also among above 3250 cm-1 is likely due to the thickness variations of different samples. 
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Figure 5-10: Typical FTIR results of parylene-C film.  The black curve represents the as-
deposited parylene-C film, while the others represent the results of annealing at 100°C. 
Figure 5-11 shows the results of parylene-C annealed at 200°C in the convection 
oven.  It can be clearly seen that the curves shift down more and more as the annealing 
time gets longer and longer.  Both peaks representing carbon-oxygen single bond and 
carbonyl bond get deeper with the increasing annealing time, implying that more amount 
of parylene-C gets oxidized during the annealing.  The peak growing at 1695 cm-1 means 
that the intermediate oxidative species have carbonyl functional group, which was also 
found by Nowlin [189].  Except for the three sharp peaks representing the C-H stretching, 
it is also found that the curve between 2500–3550 cm-1 gradually gets deeper as the 
annealing time gets longer.  The regular FTIR database tells us that this range represents 
the OH functional group [196].  Therefore, the broader and deeper curve from 2500 cm-1 
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to 3550 cm-1 might infer that the parylene-C has started to decompose into some chemical 
compound after 1 day of annealing at 200°C, which has incorporated moisture to form 
the OH functional group. 
 
 
Figure 5-11: FTIR results of parylene-C annealed at 200°C in air for different times 
To verify the vacuum improvement to the annealing, two results of praylene-C 
annealed at 200°C with one in the air and one in the vacuum are shown in Figure 5-12.  It 
clearly shows that parylene-C annealed even at the temperature as high as 200°C in 
vacuum has no observable curve difference from the as-deposited parylene-C.  It 
concludes that annealing in vacuum can preserve the parylene-C material and agrees well 
with what we found in Figure 5-9. 
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Figure 5-12: Comparison of the FTIR results of parylene-C annealed at 200°C in air and 
vacuum, all for two days 
5.4.3 Summary and discussion 
In this section, XPS and FTIR techniques have been used to study the oxidation 
behavior of the parylene-C film.  Both techniques show that the parylene-C film has very 
little oxidation happening at 100°C.  The results agree well with Nowlin and Monk’s 
study, which is shown in Table 5-4.  In Table 5-4, the oxidation rate is only found at the 
temperature higher than 125°C.  If the oxidation rate at 125°C, i.e., 16 ppm [O]/hr, is 
taken for calculation, it can be estimated that it takes about 13 days for parylene-C to 
have a significant tensile strength degradation (5000 ppm).  This demonstrates that 
parylene-C is still a very inert material at 100°C in the air. 
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Table 5-4: Measured initial (after 1 hour oxidation) oxygen uptake rate for parylene-C by 
Nowlin [189] 
Temperature (°C) (ppm [O]/hr) 
125 152 175 200 
16 290 1500 6600 
 
Although XPS only qualitatively demonstrates the oxygen atom percentage of the 
paryelen-C film, the oxygen found on parylene-C surface could either come from the real 
oxidation during the annealing or the moisture contamination.  This measuring 
insufficiency of the machines is compensated by using FTIR in our experiments.  FTIR 
tells the present bonds throughout the parylene-C thickness.  Therefore, it can be used to 
determine whether the oxygen atom comes from the moisture or the oxidative species.  It 
is found that the oxidative species of parylene-C have a lot of carbonyl functional group, 
which has been predicted by Nowlin.  The carbon-oxygen single bond found at 1100–
1300 cm-1, however, needs more studies to figure out its origin.  By FTIR, it shows that 
the parylene-C might have already started to decompose after one day annealing at 200°C 
in the air.  Both XPS and FTIR results provide strong evidence that annealing parylene-C 
at 200°C in vacuum does prevent serious parylene-C oxidation. 
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5.5 Crystallization 
Crystallization is a process of phase transformation [197].  Like most of other 
polymers, parylene-C also has a certain degree of crystallization.  It is reported that the 
crystallinity of the as-deposited parylene-C is about 60% [198–200], and is found to 
increase after post-fabrication thermal annealing [104, 184, 201].  On the other hand, 
however, parylene-C shares different paths of crystallization from other conventional 
polymers: it takes place during its chemical vapor deposition.  Conventional polymers' 
crystallization is carried out by cooling the material from liquid type at higher 
temperature, Tm, to crystallization temperature, Tc, and hold at Tc until the crystallization 
is completed, which is called “isothermal crystallization”.  The mechanism, model, and 
theory of the crystallization of conventional polymers such as polyethylene, 
poly(phenylene sulfide), nylon-11, etc., have been extensively described and discussed 
[197, 202].  In contrast, the mechanism of polymer crystallization occurring during the 
chemical vapor deposition in which the polymerization happens is relatively less studied 
and discussed.  In the 70s, Wunderlich’s group had done some researches on the 
crystallization of poly-para-xylylene (parylene or parylene-N) during its polymerization 
process [198, 199, 203, 204].  Their results qualitatively reveal that the parylene 
deposited at room temperature starts to crystallize subsequent to polymerization but 
before the molecule is complete.  Although it was parylene-N that Wunderlich worked 
on, it is generally believed that the parylene-C shares the same crystallization mechanism 
as well. 
Researchers used to focus more on parylene-N’s crystal structures.  In 1953, 
Brown and Farthing found two types of crystal structures of the parylene-N, α form and β 
170 
 
form, and transition from α to β is achieved by thermal annealing (e.g., 220°C for 
parylene-N) [205, 206].  Iwamoto found that the parylene-N deposited at 80°C shows a 
mixture of α and β forms, while parylene-N deposited between 0–60°C only shows α 
form.  Niegisch showed that the unit length of parylene-N is 6.58 Å and the orientation of 
parylene-N’s polymer chains are aligned with lattice ac plane, which is parallel to the 
film plane [186, 207].  Iwamoto used x-ray diffraction technique to completely determine 
the structure of parylene-N’s α form, finding that the parylene’s benzene ring is parallel 
to the b axis, which is preferentially oriented along the direction perpendicular to the 
substrate surface [208].  The parylene-N is also found to have a monoclinic unit cell with 
a=5.92 Å, b=10.64 Å, c (fiber axis)=6.55 Å, and β=134.7°.  L. You used x-ray pole figure 
technique to quantify the crystalline portion of the parylene-N film [200].  It was not until 
1984 that, for the first time, Murthy used x-ray diffraction technique to figure out α form 
structure of alkylated and chlorinated poly-p-xylylene, i.e., parlene-C [209].  Murthy 
claimed that the dimensions of lattice constants in the plane, which was a and c, did not 
change with the substituents, but lattice constant b changed from 10.64 Å for parylene-N 
to 12.8Å for parylene-C. 
The crystallinity and crystalline structure of parylene-C and parylene-N deposited 
at different temperatures have been studied by Surendran in 1987 [174, 210].  For 
parylene-C, several interesting findings are shown in Surendran’s study: 
1. The crystallinity of parylene-C increases as the dimer sublimation rate increases 
during the deposition process. 
2. No polymorphism is observed either by decreasing the deposition temperature of 
by increasing the sublimation rate of the dimer. 
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3. Isothermal annealing increase brings the crystallization without any structural 
transformation. 
4. At low temperature (< -60°C), all parylene-C depositions are all amorphous. 
In this section, the parylene-C’s crystallization was studied in more detail at 
100°C in Helium to understand its crystallization kinetics.  An in-situ temperature 
ramping annealing test was also performed to study its crystallization behavior at various 
temperatures.  Several parameters of parylene-C’s crystallite structure, e.g., d-spacing 
and crystallite size, are calculated and discussed.  The time constant of the crystallization 
is evaluated in the last part of the section. 
5.5.1 X-ray diffraction method 
X-ray diffraction technique (XRD) has been widely used to study materials’ 
crystallinity, crystal orientation, fiber structures, and even the stress inside the materials.  
The technique is executed by emitting x-ray onto the sample’s surface via different 
incident angles.  The x-ray is scattered by materials atoms and the reflected light is 
collected by a light sensor.  The structure of the tested material can then be figured out by 
the observed light information.  The machine used in our study is X’Pert PRO MRD 
made by Philips.  The x-ray anode source is copper and its wavelength is 1.5406 Å. 
5.5.1.1 In situ consecutive XRD scanning at 100°C 
Our first XRD experiment was performed to measure the crystallinity and 
crystallite size of the parylene-C annealed at 100°C consecutively for four hours.  The 
parylene-C sample was held on the sample holder and the x-ray was scanning the sample 
with the angle from 10° to 40° continuously, which took 5.3 minutes to finish one 
scanning.  The temperature was ramped from room temperature to 100°C at the rate of 
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3°C/min.  An inert gas of helium was flushed into the chamber all the time during the 
scanning to eliminate any possible oxidation effect. 
A typical XRD scanning results showing the curve from 10°–30°is shown in 
Figure 5-13.  It can be seen that a clear peak happens at 2θ = ~ 14°, which represents the 
(020) surface of the monoclinic unit cell.  Lots of information can be obtained from the 
XRD results and they are introduced and defined as follows. 
 
 
Figure 5-13: Typical XRD scanning results showing curve from 10°–30°C 
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Two fundamental approaches are usually utilized to calculate the material’s 
crystallinity through the XRD scanning results.  If either completely amorphous or 
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way to determine the crystallinity is using Hermans method [215–218], which resolves 
the curve into amorphous and crystallized portions, as shown in Figure 5-13.  The 
crystallinity is then defined as the ratio of the crystallized portions, i.e., area bounded by 
the back and red lines in Figure 5-13, to the whole area under the black line. 
Because the parylene-C shows as neither a completely amorphous nor completely 
crystallized polymer right after the deposition, Hermans method is adopted here to 
estimate the parylene-C’s crystallinity [174, 210].  However, even though the boundary 
in Figure 5-13 can be determined by the commercial software, the estimated crystallinity 
still varies based on the algorithm of the boundary determinations.  Since the crystallinity 
of the as-deposited parylene-C has been published as 60%, all our XRD results were 
calibrated to this crystallinity of the as-deposited parylene-C and then the crystallinity at 
any state was estimated based on this assumption.  It is obvious that the crystallinity 
obtained in our experiments is not absolute, but only for comparison purposes. 
5.5.1.1.2 d-spacing 
d-spacing represents the interplanar spacing of two crystallite planes.  d-spacing, 
d, can be calculated by Bragg’s diffraction law as 
 2𝑑𝑠𝑖𝑛𝜃𝐵 = 𝑛𝜆, (5-1) 
where θB is the Bragg angle, which can obtained from the location of the peak in Figure 
5-13.  λ is the wavelength of the emitting x-ray, which is 1.5406 Å.  For the peak at      
2θB = ~ 14°, n = 1. 
5.5.1.1.3 Crystallite size 
The crystallite size, D, can be obtained using Scherrer’s formula: 
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𝐷 = 0.9𝜆
𝐵𝑐𝑜𝑠𝜃𝐵
, (5-2) 
where λ and θB are the same as in eqn. (5-1).  B is the full width at half maximum 
(FWHM), which can be found from the XRD results by commercial software. 
Figure 5-14 shows the in situ XRD measurement results of the parylene-C 
consecutively annealed at 100°C in Helium.  The first obtained curve was at the 
temperature of 30°C due to the machine’s limitation.  After the temperature reached 
100°C, the machine scanned the sample every 5.3 minutes.  It can be seen from Figure 
5-14 that the height of the curve grows fast between 30° and 100°C.  Once the 
temperature stabilizes at 100°C, the height keeps growing, but grows at a much slower 
rate.  As the temperature ramp rate here is 3°C/min, the time constant of the parylene-C 
crystallization will be evaluated in Section 5.5.2 by individually annealing every sample. 
 
Figure 5-14: XRD results of in situ XRD measurement of parylene-C consecutively 
annealed at 100°C in helium 
12.0 12.5 13.0 13.5 14.0 14.5 15.0 15.5 16.0
0
1000
2000
3000
4000
5000
6000
7000
8000
9000
 100oC @ 309.5 min.
 100oC @ 208.8 min.
 100oC @   92.2 min.
 100oC @   60.4 min.
 100oC @   44.5 min.
 100oC @   39.2 min.
 100oC @   33.9 min.
   30oC @     5.3 min.
Co
un
ts
Position [o2θ] (Copper (Cu))
175 
 
Table 5-5 is the list of the calculated parameters using the in-situ XRD measuring 
results of the parylene-C consecutively annealed at 100°C in helium.  It can be seen that 
the crystallinity is growing up with the annealing time.  The crystallinity does not go back 
after the parylene-C cools down to 30°C, meaning that the parylene-C structure has gone 
through crystallization and is irreversible.  The position of the peak of 2θ is found to be at 
around 14°.  The angle decreases to a bit less than 14.0194 during the annealing, but goes 
back to 14.1330.  The varying 2θ position implies that d-spacing is changing during 
annealing.  It can be found that the d-spacing increases more during 30–100°C than 
staying at 100°C.  The d-spacing increase, therefore, could be explained by the thermal 
expansion of the parylene-C.  Although the height is found to increase during the 
annealing, the FWHM, however, is also found to be narrower at the same time.  The 
decreasing of the FWHM results in the increasing of the parylene-C crystallite size.  As 
aforementioned, the crystallinity obtained through Hermans method for parylene-C is not 
absolute, it is more reasonable to use parylene-C crystallite size to analyze the level of the 
parylene-C crystallization behavior.  The crystallite size of parylene-C annealed 
consecutively at 100°C versus annealing time is shown in Figure 5-15.  It is found that 
the crystallite size saturates quickly once the temperature reaches 100°C, meaning that 
the crystallization of parylene-C responds spontaneously to the environmental 
temperature increase.  The results show that the crystallite size saturates within 10 
minutes.  As the temperature ramping rate is slow, the time constant will be studied in 
Section 5.5.2 by annealing the samples in a pre-heated convection oven with different 
annealing time to mimic the step temperature change. 
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Table 5-5: A list of calculated parameters using the in situ XRD measurement results of 
parylene-C consecutively annealed at 100°C in helium 
Time Temperature Crystallinity Position Height FWHM d-spacing Crystallite size 
min °C % 2θ Counts 2θ Å Å 
5.3 30 60.34 14.1755 2645.00 1.3382 6.2480 59.8226 
33.93 100 86.39 14.0408 5985.00 0.9368 6.3076 85.4430 
39.23 100 89.06 14.0277 6792.00 0.9368 6.3135 85.4418 
44.53 100 89.81 14.0260 7146.00 0.8029 6.3143 99.6908 
60.43 100 89.70 14.0261 7565.00 0.8029 6.3142 99.6908 
92.23 100 90.45 14.0215 7944.00 0.8029 6.3163 99.6903 
208.8 100 91.71 14.0199 8349.00 0.8029 6.3170 99.6901 
309.5 100 90.45 14.0194 8476.00 0.6691 6.3172 119.6251 
320.7 30 90.27 14.1330 8407.00 0.8029 6.2667 99.7023 
 
 
Figure 5-15: Crystallite size growing history of parylene-C annealed at 100°C in helium 
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5.5.1.2 In situ temperature ramping annealing study 
Another experiment was performed to study the crystallization effect at different 
temperatures.  In this experiment, the environmental temperature of the parylene-C 
sample was ramped up at the rate of 3°C/min up to 300°C.  Each scanning also took 5.3 
minutes, and the machine kept scanning the sample 6 times after the machine reached the 
targeted temperature; hence the parylene-C sample would experience each annealing 
temperature for about 31.8 minutes.  Helium was also used during the experiment to 
prevent the oxidation especially in the high temperature. 
The XRD results of the annealing temperatures from 30° to 50°C are shown in 
Figure 5-16.  For temperature from 80°–250°C, the results are shown in Figure 5-17 in 
comparison with the result for 30°C.  For Figure 5-16 and Figure 5-17, only the sixth 
scanning results for each temperature was selected and drawn, which is believed to be 
closely enough to reflect the crystallization saturation at each temperature.  The derived 
crystallization parameters are listed in Table 5-6, and the crystallite growing history is 
shown in Figure 5-18.  It is found from Figure 5-16 that parylene-C show very little 
crystallization when the temperature is below (including) 50°C.  Although the curve of 
50°C in Figure 5-16 is higher than that of the lower temperatures, the calculated 
crystallite size at 50°C still does not show any clue of growing up, which would imply 
that the crystallization does not happen yet, but have a more organized structure at 50°C.  
This phenomenon agrees well with the measured length change in 5.3.2.  The result again 
proves that the parylene-C does not crystallize (or crystallize very little) below 50°C, i.e., 
the glass transition temperature, which can be explained well by thermodynamics.  After 
the temperature is over 50°C, the height of the XRD curve starts to grow up dramatically, 
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and also shifts to the left as the temperature increases.  This shift results in the increase of 
the d-spacing, which can be explained as the thermal expansion.  The crystallite size also 
starts to increase when the temperature ramps up higher than 50°C and keeps growing as 
the temperature increases until 250°C.  When the temperature reaches 300°C, the 
crystallize size suddenly drops, because it is believed that the parylene-C has been 
decomposed or melted, as shown in Figure 5-18.  The obtained parylene-C decomposing 
(or melting) temperature agrees well with the literature value of 290°C [100, 101].  
Although the XRD curves of each temperature is always getting higher in the first 
scanning, the crystallite size shown Figure 5-18 demonstrates a flat line at most of the 
temperatures, except at 80° and 100°C.  It reveals that the crystallization of parylene-C is 
very likely to have been done within the first 5.3 minutes scanning.  The non-flat results 
at 80° and 100°C implies that the higher the annealing temperature, the shorter the 
crystallization time constant. 
 
Figure 5-16: XRD results of parylene-C annealed at 30°, 37°, 40°, and 50°C 
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Figure 5-17: XRD results of in situ XRD measurement of parylene-C consecutively 
annealed at different temperatures in helium.  Temperature ramping rate = 3°C/min. 
Table 5-6: A list of calculated parameters based on the in situ XRD measurement of 
parylene-C consecutively annealed at different temperatures in helium 
Time Temperature Crystallinity Position Height FWHM d-spacing Crystallite size 
min °C % 2θ Counts 2θ Å Å 
31.8 30 62.20 14.0482 2914.00 1.3382 6.3044 59.8144 
65.7 37 60.74 14.0285 2935.00 1.3382 6.3132 59.8131 
98.1 40 59.65 14.0473 2981.00 1.3382 6.3047 59.8143 
133.0 50 58.11 14.0055 3273.00 1.3382 6.3235 59.8117 
174.7 80 69.65 13.9203 5865.00 0.9368 6.3620 85.4320 
213.1 100 75.04 13.8757 8117.00 0.8029 6.3823 99.6748 
251.2 120 79.86 13.8393 10725.00 0.8029 6.3990 99.6709 
292.6 150 81.64 13.7948 15898.00 0.6691 6.4196 119.5965 
340.7 200 85.73 13.7270 27791.00 0.5353 6.4511 149.4794 
388.8 250 86.21 13.6667 45185.00 0.5353 6.4795 149.4699 
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Figure 5-18: Crystallite size growing history of parylene-C annealed at different 
temperatures in helium 
5.5.2 Time constant of parylene-C annealed at 100°C 
Hsu has suggested in 2008 that the crystallization reaction is likely to be 
completed during the brief 20 min of annealing [201].  To find the time constant of the 
crystallization of the parylene-C at 100°C, several parylene-C samples were annealed at 
100°C but for different annealing durations. To mimic a step-function temperature 
increasing profile, a convection oven was first pre-heated to 100°C before the samples 
were put in.  The samples were taken out when the desired annealing time was up and 
then scanned separately by XRD machine. 
The list of the XRD results of all parylene-C samples with different thermal 
treatment is shown in Table 5-7.  It can be found that the crystallite size grows very fast 
in the early annealing process and saturates at 99.7 Å in two minutes.  The crystallite size 
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as a function of the annealing time is drawn in Figure 5-19.  The data points are curve 
fitted to the exponential equation as follows: 
 crystallite size= 𝐴 + 𝐵𝑒𝑥𝑝 �− 𝑡
𝜏
�, (5-3) 
where A and B are constants and τ is the time constant.  The curve fitting result shows 
that A is 99.98 Å, B is -40.50 Å and the time constant is 0.845 min.  The short time 
constant means that parylene-C is very sensitive to heat and crystallization happens very 
fast at the annealing temperature.  It is attributed to that the polymer chain motion is 
restricted during the vapor deposition polymerization (VDP), hence the as-deposited 
parylene-C is generally in a metastable state, which means parylene-C is not fully 
crystallized right after the VDP [101, 219].  It is postulated that the parylene-C’s polymer 
chain tends to move immediately once the temperature reaches the temperature higher 
than the glass transition temperature and the crystallization takes place easily afterward. 
 
Figure 5-19: The crystallite size versus the annealing time 
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Table 5-7: The lists of the parameters of the crystallization of parylene-C individually 
annealed at 100°C for different annealing times 
Time Temperature Crystallinity Position FWHM d-spacing Crystallite size 
min °C % 2θ 2θ Å Å 
0 Room Temperature 60.11 13.9535 1.3382 6.3469 59.8083 
1 100 70.12 13.9141 0.9368 6.3648 85.4314 
2 100 67.65 14.1324 0.8029 6.2670 99.7022 
4 100 73.41 13.9785 0.8029 6.3356 99.6857 
6 100 75.79 13.9886 0.8029 6.3311 99.6868 
8 100 73.89 13.9729 0.8029 6.3382 99.6851 
10 100 73.72 13.9776 0.8029 6.3360 99.6856 
20 100 78.67 13.9615 0.8029 6.3433 99.6839 
40 100 77.99 13.9894 0.8029 6.3307 99.6869 
120 100 75.05 13.9910 0.8029 6.3300 99.6870 
 
5.5.3 Effect of deposition pressure difference 
In the previous research, it is found that increasing the deposition pressure will 
also increase the deposition rate [201] but decrease the crystallinity [104, 220].  When 
previous researchers were doing the parylene-C crystallization study, many of them 
usually used the height (or counts) signal of the XRD scanning results to represent 
parylene-C crystallinity [104, 201].  However, as has been discussed before, the FWHM 
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also narrows when the curve height increases, therefore the height might not be an 
adequate indicator to describe parylene-C’s crystallization behavior. 
Rather than using the height of the XRD results, the parylene-C’s crystallite size 
is used to study the parylene-C’s crystallization behavior in this section.  Another as-
deposited parylene-C film deposited at 35 mTorr was also prepared and scanned by the 
XRD machine.  The calculated crystallization parameters are shown in Table 5-8 and the 
scanning results are shown in Figure 5-17 with the curve of 22 mTorr shown together for 
comparison.  It is found that the peak of 35 mTorr curve is lower than 22 mTorr as 
expected.  On the other hand, the obtained 2θ position, d-spacing, and the crystallite size 
are all very similar between the two parylene-C deposited at different pressures.  
Therefore it could be concluded that the crystallite structures of the two parylene-C films 
with different deposition conditions should be similar.  The lower height (or intensity), 
and hence the lower crystallinity, of the parylene-C deposited at 35 mTorr is likely 
attributed to the fact that the percentage of amorphous phase is higher in parylene-C 
deposited at 35 mTorr than 22 mTorr.  The corresponding mechanical properties will be 
discussed in detail in Sections 5.7–5.9. 
Table 5-8: XRD results of two as-deposited parylene-C films deposited at 22 mTorr and 
35 mTorr, respectively 
Deposition 
pressure Crystallinity Position Height FWHM d-spacing 
Crystallite 
size 
mTorr % 2θ Counts 2θ Å Å 
22 60.27 14.0241 3979.00 1.3382 6.3151 59.8129 
35 21.95 14.0507 1824.00 1.2044 6.3032 66.4595 
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Figure 5-20: Comparison of the results of XRD measurement of parylene-C deposited at 
22 mT and 35 mT 
5.5.4 Summary and discussion 
In this section, the crystallinity of parylene-C annealed at various temperatures or 
deposited at different pressures is studied.  The time constant of parylene-C annealed at 
100ºC is found to be around 0.845 minutes.  It infers that as-deposited parylene-C is at a 
metastable state and is very sensitive to heat.  The crystallization at 100ºC could be done 
within only less than one minute.  The in situ ramping temperature experiments show that 
the parylene-C starts to crystallize above the glass transition temperature, which is found 
to be 50ºC in this section via XRD approach.  In addition, the crystallinity, or crystallite 
size increases as the annealing temperature increases. 
In our experiments, the crystallite size of as-deposited parylene-C is found to be  
~ 59.8 Å and increases to ~ 149.5 Å at 250ºC and parylene-C decomposes at 300ºC.  It is 
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pointed out in Section 5.2 that the molecular length of the parylene-N is about 2000–4000 
units per chain.  If the unit length of 6.58Å is used, the chain length could be about 
13160–26320 Å, or 1.32–2.63 µm. Based on the crystallite size shown in this section, it 
can be concluded that the one parylene-C polymer chain is very likely to contribute to 
more than one single parylene-C crystallite.  The hypothesis is that parts of the long 
parylene-C polymer chain are folded to form multiple ordered crystalline structures, or 
called lamella, which might happen irregularly in between single polymer chain [221].  
The rest of the polymer chain remains in amorphous type.  When the parylene-C is heated 
up, the parylene-C polymer gets enough energy to move, therefore more polymer chains 
become well-organized, and therefore results in the length shortening shown in Section 
5.3.  It has been reported that another XRD peak happens at 28.2º when the parylene-C is 
annealed at 200ºC.  The same phenomenon is also found in our XRD scanning results.  It 
is very likely that another structure transformation takes place at this temperature.  
However, to our best knowledge, not too many papers have been working on the effect of 
the generation of this peak.  The future work would focus on the cause of this peak and 
its corresponding crystallite structure.  In addition, the future work would also focus on 
an another interesting claim which was made by Shaw in 1970 [222].  They claimed that 
the free radicals buried in the parylene film would react with other radicals at other 
polymer chain ends when annealing directly after the film deposition. Therefore the 
annealing process would terminate the as-deposited parylene film radicals and the 
radicals would not react with the available oxygen.  It might imply that the annealing of 
as-deposited parylene-C film could hinder the oxidation of the material, which is very 
worthwhile to look into. 
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5.6 Glass Transition Temperature 
It is well known that viscoelastic behaviors of polymers differ below and above 
the glass transition temperature.  To understand the mechanism of polymer transition, the 
concept of free volume is first introduced in the first part of this section.  The free volume 
of the polymer is defined as the space a molecule has for internal movement [223].  The 
polymer chain cannot move freely if there is not enough space for a single C-C bond to 
rotate.  It is believed that the typical free volume of the polymer is 2.5 Vol.-% and it 
requires free volume to be greater than 2.5 Vol.-% for macromolecules to start to move 
[185]. 
 
Figure 5-21: Elastic modulus response versus temperature change 
As shown in Figure 5-21, the leftmost region is called glassy region.  In this 
region, the material has relatively higher and flatter elastic modulus than others.  The 
macromolecule is ceased in the glassy region and hence the polymer behaves like a 
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perfect elastic material at low temperature.  It has been demonstrated that the free volume 
increases as the temperature increases [185, 223].  Therefore, as the temperature goes 
over a critical temperature, i.e., glass transition (or second transition) temperature, Tg, the 
free volume increases to be higher than 2.5 Vol.-%, permitting different kind of chain 
movements as well as moving in various directions [185, 223].  In addition, higher 
temperature also provides the polymer chain more energy and makes the chain movement 
even easier.  Therefore, the elastic modulus decreases gradually due to this higher 
polymer chain mobility. 
Glass transition temperature denotes a plastic material’s onset of the transition of 
the reduced Young’s modulus.  The transition usually appears as a temperature range 
rather than just a deep-dropping step.  This transition range is called the glass transition 
range.  When the temperature passes the glass transition region, the elastic modulus 
enters another region called rubbery region.  The plastic in this region has rubber-like 
response and its behavior can be predicted by viscous materials’ model.  The glass 
transition temperature usually defines one end of the materials’ usage temperature, 
depending on what value the strength and stiffness is needed.  The material can be used 
in the glassy region with a higher elastic modulus, or in the rubbery region with a lower 
elastic modulus.  In any case, however, the operating range of the material should not fall 
within the glass transition region to avoid unpredictable material behaviors.  Therefore, 
knowing the elastic modulus with a broad temperature spectrum and the temperature 
range of each region helps us select the right materials and also use it in the right 
operating temperature range.  Furthermore, understanding the mechanism of the polymer 
elastic modulus transition can even help us tailor the materials’ glass transition 
188 
 
temperature to fit our needs.  This section would focus on the measurement of the glass 
transition temperature range of parylene-C and also several possible ways to modify it. 
5.6.1 Identification of glass transition temperature 
5.6.1.1 Reported glass transition temperature of parylene-C 
Gorham did the first experiment to measure the glass transition temperature of 
parylene-C [172] in 1966 using secant modulus-temperature curve, and characterized 
parylene-C’s glass transition temperature to be 80ºC.  Many researchers have attempted 
to study parylene-C’s Tg after Gorham.  A table listing some Tg measuring results is 
shown in Table 5-9.  Although most the Tg values lie in the range of 13-150ºC, the result 
demonstrate a sporadically spread numbers, indicating that the complexity of measuring 
paylene-C’s glass transition temperature.  As this second transition is attributed to the 
polymer movement as described before, it is postulated that the variation might be due to 
the parylene-C property difference (structure or crystallinity) of the samples obtained by 
different research groups, which might be influenced by different deposition conditions 
or post-deposition treatments.  In this section, not only as-deposited parylene-C’s Tg is 
characterized, but Tg of parylene-C annealed in different temperatures and environments 
is also studied to understand the Tg change with respect to the temperature, i.e., 
crystallinity. 
As shown in Table 5-9, multiple approaches can be applied to measure parylene-
C’s glass transition temperature.  From engineering point of view, measuring the 
relationship of the elastic modulus with respect to the temperature is most useful as it 
provides the information of not only elastic modulus at different temperature, but also the 
material thermodynamic properties including glass transition temperature.  In this section, 
189 
 
the elastic modulus was measured by two methods: ramping-temperature-dependent 
modulus experiment and dynamic mechanical analysis (DMA). 
Table 5-9: Some of the previous published parylene-C Tg characterizing results 
Study Tg (ºC) Approach Post script 
Gorham, 1966 [172] 80 Secant modulus  
Gilch, 1966 [224] 70 NA  
Kubo, 1972 [199] 50–80 NA  
Alpaugh, 1974 [225] 50 DSC  
Iwamoto, 1975 [198] 65 DSC 
As-deposited parylene-N, 
Heating rate: 10°C/min, 
Nitrogen atmosphere, 
Measured Tg varies with respect 
to the polymerization 
temperature (Tg=63–78) 
Beach, 1989 [101] 13 NA Tg is expected to have similar Tg as parylene-N’s. 
Dabral, 1991[110] 150 Stress-temperature curve 
Likely to be 50ºC, according to 
the presented data. 
Gratten, 1991 [187] 110 NA  
Senkevich, 1999 and 
2000 [184, 226] 35–36, 44 DSC 
Different testing rate corresponds 
to different Tg results. 
Quoted by Kamezawa, Suzuki 
and Kasagi as 50°C [227]. 
Noh, 2004 [228, 
229] < 90 DSC  
Huang, 2005 [183] 42.5–62.5 Thermal coefficient of thickness expansion 
Tg is 10°C higher when thickness 
is < 50 nm. 
Youn, 2007 [220] 90 NA  
Tewari, 2009 [230] 70 Current density peak 1-µm-thick sample 
 
5.6.1.2 Ramping-temperature-dependent modulus experiment 
The concept of this ramping-temperature-dependent modulus experiment is 
shown in Figure 5-22.  The test was done with samples under a temperature ramping 
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from -20°C to 150°C.  During the temperature ramping, a series of short and quick tensile 
tests were performed under 0.3N as the applied static force.  In Figure 5-22, every peak 
represents one uniaxial tensile test.  The stress-strain curve of every uniaxial tensile test is 
obtained and the elastic modulus is calculated. 
 
 
Figure 5-22: Concept of the ramping-temperature-dependent modulus experiment.  Every 
peak represents one uniaxial tensile test. 
Figure 5-23 shows four typical elastic modulus (Young’s modulus) versus 
temperature curves, which are characterized by the ramping-temperature-dependent 
modulus experiments.  Each curve in the Figure 5-23 can be identified into three regions: 
the glassy region, the transition region and the rubbery region.  The measured elastic 
modulus and temperature range of each range of four differently-treated parylene-C are 
shown in Table 5-10.  The first region (glassy region) shows the glassy state of the testing 
sample.  The measured elastic modulus of parylene-C at this region varies mildly before 
the temperature reaches the onset of the next region.  The range of the glass transition 
region was found between 30–60°C for as-deposited paryleneC and 80–120°C for 
parylene-C annealed at 100°C.  When the temperature reaches the glass transition region, 
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the elastic modulus starts to drop quickly until the temperature reaches the onset of the 
third region, which is 60°C for as-deposited parylene-C and 120°C for parylene-C 
annealed at 100°C. 
 
Figure 5-23: Elastic (Young’s) modulus versus temperature curve.  The transition region 
I represents the general glass transition region for as-deposited parylene-C, while 
transition region II represents the general glass transition region for parylene-C annealed 
at 100°C. 
The four glass transition temperatures, Tg, which is normally defined as the 
maximum turndown point in the curve, i.e., maximum 𝑑2𝐸/𝑑𝑇2 [231], are found and 
shown all in Table 5-10.  The obtained Tg of as-deposited parylene-C are both 50°C for 
samples deposited at 22 mTorr and 35 mTorr. The Tg of parylene-C annealed at 100°C is 
between 100–120°C, which will be identified more clearly in the next section.  The 
elastic modulus of the parylene-C obtained in the rubbery region was approximately one 
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order smaller than in the glassy region, implying that parylene-C can be stretched much 
easier than in its glassy state. 
Table 5-10: Measured elastic modulus and temperature range of glassy, transition, and 
rubbery regions 
Parylene-C 
treatment 
Glassy region 
range  Transition region range  
Rubbery region 
range  
GPa (°C) GPa (°C) 
Glass transition 
temperature, Tg 
(°C) 
GPa (°C) 
As-deposited 
(22 mT) 
3.38–2.68 -20–30 2.68–0.96 30–60 50 0.96–0.29 60–200 
As-deposited 
(35 mT) 
3.57–2.64 -20–30 2.64–1.12 30–60 50 1.12–0.50 60–150 
As-deposited 
annealed at 
100°C for 1 day 
4.88–2.31 -20–80 2.31–0.68 80–120 100 0.68–0.19 120–200 
As-deposited 
annealed at 
100°C for 3 days 
6.15–3.08 -20–80 3.08–1.00 80–120 100 1.00–0.33 120–200 
 
Although the ramping-temperature-dependent modulus experiment has shown its 
success characterizing Tg of the parylene-C samples, the uniaxial tensile test performed in 
this method is not continuous. If the temperature increment is too large, the Tg cannot be 
clearly resolved and only a rough Tg range can be identified.  The Tg of parylene-C 
annealed at 100°C in Figure 5-23 demonstrates the problem.  Another approach called 
dynamic mechanical analysis is commonly adopted to solve this problem and is 
introduced in the next section. 
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5.6.1.3 Dynamic mechanical analysis 
Dynamic Mechanical Analysis (DMA) is a technique used to study material’s 
viscoelastic/viscoplastic properties.  As show in Figure 5-24 (a), the machine applied a 
continuous sinusoidal oscillatory stress, which is within material’s linear elastic region, 
either by torsion, compression or tension to the specimen.  The responded sinusoidal 
strain is recorded with respect to the time and the phase delay, δ, between the applied 
stress and the responded strain can be found as well.  For a perfectly elastic material, δ 
equals to 0°; for a viscous material, δ equals to 90°.  If δ falls in between 0° and 90°, the 
material is called viscoelastic material [223].  If the amplitude of the measured strain, ε, is 
denoted as ε0, the frequency of the applied stress is ω, the measured strain can be 
represented as 
 𝜀 = 𝜀0 sin(𝜔𝑡 + 𝛿) = 𝜀0𝑐𝑜𝑠𝛿 sin(𝜔𝑡) + 𝜀0𝑠𝑖𝑛𝛿 cos(𝜔𝑡) = 𝜀′ sin(𝜔𝑡) + 𝜀" cos(𝜔𝑡), (5-4) 
or 
 𝜀∗ = 𝜀′ + 𝑖𝜀", (5-5) 
where ε*is called the complex strain, ε’ is the strain which is in-phase with the applied 
stress and the ε” is the out-of-phase strain.  If the amplitude of applied stress is σ0, the 
modulus of the material can also be considered and represented as: 
 𝐸 = �𝜎0
𝜀0
� 𝑐𝑜𝑠𝛿 + �𝜎0
𝜀0
� 𝑠𝑖𝑛𝛿 = 𝐸′ + 𝑖𝐸", (5-6) 
or 
 𝐸∗ = 𝐸′ + 𝑖𝐸", (5-7) 
where E*is called the complex modulus and the E’ is called the storage modulus and the 
E” is called the loss modulus.  The relationships of E*, E’, and E” can be shown in 
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Figure 5-24 (b).  Physically, E” represents the energy dissipation of the materials during 
the oscillatory excitation.  E’ represents how elastic the material is and ideally it is 
equivalent to Young’s modulus [223].  Tan δ is the parameter representing the damping 
properties of the materials.  Tan δ is an indicator of how efficiently the materials loses 
energy to molecular rearrangements and internal friction [223]. 
 
 
Figure 5-24: The concept of dynamic analytical analysis.  (a) A sinusoidal oscillatory 
stress is applied and the material’s sinusoidal strain response with a phase delay 
(viscoelastic materials) is measured.  (b) The relationship of complex modulus (E*), the 
storage modulus (E’), and the loss modulus (E”) 
This sinusoidal oscillatory experiment can be performed under different 
temperatures and the corresponding mechanical parameters are then measured and 
calculated.  A typical DMA result is shown in Figure 5-25.  The solid line represents the 
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storage modulus of the specimen.  For the rest of the two lines, one is the loss modulus 
and the other one is tan δ.  It can be seen that the tan δ increases as the storage modulus 
decreases and the loss modulus increases.  The tan δ reaches its maximum at the 
maximum ratio of the loss modulus to the storage modulus. 
 
 
Figure 5-25: A typical DMA testing curve showing the results of storage modulus, loss 
modulus, and tan delta.  Every curve has its corresponding definition to identify Tg. 
Three different ways corresponding to the three curves in Figure 5-25 are 
commonly used to identify Tg of the testing samples from the DMA results [185].  For 
the storage modulus curve, the glass transition temperature, Tg, is defined at the inflection 
point of the glass transition region.  The onset temperature of the glass transition region, 
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Ti, is defined as the intersection of the two tangents of the storage modulus curve in the 
glassy region and the glass transition region.  The onset temperature of the rubbery 
region, or the end of the glass transition region, Tf, is defined as the intersection of the 
two tangents of the storage modulus curve in the glass transition region and the rubbery 
region.  The glass transition temperature of the loss modulus curve and the tan δ curve 
are both defined as the peak of the curves.  As the storage modulus represents the 
Young’s modulus, it is more meaningful to use the storage modulus curve to study the 
glass transition region, and therefore will be used in our whole glass transition 
temperature study. 
To compare the accuracy and the capability of the two approaches discussed 
above, a comparison of two typical results of the two approaches is shown in Figure 5-26.  
The sample tested is the parylene-C annealed at 100°C for one day in vacuum oven.  The 
Tg provided by DMA is 113.1°C and the other method measures the Tg to be in the range 
between 100°C and 110°C.  The comparison shows that two methods both provide results 
which are very close to each other.  The discrepancy found between two curves might be 
attributed to the testing frequency difference, which is worth more studying.  From the 
analytical point of view, however, the DMA approach provides a much smoother, non-
interrupted curve so that Tg is able to be defined more accurately.  Therefore, DMA 
measurement is generally used in most glass transition temperature study in the thesis 
unless otherwise specified. 
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Figure 5-26: A comparison of the results of the ramping-temperature-dependent modulus 
experiment and the DMA test.  Parylene-C sample was annealed at 100°C for one day in 
vacuum.  Tg is found at the inflection point of each glass transition region. 
5.6.2 Measuring results and discussion 
Several selected measured storage modulus curves and their obtained 
corresponding Tg are shown in Figure 5-27, Figure 5-28, Figure 5-29, and Figure 5-30.  
The convection oven used in the Tg measurement experiment was always preheated to the 
target temperature before the parylene-C sample loading, and therefore samples always 
experienced step-function temperature profile during the annealing.  In Figure 5-27, three 
samples were annealed at 100°C but for different annealing times with one curve 
representing the as-deposited parylene-C for comparison purposes.  In Figure 5-28, four 
parylene-C samples were all annealed at 100°C, but for a different period of times shorter 
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than Figure 5-27, with one as-deposited parylene-C result for comparison.  In Figure 
5-29, two parylene-C samples were annealed at 200°C in vacuum for one and two days 
and one parylene-C annealed at 100°C for two days, with one as-deposited parylene-C 
result for comparison.  In Figure 5-30, seven parylene-C samples were annealed at 
different temperatures as shown in the DMAQ800 chamber (no vacuum) for the first 30 
minutes followed by the regular Tg measurement procedures.  Several observations and 
conclusions can be found from those four figures: 
1. It is clearly seen from Figure 5-27 to Figure 5-30 that the measured Tg increases 
as the annealing temperature increases.  As shown in Figure 5-29, because all the 
parylene-C samples shown in the figure were all annealed in vacuum, the 
possibility of the oxidation effect could be eliminated.  Therefore, the Tg 
increment is very likely attributed to the crystallinity increase after the parylene-C 
annealed at high temperature.  Compared to the amorphous part of the polymer, 
the crystallite part is generally assumed to be much stronger and will remain 
intact under the applied force [185].  As it has been verified in Section 5.5 that the 
crystallinity increases when the annealing temperature increases, the deformable 
amorphous part of the annealed parylene-C reduces.  Owing to the less 
amorphous part after higher temperature annealing, the molecular structure of 
parylene-C becomes more difficult to move, and hence the Tg is obtained to be 
higher after annealed.  The result found agrees well with Senkevich’s observation: 
“semicrystalline polymers exhibit an increase in their Tg, a larger Tg range and a 
decrease in ΔCp, making Tg determination more difficult as less amorphous 
material exists to contribute to the Tg” [184]. 
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2. The measured Tg increases as the annealing time increases.  The effect can be 
found in Figure 5-27 to Figure 5-29.  This phenomenon could be explained by the 
same reason of parylene-C crystallinity increment.  As described in Section 5.5 
that the longer annealing time increases the crystallinity of the parylene-C, and 
therefore it can thus increase the Tg as well, as the amorphous part is the weaker 
part inside the polymer. 
3. It is also found that the Tg increases extremely fast at the early stage of the 
annealing when it experiences the elevated temperature.   As shown in Figure 
5-28, it can be seen that Tg increases to 86.2°C after the first 30sec of annealing at 
100°C and the Tg increasing rate slows down afterward.  According to the 
previous conclusion that parylene-C’s Tg increases due to its crystallization, the 
testing result is another strong evidence that parylene-C crystallizes fast when it 
experiences temperature higher than its Tg, i.e., ~ 50°C found from Section 
5.6.1.2.  It further confirms that the time constant of the parylene-C crystallization 
is shorter than one minute, which agrees well with our findings in Section 5.5.2. 
4. From Figure 5-27 to Figure 5-30, it is found that the obtained Tg is usually close 
to, but a bit higher than, the annealing temperature.  This can be explained that the 
free volume inside the annealed paryelne-C has been reduced to or lower than 
2.5% [185] during the annealing.  As it requires making the free volume go over 
2.5% to make the parylene-C reach glass transition again, the temperature needs 
to go at least as high as or even a bit higher than the prior annealing temperature 
and therefore the re-measured Tg will be close to the prior annealing temperature. 
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5. The glass transition region of the storage modulus curve of parylene-C annealed 
at 200°C becomes very vague and hard to find a definite Tg.  According to the 
trend of other Tg of the parylene-C annealed at lower temperature, this Tg might 
be higher than 200°C and cannot be defined from Figure 5-29 because of the 
insufficient testing data.  Both curves of parylene-C annealed at 200°C for either 
one or two days shown in Figure 5-29 look like almost linear, which implies 
parylene-C would behave similar to the perfectly elastic material at temperatures 
lower than 200°C after annealed at 200°C.  This will be verified again by the 
creep tests in Section 5.8.1. 
6. It can be found from Figure 5-30 that there is no significant difference between 
the Tg measured at the temperature at 20°C and 40°C.  As the Tg of the as-
deposited parylene-C can been revealed to be around 50°C from Figure 5-27, it is 
hypothesized that the crystallization does not happen at temperatures less or equal 
to 40°C.  Therefore, when the parylene-C is annealed at 20 or 40°C, there is not 
enough energy to cause the parylene-C polymer chains to move and crystallize.  It 
could be concluded that Tg of parylene-C will not change as long as the prior 
annealing temperature is less than Tg. 
7. The measured elastic modulus, i.e., Young’s modulus, increases when either the 
annealing temperature or time increases.  As it is generally believed that the 
crystallite has a much stronger modulus than amorphous part, it could also imply 
that more parylene-C is crystallized at higher annealing temperatures or longer 
annealing times.  This finding agrees well with what has been found in Section 
5.5.  In addition, the descending slopes of the storage modulus are all very similar 
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before and after the glass transition region.  In the same region, either glassy or 
rubbery region, the descending slopes of the storage modulus curve of every 
sample are also similar to each other no matter what kind of treatment the sample 
has experienced prior to the DMA test. 
8. It is observed that the glass transition range tends to broaden as either the 
annealing temperature or annealing time increases.  It is also likely due to that fact 
that the amorphous part of the annealed parylene-C is reduced, and therefore it 
takes more energy, i.e., higher temperature, to bring parylene-C into the rubbery 
region. 
 
Figure 5-27: Measured Tg of four parylene-C annealed in different conditions: 3 samples 
at 100°C, with as-deposited parylene-C as a comparison 
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Figure 5-28: Measured Tg of parylene-C samples all annealed in 100°C but for different 
times: 30 sec, 1 min, 3 min, and 30 min 
 
Figure 5-29: Measured Tg of four parylene-C samples annealed in different temperatures 
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Figure 5-30: Measured Tg of seven parylene-C samples annealed in different 
temperatures.  Samples were annealed in the DMA Q800 chamber for 30 min prior to the 
Tg test. 
Table 5-11 systematically and quantitatively displays the measured Tg and the 
glass transition region of every testing sample shown in Figure 5-27 through Figure 5-30.  
In addition, the Tg obtained by the peak of loss modulus curve and the tan δ curve are 
also listed for comparison. 
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Table 5-11: Measured glass transition temperature via DMA approach 
Parylene-C treatment 
Tg obtained by 
storage modulus 
(°C) 
Tg obtained by 
peak of loss 
modulus 
(°C) 
Tg obtained 
by 
peak of tan δ 
Sample treated in DMA 
chamber Ti Tg Tf ΔT TL  
As-deposited 50.2 53.4 57.0 6.8 68.4 94.1 
40°C in air for 30 min 50.8 53.7 55.5 4.7 67.2 91.6 
60°C in air for 30 min 65.3 69.6 73.3 8 78.15 93.84 
80°C in air for 30 min 83.6 88.2 94.9 11.3 95.3 101.14 
100°C in air for 30 min 105.6 108.2 115.6 10 113.9 119.1 
120°C in air for 30 min 124.9 131.0 138.0 13.1 136.8 143.6 
150°C in air for 30 min 155.3 161.1 169.1 13.8 168.9 - 
Sample treated outside 
DMA chamber Ti Tg Tf ΔT TL  
As-deposited at 35 mT 52.5 55.1 58.8 6.3 71.6 92 
As-deposited 50.2 53.4 57.0 6.8 68.4 94.1 
100°C in air for 30 sec 78.4 87.3 98.4 20 95.3 101.8 
100°C in air for 1 min 81.8 86.2 100.6 18.8 93.7 103.9 
100°C in air for 3 min 82.7 93.0 103.2 20.5 98.9 107.0 
100°C in air for 30 min. 96.7 105.6 115.8 19.1 111.2 120.6 
100°C in air for 1 hour 95.1 103.0 109.6 14.5 106.7 115.9 
100°C in air for 2 hour 96.2 101.5 109.6 13.4 109.6 114.4 
100°C in air for 3 hour 96.4 101.8 111.2 14.8 108.3 115.9 
100°C in air for 6 hour 97.8 106.3 115.9 18.1 112.2 118.9 
100°C in air for 16 hour 103.1 110.3 118.9 15.8 116.8 122.9 
100°C in air for 1 day 104.4 111.8 119.7 15.3 117.4 123.3 
100°C in air for 2 days 106.9 114.7 122.3 15.4 120.2 125.3 
100°C in air for 3 days 111.4 116.9 122.2 10.8 122.1 128.0 
100°C in vacuum for 1 day 100.5 113.1 121.5 21.0 118.4 124.7 
100°C in vacuum for 2 days 103.7 115.2 122.4 18.7 120.2 125.3 
200°C in vacuum for 1 day Hard to find a Tg 
200°C in vacuum for 2 days Hard to find a Tg 
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Apart from the findings aforementioned, more things can be observed from Table 
5-11: 
1. The Tg of as-deposited parylene-C is found at 53.4°C.  On the contrast to the 
ramping-temperature-dependent modulus experiment which provides a rough Tg 
and the glass transition range, DMA measurement provides much more accurate 
Tg of the parylene-C and also its range.  Even though, Tg provided by both 
methods are very close, meaning that they are both reliable approaches. 
2. It is shown in Table 5-11 that Tg of the parylene-C deposited at 35 mTorr 
(55.1°C) similar to 22 mTorr (53.4°C).  Although it has been shown in Section 
5.5.3 that the parylene-C is likely have lower crystallinity when the deposition 
pressure increases, the crystallinity difference does not seem to influence the Tg 
results of these two parylene-C samples.  On the other hand, however, it also 
shows in Section 5.5.3 that the crystallite size of these two parylene-C deposited 
at different pressure are very similar, which might explain the Tg-similarity result 
obtained in this section.  More future work is required to figure out the cause of 
this observation. 
3. As discussed in Section 5.4, it is assumed that the mechanical properties of 
parylene-C annealed at 100°C have no significant difference between in the air or 
in the vacuum.  The hypothesis applies in Table 5-11 as well.  For instance, there 
is no distinguishable difference found between the Tg of the parylene-C annealed 
at 100°C for one day in air (111.8°C) or vacuum (113.1°C).  Therefore, sample 
oxidation is likely not to be the dominant issue in terms of the Tg measurement. 
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4. Although Tg increases as the annealing time increases, it is found that Tg actually 
increases fast from 53.4°C to 87.3°C during the first 30 sec when annealed at 
100°C, and reaches 105.6°C after 30 min of annealing.  As the parylene-C’s Tg 
change within only one minute agrees well with result of Section 5.5.1 that the 
time constant of the crystallization of parylene-C annealed at 100°C is less than 1 
minute, it can be concluded that the Tg is mainly influenced by the fast progress 
of the crystallization of the parylene-C. 
5. It is also phenomenally observed that the Tg obtained using the peak of the loss 
modulus curve and the tan δ curve is usually higher than storage modulus curve.  
In spite of the discrepancies between Tg obtained from storage modulus, loss 
modulus and tan δ, researchers accept it as the glass transition represents a range 
of the behavior and people have agreed to accept a single temperature as the 
indicator for certain standards [232].  Scientists working on different aspects may 
pick up different values from the same set of data.  In our experiments, the order 
of the three Tg can be generally shown as: 
 Storage modulus Tg< Loss modulus Tg< Tan δ Tg  
6. Dabral et al. predicted the parylene-C Tg as 150ºC according to the their obtained 
stress-temperature curve [110].  The Tg was determined by them at the time when 
the stress started to show no large variations.  However, it is also noted that the Tg 
could be found as different via a different approach and therefore a different value 
is obtained according our new observation.  It is first found from Dabral’s curve 
that the as-deposited parylene-C shows -6 MPa (i.e. compressive stress) after the 
deposition.  The stress then decreases (i.e., becomes more compressive) as the 
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temperature increases until 50ºC.  The stress keeps increasing until it balances 
with the silicon substrate.  From Dabral’s reported curve of stress versus 
temperature, a turning point is found at 50ºC.  The most negative stress (i.e., the 
most compressive stress) is found at this turning point and then starts to increase 
as the temperature increases and then stabilizes after 100ºC.  The assumption of 
this phenomenon is that the parylene-C expands until 50ºC due to thermal 
expansion of the sample, and starts to shrink after the temperature becomes higher 
than 50ºC due to the crystallization.  This result actually agrees well with what 
has been found in Section 5.3.  Therefore, according to our discussion in Sections 
5.3, 5.5 and also Dabral’s stress-temperature curve, the parylene-C starts to 
crystallize at around 50ºC, and therefore the Tg could be defined as 50ºC. 
5.6.3 Summary 
Although the study of parylene-C Tg started as early as in 1966 by Gorham, the 
past results indicated that there still exists inconsistency of the reported glass transition 
temperatures of parylene C, which widely ranged from 13 to 150ºC.  It can be found from 
Table 5-9 that different measuring techniques can produce different Tg results.  This is 
not surprising, though.  Different researchers from research fields would adopt different 
approaches which is more relevant to their works.  The different can be as much as 25 
degree difference in data from a DSC to DMA data reported as peak of tan delta [232].  
In two of our experiments, ramping-temperature-dependent modulus experiment and 
DMA analysis, the obtained Tg of as-deposited parylene-C show consistent results and all 
of them fall in the range of ~ 50–55°C.  Our measured Tg agrees well with the numbers 
published by Alpaugh, Senkevich and Huang.  Annealing temperature and time are 
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proved to be the main cause affecting the results of Tg and its range.  High annealing 
temperature (higher than the Tg of as-deposited parylene-C) and long annealing time can 
make the parylene-C more crystallized and therefore increases its final Tg.  Apart from 
the different measuring approaches, it could be concluded that unstandardized parylene-C 
sample preparation is likely one of the reasons causing the variation of the Tg’s literature 
value.  On the other hand, the deposition pressure does not seem to influence the 
measured Tg, in our tests, which need more data points to verify this observation.  Future 
work would also focus on the influence of the deposition temperature and also the 
deposition rate. 
With its superb biocompatibility and its compatibility with the CMOS fabrication 
process, parylene-C is widely used as a biocompatible material in MEMS technology.  
Since many cleanroom processes introduce high temperature during the process, 
parylene-C is very likely to be annealed during the device fabrication.  These heat-
generating processes could cause the Tg to shift during the fabrication and the parylene-C 
will not behave the same as the as-deposited one after the clean room fabrication process.  
In other words, knowing the temperature history of the parylene-C fabrication is crucial 
and can be very helpful in predicting its glass transition temperature and also mechanical 
properties, therefore the device properties after the manufacturing.  If the device’s 
parylene-C mechanical property is the main concern during its operation, the temperature 
history needs to be recorded in order to control its final functional behaviors. 
5.7 Uniaxial Tensile Test 
Uniaxial tensile test is one of the most fundamental and popular tests used to 
measure the mechanical properties of a material.  Figure 5-31 shows a typical stress-
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strain curve of an as-deposited parylene-C film obtained from our uniaxial tensile test at 
room temperature.  The solid line shows the nominal stress-strain curve while the dashed 
line represents the modified true stress-strain one.  From the regular engineering aspect, 
nominal curve is more conservative and therefore will be considered in this section unless 
otherwise specified.  In most of the testing results, it is very common to see an artifact 
showing a toe region in the early stage of the testing curve as seen in the Figure 5-31.  
This is caused by a takeup of slack and needs to be corrected to obtain correct parameters 
following the ASTM standards D882-09 and D638-08 [233, 234].  In this section, five 
different parameters: elastic modulus (Young’s modulus, E), nominal tensile strength 
(σT), yield strength (σY), percent elongation (%El) and percent elongation at yield (εY) 
were considered and calculated according to the definition of ASTM standards.  In terms 
of the identification of the yield point, there are different ways to find out the point 
depending on the curve feature of the material.  Provided by ASTM standard D638-08, 
the yield point is defined as the first point on the stress-strain curve at which an increase 
in strain occurs without an increase in stress.  By this definition, it is very likely the 
nominal tensile strength shares the same value of the yield strength due to parylene-C’s 
stress-strain curve characteristics. 
A film of 20µm thick parylene-C was first deposited on a clean glass plate and 
then the film was cut into 5.3-µm-wide strips for testing.  The gauge length was taken as 
10 mm for uniaxial tensile test.  The parylene-C strips were then treated at different 
temperatures to study the temperature effects.  In addition, parylene-C film deposited at 
different pressure was also obtained to study the deposition pressure influence.  As 
oxidation is recognized as a key control factor affecting final parylene-C’s properties, it 
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Figure 5-31: Typical as-deposited parylene-C film uniaxial tensile test results obtained by 
TA instrument DMA Q800 system.  Toe region is compensated to give the final correct 
calculated parameters.  All terminologies follow the definition of the ASTM standard 
D882-09 and D638-08 [233, 234]. 
was also explored in this section.  The testing environmental temperature was 20°C 
unless otherwise specified.  The strain loading rate was 1% / min.  At least three samples 
treated in the same condition were tested to calculate the average number and standard 
deviation of the parameters.  Table 5-12 shows the uniaxial tensile tests testing results of 
parylene-C film treated under different conditions.  The literature numbers provided by 
SCS, and reported by Gorham [172], Spivack [235], Baker [195], and Beach [101, 102] 
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are also listed for comparison.  The results of different post-deposition treatment and their 
different effects are discussed in the following sections. 
5.7.1 As-deposited parylene-C film 
The as-deposited parylene-C was deposited at 20°C and 22 mTorr.  A typical 
uniaxial tensile curve of the as-deposited parylene-C is shown in Figure 5-31.  Table 5-12 
lists five different types of mechanical properties of the as-deposited parylene-C film 
obtained in our uniaxial tensile test.  Due to a common toe region effect, elastic modulus 
can be calculated based on two different reference points.  One is to take the tangent to a 
short section of the proportional region after toe region correction, denoted as E.  The 
other is to take a slope from the measuring point with respect to 0 MPa in stress and 0 % 
in strain, denoted as E0.  The value shown in Table 5-12 is always higher than the 
literature values.  Because the proportional region of parylene-C does not show a linear 
line but a gradually-changing curve, it is believed that the elastic modulus measured at 
different strain can be different and the value decreases with the increase of the strain. 
Two values of tensile strength are provided here as well.  One is the maximum 
nominal tensile stress, σT, according to ASTM standard D882-09, while the other one 
represents the modified maximum true stress, σT.  For the tensile strength obtained from 
SCS, the value represents the maximum stress prior to plastic deformation.  However, 
whether the value is calculated as nominal or true stress is not clearly stated from the 
parylene-C provider.  Therefore both our measured numbers are listed to compare to the 
literature values. 
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Table 5-12: Measured mechanical properties of parylene-C film’s uniaxial tensile test 
Parameter 
 
Parylene-C 
treatment 
Elastic 
modulus 
Elastic 
modulus 
from 0 MPa 
and 0% 
Nominal 
tensile 
strength 
Max 
true 
tensile 
stress 
Yield 
strength 
Percent 
elongation 
at yield 
Percent 
elongation 
Symbol E E0 σT σTT σY εY %El 
Unit GPa GPa MPa MPa MPa % % 
SCS 2.758 68.948* 55.158 2.9 Up to 200 
Gorham [172] 3.172 73.08** NA NA 220 
Spivack [235]* 2.354; 2.746 (1% strain) 61.302; 68.658 57.9; 54.9 4.2; 2.9 170; 200 
Baker [195] 2.917 NA 56.904 NA NA 
Beach [101, 102] 3.2 70** 55 2.9 200 
As-deposited 
(22 mTorr) 3.841 3.470 58.37 67.869 58.37 2.861 119.139 
Standard deviation 0.315 0.285 5.718 7.290 5.718 0.472 17.611 
As-deposited 
(35 mTorr) 2.999 2.452 49.189 50.45 49.189 2.506 66.325 
Standard deviation 0.156 0.066 2.186 2.264 2.186 0.039 23.767 
30 sec100°C in air 4.339 3.650 77.506 80.938 77.506 4.260 43.969 
Standard deviation 0.125 0.355 1.307 1.274 1.307 0.271 4.250 
1 min100°C in air 4.680 4.060 77.233 81.066 75.687 3.197 37.848 
Standard deviation 0.094 0.197 6.660 6.016 9.188 0.873 11.224 
3 min100°C in air 4.467 3.757 81.087 84.733 81.087 4.164 43.383 
Standard deviation 0.234 0.517 2.520 2.460 2.520 0.374 5.896 
30 min100°C in air 4.251 3.239 74.153 77.276 74.153 4.153 36.963 
Standard deviation 0.057 0.052 4.273 4.147 4.273 0.598 6.037 
1 day 100°C in air 4.547 4.070 83.921 86.834 83.921 3.367 8.526 
Standard deviation 0.292 0.286 1.288 1.204 1.288 0.313 1.366 
1 day 100°C 
in vacuum 4.312 4.058 72.700 75.166 72.700 2.200 6.897 
Standard deviation 0.189 0.264 2.893 3.227 2.893 1.530 5.172 
2 day 100°C 
in vacuum 5.298 4.835 92.185 95.135 92.185 3.157 6.313 
Standard deviation 0.216 0.165 3.466 3.666 3.466 0.286 1.312 
1 day 200°C 
in vacuum 4.961 4.472 81.659 84.636 81.659 3.399 6.515 
Standard deviation 0.086 0.192 2.439 3.034 2.439 0.357 3.236 
2 day 200°C 
in vacuum 6.058 5.629 102.933 106.591 102.933 3.449 4.512 
Standard deviation 0.129 0.268 7.490 8.325 7.490 0.603 0.447 
*The first number corresponds to 0.12–28.0 µm thick while the second one is 25 µm 
thick. 
**It is not clearly specified what type of tensile strength— nominal or true tensile 
stress—is given in the SCS parylene-C data sheet and references [100–102]. 
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The yield strength given by SCS is calculated with a 0.2% offset from the elastic 
strain.  Because different elastic modulus could lead to different yield strength value, the 
tensile strength shown in Table 5-12 is calculated according to standard ASTM D882-09.  
The obtained value is higher than SCS’s due to the offset, but the deviation is within 
10%. 
Percent of elongation is obtained as 119.14 %, which is much smaller than the 
literature value.  It is believed that the testing specimen tore before the specimen really 
broke which is actually caused by a nicks or imperfect cutting edge.  Cutting the 
parylene-C film specimen needs to be very careful to prevent nicks or tears at the edge.  
With the knowledge of the fracture mechanics, when the loading goes high, the nicks can 
induce stress concentration locally and suddenly propagate, becoming a crack causing the 
rupture earlier to happen and lead to anomalous results.  Specimen with nicks at the edge 
will end up with a lower percent elongation at break.  In practice, however, micro nicks 
are difficult to avoid and tears happen very often during the tests as shown in Figure 
5-31.  In addition, it is also found that the alignment of the specimen installed in the 
testing machine affects the percent of elongation.  A proper installation of the specimen 
gets rid of unwanted bending stress and thus helpful in getting a more appropriate testing 
result. 
5.7.2 Deposition pressure influence 
To study the deposition pressure influence of parylene-C mechanical properties, 
another parylene-C film deposited with pressure at 35 mTorr was also prepared with the 
same geometry and then tested under the same testing conditions.  The testing data is also 
shown in Table 5-12.  It is found that all mechanical properties of parylene-C film 
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deposited at 35 mTorr have smaller values compared with parylene-C film deposited at 
22 mTorr.  It is likely because the parylene-C deposited at higher pressure has a higher 
deposition rate and thus more polymerization centers form.  It then results in more micro 
voids of the parylene-C film deposited at 35 mTorr than 22 mTorr, and thus the 
mechanical properties show smaller values.  Such kind of parylene-C has more and 
shorter polymer chains and therefore cannot organize in order as they can at low 
deposition pressures [104].  As aforementioned in Sections 5.5 and 5.6, because 
amorphous parylene-C is weaker than crystalline parylene-C, it is reasonable that the 
mechanical properties of parylene-C deposited at 35 mTorr are more amorphous and 
therefore generally smaller than 22 mTorr. 
Figure 5-32 shows the comparison of typical stress-strain curves of parylene-C 
film deposited at the pressures with both 35 mTorr and 22 mTorr.  It is observed that the 
elongation of parylene-C film deposited at 35 mTorr is smaller than at 22 mTorr.  It can 
also be seen that there is no strain hardening for parylene-C deposited at 35 mTorr.  It is 
probably because the looser structure or the likely short polymer chain of the parylene-C 
film which cause the material easy to be broken, which means less ductility.  Although 
the parylene-C film deposited at 22 mTorr shows better ductility, the sporadic spread data 
points, however, make it still hard to exactly conclude the influence of the deposition 
pressure to the percent elongation.  The same phenomenon, i.e., widely spread percent of 
elongation data points, was also observed by Hassler [104].  One interesting observation 
in Hassler’s result shows: in spite of the widely spread data values, Hassler’s parylene-C 
film deposited at 20 mTorr has only 20% elongation at break in average, which is much 
less than the literature value of 200%, and also our testing value of 119.139%.  In 
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addition, it also has been found that a lower strain rate will favor higher elongations and 
somewhat lower stress values [235].  Therefore, although Hassler prepared parylene-C 
samples with the same thickness as ours, it is shown that Hassler’s strain rate was much 
faster than ours (about 1%/sec versus our 1%/min), and thus Hassler had much less 
percent of elongation results than ours. 
 
Figure 5-32: Comparison of parylene-C film deposited at different pressures.  (a) Two 
stress-strain curves.  (b) A closer view of elastic modulus and yield point 
5.7.3 Oxidation effect 
It has been discussed in Section 5.4 that parylene-C can be oxidized either by heat 
or ultraviolet (UV) light.  To study the influence of the thermal oxidation effect on 
parylene-C’s mechanical properties, two different parylene-C film samples are prepared: 
one is parylene-C film annealed at 100°C for 1 day in the convection oven, i.e., in the air, 
the other one is annealed at the same temperature for the same time but in vacuum.  The 
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quantitative results are both shown in Table 5-12, and a closer view representing the 
strain less than 15% is shown in Figure 5-33. 
 
Figure 5-33: Comparison of uniaxial tensile test results of parylene-C film with three 
different treatments: as-deposited, 1 day annealed at 100°C in air, and 1 day annealed in 
vacuum 
The Young’s modulus of the sample annealed in the air is 4.547 GPa and 4.312 
GPa in the vacuum, which are both higher than the as-deposited.  This is attributed to the 
crystallization of the parylene-C film.  Two Young’s modulus do not show an significant 
difference as both average numbers fall in the other’s standard deviation range.  Two 
tensile strengths, or the yield strengths, are obtained as 83.9 MPa in the air and 72.7 MPa 
for in vacuum, which are both higher than the as-deposited parylene-C film.  The tensile 
strength obtained for the samples annealed in the air seems to have consistantly higher 
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parylene-C’s mechanical properties.  The tensile strength difference, however, is only 
within 13%.  More tests need to be done to statistically isolate the two groups of results 
and confirm this hypothesis. 
The percent of elongation of the two samples are both much lower than the as-
deposited sample.  Again, the difference between samples annealed in the air and in the 
vacuum still cannot be statistically distinguished.  Lower percent of elongation infers that 
the parylene-C is more brittle.  That is, the toughness decreases.  This is attributed the 
crystallization that happens during the annealing at 100°C.  Since two samples were both 
annealed at the same temperature for the same time, the crystallinity of the two samples 
should be similar and therefore it is reasonable that they had similar percent of 
elongations. 
In summary, according to the uniaxial tensile test results of the two samples 
annealed at 100°C in the air and in vacuum, oxidation seems not to be mainly responsible 
for the mechanical properties change of parylene-C, which agrees well with the 
conclusion in Section 5.4.  The main reason causing the mechanical properties to change 
should be the crystallization of the parylene-C, which happens quickly during the 
annealing. 
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5.7.4 Annealing temperature and time influence 
The influence of the annealing temperature in terms of the mechanical properties 
of parylene-C will be discussed in the section.  Five different parylene-C samples were 
annealed at five different conditions: 100°C for 30 min, one day and two days, and 200°C 
for one day and two days.  To eliminate the possibility of the oxidation effect, all samples 
were annealed in vacuum with the exception of the sample annealed at 100°C for 30 min.  
The quantitative results are shown in Table 5-12 and graphical results of the full strain 
range are shown in Figure 5-34 with the result of as-deposited parylene-C for 
comparison.  A closer view of the stress-strain curves within 5% strain is also shown in 
Figure 5-35. 
 
 
Figure 5-34: Comparison of uniaxial tensile test results of parylene-C film with six 
different treatments 
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Figure 5-35: A closer view of Figure 5-34 (strain lower than 10%) 
According to the testing results shown in Figure 5-35, the order of the Young’s 
modulus of six parylene-C samples can be found as follows: 
6.058 GPa (200°C, 2 days) > 5.298 GPa (100°C, 2 days) > 4.961 GPa (200°C, 1 day) > 
4.321 GPa (100°C, 1 day) > 4.251 GPa (100°C, 30 min.) > 3.841 GPa (as-deposited). 
It is therefore observed that the Young’s modulus increases as the temperature increases.  
Similar effects are also found on tensile strength and the percent of elongation.  The order 
of the tensile strength is found as: 
102.933 MPa (200°C, 2 days) > 92.185 MPa (100°C, 2 days) > 81.659 MPa (200°C, 1 day) 
>72.700 MPa (100°C, 1 day) > 74.153 MPa (100°C, 30 min.) > 58.370 MPa (as-deposited). 
 
 
 
0 1 2 3 4 5 6 7 8 9 10
0
10
20
30
40
50
60
70
80
90
100
110
 As-deposited parylene-C
 30 minutes annealed at 100oC in air
 1 day annealed at 100oC in vacuum
 2 day annealed at 100oC in vacuum
 1 day annealed at 200oC in vacuum
 2 day annealed at 100oC in vacuum
No
m
in
al
 S
tre
ss
 (M
Pa
)
Nominal Strain (%)
220 
 
The order of the percent of elongation is found as: 
4.512% (200°C, 2 days) < 6.313% (100°C, 2 days) < 6.515% (200°C, 1 day) < 
6.897% (100°C, 1 day) < 36.963% (100°C, 30 min.) < 119.139% (as-deposited). 
Therefore, the parylene-C stiffness, tensile strength and the toughness (brittleness) 
can be tailored by annealing the material at the necessary temperature to achieve the 
desired properties.  According to what has been found in Section 5.5, it is not surprising 
that parylene-C becomes stiffer, stronger and more brittle as either the annealing 
temperature or time increase.  This is attributed to the occurrence of the parylene-C 
crystallization during the thermal annealing which reduces the amorphous part that is in 
charge of the polymer chain movement.  During the sample preparation, it is found that 
parylene-C annealed at 200°C in air became too brittle to handle and mount on to the 
testing equipment after the first hour annealing.  Therefore there are no data points 
obtained to represent the condition of annealing at 200°C in the air.  This is in contrast to 
the results of parylene-C samples annealed at 200C in the vacuum, which can still be 
handled easily and still maintain most mechanical properties. It can be concluded that the 
oxidation is a strong effect that can deteriorate the parylene-C film at 200°C.  This agrees 
well with the conclusion in Section 5.4. 
The time constant of the parylene-C crystallization at 100°C has been found to be 
less than one minute in Section 5.5.2.  It infers that the parylene-C’s mechanical 
properties should have experienced a big change during the first few minutes due to the 
crystallization.  To further confirm this, another three samples were also prepared and 
tested to verify the assumption.  Those three samples were all annealed at 100°C but for 
different times: 30 sec, 1 min and 3 min, which are all much shorter than 30 min.  The 
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results are also shown in Table 5-12.  It can be seen that the elastic modulus increases 
from 3.841 GPa (as-deposited) to 4.339 GPa (30 sec annealing) within only 30 seconds.  
The value has already reached the number which normally can be found for 30 minutes 
annealing or longer.  The elastic modulus does not seem to show any significant 
increment for the parylene-C samples annealed at the time longer than 30 sec until 2 days 
of annealing.  Similarly, the tensile strength increases from 58.37 MPa (as-deposited) to 
77.506 MPa (30 sec annealing) after only 30 seconds annealing and shows saturation (or 
grows slowly) afterward.  Combining what we have found in Section 5.5.2, it is evident 
that the parylene-C does crystallize extremely fast with a time constant less than one 
minute (0.845 min) and therefore the mechanical properties change fast in the first few 
minutes.  In addition, from the discussion in Section 5.6, it is also evident that the 
crystallization can actually affect the glass transition temperature, and therefore would 
hugely change parylene-C’s viscoelastic/viscoplastic properties, as will be discussed later 
in Sections 5.8 and 5.9. 
5.7.5 Effect of testing environmental temperature 
Most of the uniaxial tensile tests discussed in the previous few sections were 
performed at room temperature.  Because parylene-C is often used in implantable 
biomedical devices, the mechanical properties of parylene-C at different temperatures 
(especially the human body temperature) needs to be understood as well.  In this section, 
seven uniaxial tensile tests of the as-deposited parylene-C were performed at seven 
different temperatures: 20°C, 40°C, 60°C, 80°C, 100°C, 120°C, and 150°C.  The parylene-
C sample were first heated up to the targeted temperature and then annealed for 30 
minutes to crystallize and stabilize the mechanical properties.  After that, rather than 
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cooling down to room temperature, the sample was pulled at the strain rate of 1%/min 
while the temperature was kept unchanged during the whole uniaxial tensile test. 
Table 5-13: Measured mechanical properties obtained at different testing temperatures 
Parameter 
 
As-deposited 
parylene-C 
testing temperature 
Elastic 
modulus 
Elastic 
modulus 
from 0 MPa 
and 0% 
Nominal 
tensile 
strength 
Max true 
tensile 
stress 
Yield 
strength 
percent 
elongation 
at yield 
Percent 
elongation 
Symbol E E0 σT σTT σY εY %El 
Unit GPa GPa MPa MPa MPa % % 
SCS 2.758 68.948* 55.158 2.9 Up to 200 
Spivack [235]* 2.354;2.746 (1% strain) 61.302; 68.658 
57.9; 
54.9 4.2; 2.9 170; 200 
Baker [195] 2.917 --- 56.904 --- --- 
Beach [101, 102] 3.2 70** 55 2.9 200 
20°C 3.654 2.641 56.275 100.163 56.275 2.955 >166.03 
40°C 3.166 2.677 37.089 81.187 37.089 1.894 >165.68 
60°C 2.400 2.400 23.987 77.047 23.987 2.223 161.98 
80°C 2.270 2.270 21.699 65.511 21.699 3.513 >164.77 
100°C 1.771 1.771 18.473 78.775 18.473 2.872 >165.49 
120°C 1.575 1.575 16.897 72.557 16.897 3.717 >164.81 
150°C 1.123 1.123 14.021 51.775 14.021 3.211 136.77 
*The first number corresponds to 0.12–28.0 µm thick while the second one is 25 µm 
thick. 
**It is not clearly specified what type of tensile strength—nominal or true tensile stress—
is given in the SCS parylene-C data sheet and references [100–102]. 
 
 
The measured mechanical properties are listed in Table 5-13 and also graphically 
shown in Figure 5-36.  A closer view of Figure 5-36 with strain less than 5% is also 
zoomed in and shown in Figure 5-37.  The measured Young’s modulus shown in Table 
5-13 has very good agreement with the curve shown in Figure 5-27, which is measured 
by DMA method.  The comparison is shown in Figure 5-38. 
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Figure 5-36: A series of uniaxial tensile tests of parylene-C performed at different 
environmental temperatures 
 
Figure 5-37: A closer view of Figure 5-36 (strain lower than 5%) 
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Figure 5-38: A comparison of elastic modulus measured by DMA (as-deposited curve in 
Figure 5-27 in 5.6) and obtained from Table 5-13 
It is clearly found from Table 5-13 that the Young’s modulus, tensile strength, 
and yield strength all decrease as the testing temperature increases.  In addition, parylene-
C tested at the elevated temperature normally shows elongation larger than 160%, except 
the one tested at 150°C.  Many samples did not break when the machine reached its 
clamp displacement limit, meaning the parylene-C molecule can move easily without any 
interruption.  Although the sample is crystallized, the results imply that the amorphous 
part of the material is softened at the elevated temperature.  Therefore the parylene-C is 
weaker and more ductile when it is tested at the elevated temperatures. 
One of the interesting results is found when the parylene-C was stretched at 
150°C, which snapped earlier than most other lower temperatures.  Although parylene-C 
might be expected even softer at 150°C than other temperatures, the phenomenon that 
-20 0 20 40 60 80 100 120 140 160 180 200
1
2
3
4
5
6
 Storage modulus measured by DMA
 Elastic modulus measured by uniaxial 
         tensile test under different temperatures
St
or
ag
e 
(E
la
st
ic
) M
od
ul
us
 (G
Pa
)
Temperature (oC)
225 
 
parylene-C snapped earlier at 150°C is likely due to sample at 150°C as described in the 
Section 5.4. 
In terms of the yield strength determination, the numbers shown in Table 5-13 
still follow the definition in ASTM standard D638-08.  However, whether the sample can 
restore to its original length under a stress state lower than the yield strength shown in 
Table 5-13 is still questionable.  A more accurate loading-unloading experiment, which 
will be introduced in Section 5.6, needs to be executed to figure out the yield point by 
definition: the point that material starts not to behave elastically. 
5.7.6 Summary 
It is generally believed that parylene-C with higher crystallinity increases the 
Young’s modulus and the tensile strength, and lowers the percent of elongation [101].  
However, there is still lack of quantitative representation of the statements.  In this 
section, the uniaxial tensile results quantitatively provide more information about the 
relationship between the crystallinity and the mechanical properties.  Before every 
uniaxial tensile test, the crystallinity is tailored by systematically annealing the parylene-
C samples at different temperatures and time.  It is found that the first minute contributes 
to most of the change in mechanical.  This implies that most sample crystallization has 
completed in this short period of annealing time.  Higher crystallinity introduces larger 
Young’s modulus, larger tensile strength, and less percent of elongation, which 
correspond to produce stiffer, stronger and more brittle (less tough) parylene-C.  In 
addition, it is also found that the oxidation effect is not very obvious when parylene-C is 
annealed at 100°C.  However, the early snapping of the parylene-C stretched at 150°C 
implies the oxidation plays an important role at this temperature. 
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As the annealing temperature influence the crystallinity of the parylene-C and 
thus the mechanical properties, Hsu suggested thermal anneal the device at a higher 
temperature than the device’s designed operation temperature [201].  This would generate 
and maintain stable parylene-C crystallinity throughout the device operation period and 
thus the mechanical properties. 
Thickness effect has never been discussed in the section.  It has been pointed out 
by Spivack in 1972 that the uniaxial mechanical properties show very little variation with 
thickness [235].  Future work would focus on the time constants of the mechanical 
properties change.  In addition, the degree of crystallinity may affect the electrical 
properties (dielectric loss) and the optical properties (birefringence) [201], which all 
needs more studies and attentions before the implantable devices are designed and 
fabricated. 
5.8 Rheological Properties of Parylene-C Film 
It is well know that parylene-C is a thermoplastic material.  Like many other 
thermoplastic materials such as polypropylene and polycarbonate, it shows 
viscoelastic/viscoplastic behaviors, i.e., characteristics with combined elastic and viscous 
properties especially beyond glass transition temperature, Tg [236, 237].  In addition, with 
its biocompatibility, parylene-C has been widely used for many biomedical implantable 
devices [238].  It is then important to study its viscoelasticity/viscoplasticity especially at 
human body temperature. 
Unfortunately, although many properties, such as Young’s modulus and tensile 
strength of parylene-C have been studied [100, 101, 172, 195, 235], there is still a lack of 
study of viscoelasticity/viscoplasticity of parylene-C.  On the other hand, viscoelastic and 
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vsicoplastic behaviors of a material depend upon many parameters such as temperatures, 
loading frequencies, and stress/strain rates.  Among various viscoelastic tests, creep and 
stress relaxation are two of the most fundamental studies.  Creep test, i.e., the tendency of 
a solid material to slowly move or deform under the influence of constant stress, is done 
as a tensile test that the applied stress is maintained constant while the strain is measured 
during the loading.  On the other hand, stress relaxation, i.e., the tendency of a solid 
material to slowly release the built-in stress under the influence of a constant strain, is 
done as a tensile test that the applied strain is maintained constant while the stress is 
measured during the strain loading.  Creep and stress relaxation tests characterize the 
time dependent behavior of a polymer [239]. 
In this section, a series of creep and stress relaxation tests are performed.  
Following previous sections, parylene-C samples annealed at different conditions are 
prepared for creep and stress-relaxation experiments. 
As aforementioned, parylene-C annealed at different temperatures results in 
different crystallinity.  Therefore, the creep and stress relaxation tests of parylene-C 
annealed at different temperature reveal the rheological response of the parylene-C at 
different crystallinity.  However, to study the creep behavior of the as-deposited 
parylene-C, i.e., creep test without first 30 minutes thermal stabilization to avoid the 
crystallization as much as possible, the current DMA Q800 machine will not do the job 
due to its inherent limitations of the sample loading design and the temperature ramping 
rate.  To overcome the problem, another creep experiment was also performed in the pre-
heated convection oven with a transparent observing window. 
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5.8.1 Creep of parylene-C 
5.8.1.1 Creep overview 
A typical creep test curve measures the total strain (under a constant stress, Figure 
5-39 (a)) versus time at a fixed temperature as shown in Figure 5-39 (b).  As shown, the 
creep curve is traditionally divided into 3 different regions [240].  The primary creep, 
also called transient creep, represents the first instantaneous elastic strain and also the 
early stage of the creep behavior.  In this stage, the main feature is that the strain rate of 
the polymer tends to decrease gradually from a very high initial rate.  The secondary 
creep region, also called steady state region, shows a constant or little changing strain rate 
at a fixed temperature.  The tertiary creep region shows an expedited or fast growing 
strain rate and ends at the material’s rupture.  In addition, the creep test is usually 
accompanied with a recovery test, i.e., strain recovery after the loading is removed, as 
shown in Figures 5-39 (c) and (d).  For an ideal thermoset polymer, the total strain 
recovers to zero after a certain amount of time, whereas for a thermoplastic polymer, the 
strain never goes back to zero and a permanent deformation exists [239].  Creep is of 
great interest to us since parylene-C MEMS has to go through various fabrication 
processes with elevated temperatures and stresses, although mostly in the primary creep 
region.  In addition, as the implantable parylene-C bioMEMS devices are being widely 
developed, creep behavior is more important to understand than ever.  This section 
presents the study of the primary and secondary creep of parylene-C film.  Burger’s 
model is used to analyze the measured data points.  Furthermore, the recovery behavior 
after the creep test is also performed and analyzed.  For the viscoplastic behavior part will 
be discussed more in detail in Section 5.9. 
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Figure 5-39: Creep behavior of polymers:  (a) constant applied stress during creep test at 
a constant temperature; (b) total strain versus time; (c) removal of the stress at the 
beginning of the creep recovery test; (d) recovery strain curve 
5.8.1.2 Introduction of the Burger’s model 
Many physical models have been developed and utilized to quantitatively analyze 
and represent the rheological behavior.  The Maxwell model and the Kelvin model are 
two of the most fundamental ones.  A single Maxwell model consists of one linear spring 
in series with a dashpot, while a single Kelvin model is composed of one spring in 
parallel with a dashpot, as shown as the inserts in Figure 5-40.  Both Maxwell element 
and Kelvin element are often combined either in parallel or in series to model material’s 
rheological behavior.  Among all the possible combinations, one Maxwell element with 
multiple Kelvin elements in series is widely used for creep modeling due to its simple 
form of the differential equations and ease of solution [239].  In this section, it is found 
that 4-element Burger’s model, i.e., a Kelvin element in series with a Maxwell element 
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(hence a single retardation time constant) is adequate to describe our data.  Figure 5-40 
shows the schematic diagram of the Burgers’ model. 
 
 
Figure 5-40: Schematic diagram of the Burger’s model 
5.8.1.2.1 General Burger’s model constitutive equation 
As the Burger’s model shown in Figure 5-40, the spring of the Maxwell element 
represents the instantaneous strain and the dashpot simulates the steady strain rate of the 
creep behavior in the long time.  The equilibrium equation of the Burger’s model is: 
 𝜎0 = 𝜎M = 𝜎K, (5-8) 
where σM and σK are the stress applied to Maxwell and Kelvin element, respectively.  The 
kinematic equation is: 
 𝜀 = 𝜀𝑠 + 𝜀𝑑 + 𝜀𝐾, (5-9) 
where εs, εd, and εK are the strain of the spring, the dashpot and the Kelvin element, respectively.  
The fundamental constitutive equation of one spring can be represented as: 
 𝜎𝑠 = 𝐸0𝜀𝑠, (5-10) 
In addition, the fundamental constitutive equation of one dashpot can be represented as: 
E0
E1
η1σ0
η0
σ0
Maxwell element Kelvin element
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𝜎𝑑 = 𝜂0 𝑑𝑑𝑡 𝜀𝑑, (5-11) 
where 𝜂0 is called the viscosity of the dashpot.  Combining eqns. (5-8), (5-9), (5-10), and 
(5-11), the constitutive equations of the Burger’s model can be represented as: 
 𝜎0 + �𝜂0𝐸0 + 𝜂0𝐸1 + 𝜂1𝐸1� 𝜎0̇ + 𝜂0𝜂1𝐸0𝐸1 𝜎0̈ = 𝜂0𝜀̇ + 𝜂0𝜂1𝐸1 𝜀̈. (5-12) 
5.8.1.2.2 Solution for creep behavior 
The Burger’s model can be fit to different rheological situation.  To fit the creep 
results, given the initial condition as 𝜎 = 𝜎0𝐻(𝑡), where H(t) is the Heavyside function 
defined as:  
 𝐻(t) = �1, for 𝑡 ≥ 0 0, for 𝑡 < 0, (5-13) 
the solution of the strain of the model can be derived as 
 
𝜀(𝑡) = 𝜎0 � 1𝐸0 + 1𝐸1 �1 − 𝑒−𝑡 𝜏1� � + 𝑡𝜂0�. (5-14) 
where 𝜏1 = 𝜂1/𝐸1is called the retardation time constant.  The creep compliance is 
obtained as 
 
𝐷(𝑡) = 1
𝐸0
+ 1
𝐸1
�1 − 𝑒−𝑡 𝜏1� � + 𝑡
𝜂0
. (5-15) 
5.8.1.2.3 Solution for creep recovery behavior 
To model the strain behavior of creep recovery after the applied stress is 
unloaded, the initial strain ε(t0) is set to be 𝜀(𝑡0) = 𝜀(𝑡0)𝐻(𝑡0 − 𝑡) in eqn. (5-12), where 
t0 is the starting point of the removal of the stress.  The stress then can be derived as 
 
𝜀(𝑡) = 𝑃1 + 𝑃2 exp �− (𝑡 − 𝑡0)𝜏𝑟 �. (5-16) 
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where the time constant 𝜏𝑟 = 𝐸1𝜂1, P1 and P2 are material dependents. 
5.8.1.3 Primary and secondary creep of parylene-C 
5.8.1.3.1 Sample preparation and the experiments 
Parylene-C film was deposited using an SCS (Specialty Coating Systems) 
parylene deposition machine (i.e., PDS 2010 LABCOTER).  The film was coated onto 
the surface a flat mask glass plate.  The parylene-C film was then cut into uniform 5.3 
mm wide strips.  The length of each testing sample was 15 ± 0.05 mm for the creep test.  
The tests were done by a dynamic mechanical analyzer, TA instruments DMA Q800. 
Similar to the previous Section 5.7, eight different parylene-C samples were treated 
differently by annealing in different conditions to study the oxidation effect, temperature 
effect, deposition pressure effect, and also annealing time effect.  As it has been found in 
Section 5.6 that the glass transition temperature of the as-deposited parylene-C is about 
50°C, 25°C was chosen for tests of creep behavior below Tg; 40°C, and 60°C were chosen 
to be around Tg, and 80°C, 100°C, 120°C, and 150°C were chosen to be above Tg. 
Before the creep test started, the testing chamber was first heated up with the 
parylene-C sample mounted and then waited for 30 minutes to ensure that the whole 
system reaches thermal equilibrium with our targeted temperature, as graphically shown 
in Figure 5-41 (a).  Then, a constant stress of 2.43MPa was applied onto the sample for 
120 minutes, while the total strain is measured.  To observe the recovery behavior of the 
sample, the stress was then removed and the total strain was continuously recorded for 
another 60 minutes. 
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 5.8.1.3.2 Results and discussion 
As a whole, the results of the creep test and the recovery of eight different pre-
treated parylene-C are shown in Figure 5-41 (a) to Figure 5-48 (a).  Each figure includes 
seven curves representing different testing temperatures.  Besides, the Burger’s model 
curve fitting results of the creep and recovery are also shown in Table 5-14 to Table 5-21.  
From these eight figures and tables, several observations and conclusions can be made: 
1. It is noted from all figures that there is always little or no primary creep at the 
temperature lower than the glass transition temperature.  For example, from the 
creep results of as-deposited parylene-C deposited at 35 mTorr shown in Figure 
5-42 (a) (one extra curve was performed at 10°C), it can be found that 10° and 
25°C, which are significantly below the glass transition temperature (55.1°C in 
Table 5-11) show no or very little creep.  Figure 5-42 (a) further validated that the 
total strain obtained at 10°C is similar to that at 25°C because the Young’s 
moduli at 10°C and 25 °C are very close to each other.  In addition, there is very 
little or no permanent strain found after the recovery, meaning that the paryelne-C 
is in the elastic regime.  The second example would focus on the creep results of 
the parylene-C annealed at 100°C for one day in vacuum as shown Figure 5-45 
(a).  Tg of this parylene-C sample is found as 113.1°C from Table 5-11.  It is 
observed from Figure 5-45 (a) that there is also no or very little creep found at 25, 
40, 60 and 80°C, which are all far below the Tg.  Most of the strain remaining 
measured after the creep tests at these temperatures are also hard to identify.  The 
third example would be aimed at the creep results of parylene-C annealed at 
200°C for one day in vacuum as shown in Figure 5-47 (a).  As also obtained from 
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Table 5-11, Tg of this parylene-C cannot be figured out by the experiments as 
described in Section 5.6.  In one of our conclusions in 5.6.3, the measured Tg is 
found to be always a bit higher than the annealing temperature according to the 
observed experimental trend of Tg.  Therefore the Tg would be expected as higher 
than 200°C in this parylene-C sample.  Therefore, the creep results shown in 
Figure 5-47 (a) would not be surprising as all seven creep testing temperatures are 
far lower than 200°C.  Consequently this parylene-C behaves like elastic material 
even at 150°C and thus very little creep is found in the experiment.  In addition, 
also very little permanent strain is found after the recovery. 
2. When the creep test started at t=t0=30 minutes, the applied stress suddenly loaded 
onto the sample and it is shown in eight figures that an instantaneous elastic 
deformation happens.  According to the results, the higher temperature produced 
the larger instantaneous elastic strain under constant stress.  This is explained by 
the smaller Young’s modulus at higher temperature, which agrees well with what 
we found from our ramping-temperature-dependent modulus experiment and 
DMA tests shown in Section 5.6.  These instantaneous strains at different 
temperatures were used to calculate the corresponding Young’s moduli and the 
results are shown in the first column of the creep results in Table 5-14 to Table 
5-21.  It is found that Young’s modulus determined at the starting point of the 
creep test in this section usually differs a bit than what we got from the ramping-
temperature-dependent modulus experiment or DMA method.  It is likely because 
of three possible reasons.  The first reason would be the thickness variation which 
inherently comes from the parylene-C deposition.  The second reason could be the 
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thermal history difference.  In the DMA method in Section 5.6, the sample is 
always tested under the oscillatory force at the testing temperature.  In this 
section, however, the Young’s modulus is obtained after 30 minutes of annealing.  
As discussed in Section 5.5, parylene-C might have gone through a long period of 
crystallization and hence the mechanical properties could be different.  The third 
reason might be the testing strain rate difference.  Compared to 1Hz as the 
oscillation frequency in Section 5.6.1.3, the strain rate at the starting point of the 
creep test is high enough to cause the strain-rate effect in parylene-C [223]: higher 
strain rate would introduce higher Young’s modulus.  Combining these three 
effects, the measured Young’s modulus could sometimes either higher or lower 
than in Section 5.6.  Even though, the values are always very close to each other, 
and also, the descending trend with respect to the temperature still exists. 
3. The Young’s modulus at t=t0+120=150 min is found using the elastic recovery 
strain at the time when the applied stress is removed.  The results are shown in the 
first column of the recovery in Table 5-14 to Table 5-21.  It can be first seen that 
with temperatures around or higher than the glass transition temperature, the 
Young’s modulus gets higher after it has being stretched at the constant 
temperature for 120 minutes.  It is also obvious that at temperatures much higher 
than Tg, the increment can be even more serious.  According to what has been 
demonstrated in the previous few sections, this effect is likely mainly attributed to 
the crystallization of the parylene-C.  In addition, the similar effect can also be 
found at the temperature lower than Tg, although that as significant as at the 
temperature higher than Tg.  It could be concluded that the pure stretching of the 
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parylene-C would also increase the Young’s modulus either by inducing the 
crystallization or aligning the polymer chain under the tension force. 
4. The primary creep is significant and increases with temperature.  The further 
analysis of the creep needs the help of Burger’s model.  All creep and the 
recovery results were curve fitted to the Burger’s model, and the results are shown 
in Table 5-14 to Table 5-21.  According to the obtained correlation coefficient, 
R2, the Burger’s model explains well with our data whenever the testing 
temperature is higher than Tg.  However, although Burger’s model can also be 
forced to fit with the data lower than Tg, the physical model loses its physical 
sense because parylene-C showed little or no creep below Tg.  This can be 
verified by the lower correlation coefficients (R2<0.99) of every creep experiment 
performed at the temperature lower than Tg.  These data are shaded with grey 
background in the tables.  As a result, except at the temperature lower than Tg, it 
is shown that the retardation time constant, τ1, decreases with the temperature.  
Because τ1 are found to be approximately 6–10 minutes at temperatures higher 
than Tg no matter what type annealing history of the samples, it is evident that 
120 minutes is long enough to make the creep go into secondary region, and the 
creep strain rates have already reached a steady state, which is shown in Figure 
5-41 (a) to Figure 5-48 (a).  The steady state slopes, 𝜎0
𝜂0
, of the creep curves at the 
temperature higher than Tg increase slightly when creep temperature goes up.  
Both trends of τ1 and  
𝜎0
𝜂0
 show that parylene-C creeps more at higher temperature 
when the temperature is higher than Tg.  The phenomenon demonstrates the 
viscoelastic/viscoplastic behavior of the parylene-C.  On the other hand, the creep 
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performed at the temperature lower than Tg, shows little creep and proves that 
parylene-C is in the glassy region and thus behaves elastically.  Young’s modulus 
of the spring of the Kelvin’s element, i.e. E1, can be calculated from 𝜎0
𝐸1
 given 
σ0=2.43MPa. E1 are also generally found to decrease as the testing temperature 
going up, which is similar to E0. 
5. By comparing the creep results of Figure 5-44 (a) (parylene-C pre-annealed at 
100°C one day in the air) and Figure 5-45 (a) (parylene-C pre-annealed at 100°C 
one day in the vacuum), the results show that creep strain of the samples pre-
annealed in vacuum has no distinguishable difference to in the air.  It infers again 
that, even after one day of annealing at 100°C in the air, the oxidation has very 
little effect on parylene-C, which agrees well with the conclusion obtained in 
Section 5.4.  Although the oxidation effect is very little for parylene-C annealed at 
100°C in the air, it would be still worthwhile repeating the same creep tests with 
more parylene-C samples annealed at 100°C but for longer annealing time, such 
as more than 13 days as predicted in Section 5.4.3. 
6. The crystallization effect can be investigated by the creep results as well.  By 
comparing the Figure 5-43 (a) (parylene-C pre-annealed at 100°C 30 min. in the 
air), Figure 5-45 (a) (parylene-C pre-annealed at 100°C one day in the vacuum), 
and Figure 5-46 (a) (parylene-C pre-annealed at 100°C two days in the vacuum), 
it is found that the creep curve of 150°C has a lower total strain after 2 days of 
annealing.  In addition, the parylene-C pre-annealed at 100°C for 30 minutes has 
very little creep difference to two day annealing in terms of the creep 
temperatures lower than the Tg.  This implies that the crystallization is mostly 
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done in the first 30 minutes annealing, which has been verified many times in the 
previous Sections 5.5.2, 5.6.1.3, and 5.7.4.  In contrast to the results of 100°C, 
however, from Figure 5-47 (a) (parylene-C pre-annealed at 200°C one day in the 
vacuum) and Figure 5-48 (a) (parylene-C pre-annealed at 200°C two days in the 
vacuum), it can be found that Figure 5-48 (a) generally has a smaller total creep 
strain than Figure 5-47 (a).  It can be explained as the stronger crystallization at 
200°C than 100°C.  The elastic behavior of the creep results of the parylene-C 
pre-annealed at 200°C implies that crystallility is much higher than annealed at 
100°C. 
7. Burger’s model also works for the recovery region and the curve fitting results are 
shown in Table 5-14 to Table 5-21.  The retardation time constants are generally 
larger than those measured from the creep, meaning the recovering behavior 
progresses slower than the creep.  As the time constants of the recovery found 
from Table 5-14 to Table 5-21 are generally about 10–15 minutes, it can be 
concluded that 60 minutes recovery time is long enough to decide whether the 
stain is recovered after the creep or not.  As shown in Figure 5-41 (a) to Figure 
5-46 (a), a clear permanent strain is generally observed at the testing temperature 
higher than each corresponding Tg.  The permanent remaining strain under the 
stress of 2.43 MPa implies that parylene-C has gone into plastic region at the 
testing temperature.  It can be seen that the permanent strain is higher when the 
testing temperature is higher.  This would imply that the yield strength is lower as 
the testing temperature increases, and hence parylene-C deforms more at higher 
temperature under the same loading. 
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8. The permanent strain phenomenon after the creep test has been observed by many 
previous researchers.  Many models have been proposed to analyze and predict 
this irreversible strain.  One of the most commonly used models is combine the 
creep behavior before the recovery, and model the recovery behavior as well as 
predicting the irreversible strain by powers law.  The system constitutive model 
can be represented as [241–251]: 
 
εc = ε0 + 𝑘𝜎0�𝐶𝑚 �1 − 𝑒𝑥𝑝 �− 𝑡𝑎𝜎𝜏𝑚��
𝑚
+ εpl(𝑡,𝜎0), (5-17) 
9. where εc is the total strain of the material, ε0 is the elastic strain, k is the stress 
invariant dependent material property, σ0 is the applied stress, Cm are constants, 
aσ is the stress dependent time-scale factor, which is a function of stress, 
temperature and also humidity, and εpl is the viscoplastic strain.  The term 
𝑘𝜎0 ∑ 𝐶𝑚 �1 − exp �1 − 𝑡𝑎𝜎𝜏𝑚��𝑚  in eqn. (5-17) actually represents the 
generalized Kelvin model, which consists of m series of multiple springs and 
dashpots in parallel.  The viscoplastic strain εpl accumulated in the time period t1 
can also be further modeled by powers law as [242]: 
 εpl(𝑡1,𝜎0) = 𝐶𝑝𝑙𝜎𝑀∗𝑚𝑡1𝑚, (5-18) 
where Cpl, M, and m must be determined experimentally.  It is clearly that the 
term 𝐶𝑝𝑙𝜎𝑀∗𝑚 would depend on the stress level, and also the testing temperatures. 
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Figure 5-41 (a): Creep results of the as-deposited parylene-C deposited at 22 mTorr 
(Tg=53.4°C); (b): Stress relaxation results of the as-deposited parylene-C deposited at 22 
mTorr (Tg=53.4°C) 
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Table 5-14: Burger’s model curve fitting results of the creep and stress relaxation 
behaviors of as-deposited parylene-C deposited at 22 mTorr (Tg=53.4°C) 
Fitting Results of Parylene-C Creep Behavior 
Temperature (°C) E0(t0) (GPa) 
𝝈𝟎
𝑬𝟎�
+ 𝝈𝟎 𝑬𝟏�  𝝈𝟎 𝜼𝟎�  −𝝈𝟎 𝑬𝟏�  𝝉𝟏 R2 
150 0.947 0.586 0.00220 -0.296 7.342 0.992 
120 0.918 0.504 0.00167 -0.214 7.334 0.992 
100 1.296 0.414 0.00152 -0.203 7.269 0.992 
80 1.564 0.362 0.00139 -0.184 7.386 0.992 
60 1.615 0.323 0.00116 -0.157 9.472 0.994 
40 1.678 0.219 0.00078 -0.068 10.248 0.995 
25 2.613 0.103 0.00009 -0.007 4.924 0.976 
Fitting Results of Parylene-C Creep Recovery Behavior 
Temperature (°C) E0(t0+120) (GPa) P1 P2 τr R
2 
150 1.325 0.473 0.158 12.708 0.966 
120 1.511 0.388 0.127 12.081 0.967 
100 1.861 0.327 0.112 12.041 0.966 
80 2.294 0.290 0.108 12.657 0.966 
60 2.796 0.261 0.097 16.108 0.975 
40 3.095 0.147 0.077 18.266 0.979 
25 2.967 0.011 0.016 8.462 0.947 
Fitting Results of Parylene-C Stress Relaxation Behavior 
Temperature (°C) E0(t0) (GPa) A1 τsr1 A2 τsr2 R
2 
150 0.665 3.450 2.019 2.825 145.960 0.980 
120 1.130 5.777 1.800 4.680 130.381 0.978 
100 1.379 7.254 1.707 5.549 119.458 0.978 
80 1.736 9.759 1.394 6.435 106.734 0.977 
60 2.304 13.565 1.294 7.898 82.967 0.977 
40 3.279 14.052 4.059 17.038 102.074 0.991 
25 3.438 5.106 3.350 28.136 404.606 0.985 
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Figure 5-42 (a): Creep results of the as-deposited parylene-C deposited at 35 mTorr 
(Tg=55.1°C); (b): Stress relaxation results of the as-deposited parylene-C deposited at 35 
mTorr (Tg=55.1°C) 
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Table 5-15: Burger’s model curve fitting results of the creep and stress relaxation 
behaviors of as-deposited parylene-C deposited at 35 mTorr (Tg=55.1°C) 
Fitting Results of Parylene-C Creep Behavior 
Temperature (°C) E0(t0) (GPa) 
𝝈𝟎
𝑬𝟎�
+ 𝝈𝟎 𝑬𝟏�  𝝈𝟎 𝜼𝟎�  −𝝈𝟎 𝑬𝟏�  𝝉𝟏 R2 
150 0.725 0.878 0.00228 -0.492 7.393 0.992 
120 0.795 0.696 0.00270 -0.349 7.964 0.993 
100 0.984 0.626 0.00259 -0.338 7.518 0.992 
80 0.896 0.591 0.00227 -0.284 7.445 0.992 
60 1.380 0.459 0.00193 -0.259 10.816 0.995 
40 2.224 0.176 0.00134 -0.059 10.902 0.997 
25 2.864 0.096 0.00009 -0.009 4.459 0.983 
Fitting Results of Parylene-C Creep Recovery Behavior 
Temperature (°C) E0(t0+120) (GPa) P1 P2 τr R
2 
150 0.876 0.548 0.274 15.733 0.971 
120 1.064 0.578 0.169 11.119 0.963 
100 1.289 0.545 0.160 10.939 0.960 
80 1.551 0.494 0.170 11.193 0.960 
60 2.011 0.409 0.136 13.842 0.971 
40 2.380 0.134 0.088 16.090 0.975 
25 2.896 0.009 0.011 4.936 0.935 
Fitting Results of Parylene-C Stress Relaxation Behavior 
Temperature (°C) E0(t0) (GPa) A1 τsr1 A2 τsr2 R
2 
150 0.677 3.579 1.749 2.772 763.768 0.973 
120 0.475 2.431 2.033 2.033 137.666 0.980 
100 0.721 3.667 1.836 2.979 120.930 0.977 
80 1.198 6.603 1.327 4.540 96.500 0.975 
60 1.505 8.869 1.391 5.262 78.642 0.979 
40 2.297 5.910 4.724 16.209 122.341 0.994 
25 2.744 2.479 1.546 24.506 826.375 0.977 
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Figure 5-43 (a): Creep results of the parylene-C annealed at 100°C for 30 minutes in the 
convection oven (Tg=108.2°C); (b): Stress relaxation results of the parylene-C annealed 
at 100°C for 30 minutes in the convection oven (Tg=108.2°C) 
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Table 5-16: Burger’s model curve fitting results of the creep and stress relaxation 
behaviors of parylene-C annealed at 100°C for 30 minutes in the convection oven 
(Tg=108.2°C) 
Fitting Results of Parylene-C Creep Behavior 
Temperature (°C) E0(t0) (GPa) 
𝝈𝟎
𝑬𝟎�
+ 𝝈𝟎 𝑬𝟏�  𝝈𝟎 𝜼𝟎�  −𝝈𝟎 𝑬𝟏�  𝝉𝟏 R2 
150 0.905 0.662 0.00266 -0.355 6.721 0.993 
120 0.873 0.552 0.00175 -0.245 7.401 0.992 
100 1.076 0.471 0.00168 -0.218 7.136 0.992 
80 1.249 0.270 0.00059 -0.064 4.330 0.986 
60 1.721 0.176 0.00016 -0.030 3.604 0.982 
40 2.499 0.116 0.00014 -0.015 4.007 0.983 
25 2.701 0.095 0.00005 -0.004 0.587 0.906 
Fitting Results of Parylene-C Creep Recovery Behavior 
Temperature (°C) E0(t0+120) (GPa) P1 P2 τr R
2 
150 1.212 0.568 0.172 12.445 0.966 
120 1.381 0.422 0.133 11.599 0.966 
100 1.618 0.363 0.129 12.164 0.964 
80 1.953 0.107 0.090 10.837 0.956 
60 2.323 0.043 0.038 7.222 0.945 
40 2.642 0.012 0.021 5.470 0.933 
25 3.070 0.008 0.012 3.180 0.929 
Fitting Results of Parylene-C Stress Relaxation Behavior 
Temperature (°C) E0(t0) (GPa) A1 τsr1 A2 τsr2 R
2 
150 0.827 4.217 1.888 3.540 127.971 0.980 
120 0.998 5.204 1.768 4.136 125.010 0.979 
100 1.206 6.180 1.712 5.011 126.250 0.977 
80 2.202 7.515 1.905 13.185 212.748 0.978 
60 3.281 7.989 1.775 23.459 494.229 0.974 
40 3.824 6.942 2.259 29.976 683.368 0.975 
25 4.456 6.067 1.905 37.400 843.503 0.975 
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Figure 5-44 (a): Creep results of the parylene-C annealed at 100°C for 1 day in the 
convection oven (Tg=111.8°C); (b): Stress relaxation results of the parylene-C annealed 
at 100°C for 1 day in the convection oven (Tg=111.8°C) 
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Table 5-17: Burger’s model curve fitting results of the creep and stress relaxation 
behaviors of the parylene-C annealed at 100°C for 1 day in the convection oven 
(Tg=111.8°C) 
Fitting Results of Parylene-C Creep Behavior 
Temperature (°C) E0(t0) (GPa) 
𝝈𝟎
𝑬𝟎�
+ 𝝈𝟎 𝑬𝟏�  𝝈𝟎 𝜼𝟎�  −𝝈𝟎 𝑬𝟏�  𝝉𝟏 R2 
150 0.560 0.700 0.00164 -0.241 7.003 0.993 
120 0.584 0.622 0.00137 -0.185 7.259 0.993 
100 1.663 0.257 0.00103 -0.096 7.442 0.992 
80 1.957 0.144 0.00009 -0.016 2.394 0.968 
60 2.322 0.124 0.00005 -0.016 3.108 0.975 
40 2.406 0.112 0.00006 -0.010 3.040 0.984 
25 4.493 0.058 0.00004 -0.003 0.201 0.846 
Fitting Results of Parylene-C Creep Recovery Behavior 
Temperature (°C) E0(t0+120) (GPa) P1 P2 τr R
2 
150 1.487 0.548 0.154 13.031 0.969 
120 1.853 0.505 0.124 13.244 0.969 
100 2.395 0.183 0.078 11.773 0.961 
80 2.478 0.022 0.028 4.806 0.930 
60 2.885 0.016 0.023 5.188 0.940 
40 2.779 0.011 0.016 5.107 0.936 
25 4.980 0.004 0.008 4.058 0.939 
Fitting Results of Parylene-C Stress Relaxation Behavior 
Temperature (°C) E0(t0) (GPa) A1 τsr1 A2 τsr2 R
2 
150 0.932 4.925 1.647 3.740 126.344 0.978 
120 1.386 7.334 1.813 5.617 123.350 0.980 
100 1.624 6.969 2.435 7.985 123.436 0.981 
80 2.010 3.870 1.701 15.492 543.957 0.973 
60 2.283 4.186 1.372 17.838 868.723 0.964 
40 2.847 4.386 2.175 23.300 907.844 0.973 
25 4.472 5.457 1.786 38.130 1005.754 0.971 
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Figure 5-45 (a): Creep results of the parylene-C annealed at 100°C for 1 day in the 
vacuum oven (Tg=113.1°C); (b): Stress relaxation results of the parylene-C annealed at 
100°C for 1 day in the vacuum oven (Tg=113.1°C) 
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Table 5-18: Burger’s model curve fitting results of the creep and stress relaxation 
behaviors of the parylene-C annealed at 100°C for 1 day in the vacuum oven 
(Tg=113.1°C) 
Fitting Results of Parylene-C Creep Behavior 
Temperature (°C) E0(t0) (GPa) 
𝝈𝟎
𝑬𝟎�
+ 𝝈𝟎 𝑬𝟏�  𝝈𝟎 𝜼𝟎�  −𝝈𝟎 𝑬𝟏�  𝝉𝟏 R2 
150 0.549 0.754 0.00190 -0.280 6.804 0.992 
120 0.917 0.575 0.00198 -0.279 7.907 0.993 
100 1.581 0.275 0.00143 -0.105 7.876 0.993 
80 2.460 0.119 0.00008 -0.017 1.983 0.974 
60 3.976 0.075 0.00005 -0.011 3.026 0.979 
40 4.452 0.064 0.00005 -0.008 3.305 0.983 
25 4.868 0.056 0.00003 -0.004 6.095 0.946 
Fitting Results of Parylene-C Creep Recovery Behavior 
Temperature (°C) E0(t0+120) (GPa) P1 P2 τr R
2 
150 1.285 0.587 0.168 12.718 0.964 
120 1.456 0.483 0.132 11.979 0.966 
100 1.856 0.202 0.093 10.985 0.960 
80 2.882 0.012 0.025 4.977 0.929 
60 4.176 0.007 0.012 4.447 0.931 
40 4.827 0.010 0.008 3.617 0.899 
25 4.915 0.003 0.006 3.066 0.925 
Fitting Results of Parylene-C Stress Relaxation Behavior 
Temperature (°C) E0(t0) (GPa) A1 τsr1 A2 τsr2 R
2 
150 0.798 4.165 1.875 3.267 137.637 0.978 
120 1.125 5.793 1.861 4.680 127.073 0.979 
100 1.512 6.852 2.306 7.270 121.686 0.982 
80 2.224 4.186 1.721 17.016 518.172 0.970 
60 2.975 4.638 1.962 24.066 917.710 0.966 
40 3.472 4.545 1.891 29.260 1077.451 0.972 
25 4.035 4.340 1.678 35.202 1242.959 0.970 
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Figure 5-46 (a): Creep results of the parylene-C annealed at 100°C for 2 days in the 
vacuum oven (Tg=115.2°C); (b): Stress relaxation results of the parylene-C annealed at 
100°C for 2 days in the vacuum oven (Tg=115.2°C) 
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Table 5-19: Burger’s model curve fitting results of the creep and stress relaxation 
behaviors of the parylene-C annealed at 100°C for 2 days in the vacuum oven 
(Tg=115.2°C) 
Fitting Results of Parylene-C Creep Behavior 
Temperature (°C) E0(t0) (GPa) 
𝝈𝟎
𝑬𝟎�
+ 𝝈𝟎 𝑬𝟏�  𝝈𝟎 𝜼𝟎�  −𝝈𝟎 𝑬𝟏�  𝝉𝟏 R2 
150 0.638 0.637 0.00160 -0.229 6.647 0.992 
120 0.686 0.549 0.00133 -0.175 6.535 0.992 
100 1.352 0.267 0.00101 -0.074 6.695 0.992 
80 1.465 0.187 0.00008 -0.017 2.058 0.967 
60 2.876 0.102 0.00006 -0.014 3.760 0.976 
40 2.978 0.091 0.00008 -0.008 2.624 0.984 
25 3.407 0.076 0.00003 -0.005 0.241 0.900 
Fitting Results of Parylene-C Creep Recovery Behavior 
Temperature (°C) E0(t0+120) (GPa) P1 P2 τr R
2 
150 1.455 0.482 0.149 12.553 0.967 
120 1.662 0.413 0.123 12.596 0.967 
100 2.216 0.175 0.084 11.763 0.961 
80 1.846 0.023 0.032 4.598 0.930 
60 3.249 0.016 0.014 3.669 0.929 
40 3.309 0.012 0.011 2.919 0.938 
25 3.821 0.006 0.008 2.744 0.921 
Fitting Results of Parylene-C Stress Relaxation Behavior 
Temperature (°C) E0(t0) (GPa) A1 τsr1 A2 τsr2 R
2 
150 0.511 2.654 2.111 2.208 164.820 0.979 
120 1.382 7.294 1.789 5.635 123.023 0.980 
100 2.099 8.433 2.669 11.187 133.011 0.983 
80 2.866 5.154 1.847 22.502 593.552 0.973 
60 3.677 5.595 1.857 30.103 924.254 0.970 
40 4.345 5.563 2.082 36.799 1085.072 0.973 
25 4.751 4.874 1.668 41.734 1281.668 0.972 
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Figure 5-47 (a): Creep results of the parylene-C annealed at 200°C for 1 day in the 
vacuum oven (Tg>200°C); (b): Stress relaxation results of the parylene-C annealed at 
200°C for 1 day in the vacuum oven (Tg>200°C) 
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Table 5-20: Burger’s model curve fitting results of the creep and stress relaxation 
behaviors of the parylene-C annealed at 200°C for 1 day in the vacuum oven (Tg>200°C) 
Fitting Results of Parylene-C Creep Behavior 
Temperature (°C) E0(t0) (GPa) 
𝝈𝟎
𝑬𝟎�
+ 𝝈𝟎 𝑬𝟏�  𝝈𝟎 𝜼𝟎�  −𝝈𝟎 𝑬𝟏�  𝝉𝟏 R2 
150 1.338 0.205 0.00008 -0.019 2.963 0.974 
120 1.410 0.187 -0.00003 -0.011 1.264 0.871 
100 1.566 0.171 0.00004 -0.015 1.131 0.937 
80 2.014 0.145 0.00006 -0.019 2.013 0.963 
60 2.180 0.130 0.00005 -0.016 3.643 0.964 
40 2.839 0.094 0.00007 -0.007 3.393 0.984 
25 3.666 0.074 0.00002 -0.006 17.304 0.921 
Fitting Results of Parylene-C Creep Recovery Behavior 
Temperature (°C) E0(t0+120) (GPa) P1 P2 τr R
2 
150 1.474 0.018 0.025 6.511 0.938 
120 1.600 0.004 0.021 4.815 0.900 
100 1.971 0.012 0.031 1.891 0.908 
80 2.447 0.011 0.033 3.389 0.942 
60 2.812 0.012 0.030 6.498 0.947 
40 3.310 0.012 0.014 5.379 0.928 
25 4.094 0.007 0.008 4.357 0.944 
Fitting Results of Parylene-C Stress Relaxation Behavior 
Temperature (°C) E0(t0) (GPa) A1 τsr1 A2 τsr2 R
2 
150 1.639 1.692 2.060 14.278 1153.461 0.972 
120 1.738 1.397 1.447 15.628 2066.978 0.958 
100 1.914 2.179 0.819 16.644 1973.455 0.951 
80 2.563 4.378 1.055 20.580 1316.844 0.960 
60 3.630 6.736 1.884 28.259 782.956 0.969 
40 4.579 6.826 1.975 37.590 865.992 0.972 
25 5.277 6.295 1.792 45.117 1034.578 0.971 
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Figure 5-48 (a): Creep results of the parylene-C annealed at 200°C for 2 days in the 
vacuum oven (Tg>200°C); (b): Stress relaxation results of the parylene-C annealed at 
200°C for 2 days in the vacuum oven (Tg>200°C) 
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Table 5-21: Burger’s model curve fitting results of the creep and stress relaxation 
behaviors of the parylene-C annealed at 200°C for 2 days in the vacuum oven (Tg>200°C) 
Fitting Results of Parylene-C Creep Behavior 
Temperature (°C) E0(t0) (GPa) 
𝝈𝟎
𝑬𝟎�
+ 𝝈𝟎 𝑬𝟏�  𝝈𝟎 𝜼𝟎�  −𝝈𝟎 𝑬𝟏�  𝝉𝟏 R2 
150 1.502 0.179 -0.00001 -0.015 2.114 0.961 
120 1.803 0.147 -0.00002 -0.009 1.002 0.919 
100 2.200 0.125 0.00000 -0.012 1.004 0.926 
80 3.034 0.098 0.00001 -0.016 1.297 0.970 
60 3.862 0.080 0.00007 -0.014 4.095 0.975 
40 4.833 0.059 0.00005 -0.007 6.798 0.983 
25 5.787 0.049 0.00004 -0.006 6.073 0.975 
Fitting Results of Parylene-C Creep Recovery Behavior 
Temperature (°C) E0(t0+120) (GPa) P1 P2 τr R
2 
150 1.645 0.005 0.021 5.552 0.923 
120 1.925 0.000 0.013 3.700 0.891 
100 2.430 0.001 0.019 1.750 0.912 
80 3.261 -0.002 0.021 3.299 0.934 
60 4.187 0.009 0.017 5.497 0.946 
40 4.793 0.005 0.008 4.699 0.927 
25 5.930 0.007 0.004 2.800 0.926 
Fitting Results of Parylene-C Stress Relaxation Behavior 
Temperature (°C) E0(t0) (GPa) A1 τsr1 A2 τsr2 R
2 
150 1.386 1.350 2.632 12.238 1194.563 0.978 
120 1.813 1.323 1.594 16.456 2154.843 0.956 
100 2.030 2.133 0.880 17.877 2167.343 0.958 
80 2.411 3.972 1.109 19.528 1386.513 0.962 
60 2.822 4.909 1.847 22.285 844.266 0.967 
40 3.702 5.514 2.007 30.504 906.889 0.974 
25 4.183 4.834 2.125 36.010 1104.291 0.973 
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5.8.1.4 Summary 
In this section, creep tests are performed with eight differently pre-annealed 
parylene-C samples.  As it has been found in Section 5.6 that the as-deposited parylene-C 
starts to crystallize at the temperature higher than 50°C and thus the Tg changes, the 
parylene-C samples are annealed at different temperatures prior the creep tests to achieve 
different Tg.  Creep tests at different temperatures correspond to the creep study of 
different crystallinity of the parylene-C.  The testing temperatures are chosen to cover 
before and after the glass transition temperatures.  The primary, secondary creep and 
recovery behavior are all investigated in this section.  The results show that parylene-C 
has very little or no creep below Tg, but has increasing creep and creep rate above Tg.  
The Young’s modulus at t=30 min and t=150 min of each samples are calculated, and it 
shows that the Young’s modulus increases during the creep, implying that the 
crystallization takes place during the creep either due to thermal annealing or mechanical 
stretching. 
As aforementioned, most of the parylene-C crystallization is done in the first 
minute once the annealing temperature reaches over the Tg.  It turns out that the creep 
results shown in Figure 5-41 (a) cannot be fully regarded as the creep results of the “as-
deposited” parylene-C.  Because it takes the first 30 minutes to thermally stabilize the 
testing chamber, the parylene-C sample had been treated in the elevated temperature for 
30 minutes in the testing chamber and crystallized during this thermal stabilization.  
Therefore, the strain level of the creep results at 100°C, 120°C, and 150°C show similar 
results in Figure 5-43 to Figure 5-46.  As long as the temperature of the pre-annealing 
treatments of the parylene-C sample is less than its creep temperature, the parylene-C 
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sample also experiences further crystallization at the creep temperature during the 30 
minutes stabilization.  To overcome this problem, the best way to do is place the sample 
in a pre-heated and thermally stabilized chamber and starts the creep test right after the 
placement.  The temperature profile of this experiment can be treated as a step function. 
As the crystallization time constant is found to be about 0.845 minute, some of the creep 
in this experiment happens before the first time constant of its crystallization.  
Unfortunately, DMA Q800 does not provide this kind of function due to its sample 
loading limitation.  An alternate approach was proposed and performed to fulfill this idea, 
which will be discussed in Section 5.8.2. 
A 4-element Burger’s model is utilized in this section to curve fit our results and 
the model agrees well with our creep data according to the obtained correlation 
coefficients, with the exception of the results obtained at the temperature lower than Tg.  
The derived Tg is generally in between 7-10 minutes for the creep, meaning that 30 
minutes, i.e. 3 time constants, is long enough for parylene-C to finish the primary creep 
behavior.  As the permanent viscoplastic strain is found after the creep test at the 
temperature higher than Tg, it is believed that the yield point could be even less than 2.43 
MPa at these temperature levels.  The future work would focus on the study of this 
irreversible strain and also the yield strength of differently pre-annealed parylene-C at 
different temperatures.  In addition, as only primary and secondary creep behavior have 
been studied here, it worth a study of the investigation of the tertiary region of the 
parylene-C creep, which leads to the rupture as shown in Figure 5-39 (b).  This study can 
be achieved by either longer creep with 2.43 MPa, which might take a long time, or a 
higher creep loading stress to shorten the testing time. 
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5.8.2 As-deposited parylene-C creep study under a step temperature profile 
5.8.2.1 Experimental setup 
To solve the problem of the parylene-C’s crystallization occuring during the first 
30 minutes of the testing chamber’s thermal stabilization prior to the creep test, a 
convection oven is pre-heated at the targeted temperature and thermally stabilized prior to 
the real creep tests.  The testing setup is shown in Figure 5-49 (a) 
 
 
Figure 5-49: The testing setup of parylene-C creep with Heaviside temperature profile:  
(a) convection oven setup with a video recording apparatus,  (b) parylene-C sample 
mounting configuration in the convection oven 
Parylene-C film was deposited 11.25 µm thick and then cut into uniform 15-mm-
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testing clamps.  One third of the as-deposited samples were treated in a convection oven, 
and one third in a vacuum oven, all at 100°C for 30 minutes.  A needle indicator was 
glued onto the bottom of the sample for convenient data reading, as can be seen in Figure 
5-50.  As shown in Figure 5-49 (b), the finished samples were clamped using two flat 
rubber gaskets to prevent the sample from sliding inside the clamp and ensure the 
uniform distribution of the tensile stress.  A constant tensile stress of 2.43 MPa, which is 
the same as in Section 5.8.1, is applied to the samples by gravitational loading.  The 
testing temperature was chosen as 80ºC, 100ºC, 120ºC, and 150ºC, which are all higher 
than the Tg of as-deposited parylene-C (~ 50°C). 
 
 
Figure 5-50: Typical capture photos of the parylene-C creep test (as-deposited parylene-C 
tested at 120°C) after (a) 20 sec, (b) 60 sec, (c) 5 minutes, and (d) 60 minutes.  (Numbers 
shown on the measuring ruler represent centimeters.) 
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The convection oven was first pre-heated to the target temperature.  Once the 
oven’s temperature was stabilized, the parylene-C sample was placed in the oven and the 
door was closed immediately.  As the Biot number is much less than one, the temperature 
distribution is assumed to be uniform within the samples [252].  The theoretical heat flux 
was also calculated and verified that the sample was in thermal equilibrium with the 
oven’s inner ambient temperature in less than one second.  Therefore, parylene-C film is 
assumed to fully experience the target temperature right after placement into the oven, 
and the samples can be mathematically assumed to experience a Heaviside temperature 
profile in this creep test. 
The creep test was performed under the previous mentioned temperatures for 
longer than 60 minutes, while the location of the needle indicator was filmed by the video 
recording apparatus through the observing window of the convection oven, as shown in 
Figure 5-49 (a).  A picture was first taken prior the sample placed in the oven so that the 
original length extension of the sample under the stress of 2.43 MPa can be first 
measured.  Photos at several critical time intervals during the creep test were then 
captured from the video, enhanced by Photoshop and run through a Matlab program to 
determine the sample length as a function of time, as shown in Figure 5-50.  Thermal 
expansion effect of the samples was also considered and eliminated during the data 
analysis. 
5.8.2.2 Experimental results and discussions 
The obtained creep curves of three different pre-annealed parylene-C samples are 
shown in Figure 5-51 to Figure 5-53.  By comparing Figure 5-51 (the results of as-
deposited parylene-C) and Figure 5-41 (a) (creep results of as-deposited parylene-C pre-
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annealed for 30 minutes during the chamber thermal stabilization), it is found that the 
creep strain obtained under Heaviside temperature profile (Figure 5-51) is much higher 
than in Figure 5-41.  Take the sample tested at 150ºC for an example, the strain in Figure 
5-51 is found to be 7% after 60 minutes of creep, while the strain in Figure 5-41 (a) is 
found to be only 0.7%.  Because the creep temperature profile during the creep test in this 
section is a step function, the creep initiated right after the parylene-C sample was placed 
in the oven.  Therefore, although the crystallization time constant is found less than one 
minute in Section 5.5.2, it still has lots of amorphous molecules when it starts to creep.  
As a result, the parylene-C tested in this section can extend much longer than in Section 
5.8.1.   
 
 
Figure 5-51: Creep results of as-deposited parylene-C performed at 80ºC, 100ºC, 120ºC, 
and 150ºC with a Heaviside temperature profile 
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It is also found that the creep saturates quickly in less than 10 minutes.  However, 
unlike the curve shown in Figure 5-41 (a), which keeps expanding with a constant rate, 
the strain obtained in this section remains pretty flat afterward.  The Burger’s model is 
also used to curve fit the as-deposited data and the dominant time constants are extracted.  
The obtained time constants are shown in Table 5-22.  It is found from Table 5-22 that 
the time constants also possess a descending trend as the temperature increases. 
Table 5-22: Time constant of as-deposited parylene-C samples tested at different 
temperatures 
Time constants subjected to different testing temperatures 
Temperature (°C) 80 100 120 150 
Time constant τ (min) 5.34 4.29 3.48 2.21 
 
Figure 5-52 shows the creep results of parylene-C annealed at 100ºC in the air for 
30 minutes.  Compare to the as-deposited parylene-C results in Figure 5-51, it can be 
seen that the samples pre-processed in the 100°C convection oven showed no significant 
signs of creep at temperatures of 80°C and 100°C, while it shows a creep similar to those 
found in as-deposit samples at the temperatures of 120°C and 150°C at a decreased rate 
and lesser overall displacement.  This phenomenon is believed to be caused by the 
crystallization and the oxidation of the parylene-C that occurred when it was annealed in 
the 100°C convection oven.  To understand the reliability of the creep test performed in 
this section, the creep curve representing pre-annealed parylene-C tested at 100ºC shown 
in Figure 5-52 is compared to the curve representing as-deposited parylene-C thermally 
treated at 100ºC for 30 minutes during the system thermal stabilization shown in Figure 
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5-41 (a).  From Figure 5-41 (a), the sample tested at 100ºC extends to about 0.5% after 
60 minutes of creep, while the curve shown in Figure 5-52 has a strain ranging bout 0.5% 
to 1%.  Due to the low resolution of the method provided in this section, which is about 
0.5%, these two strains do not show a significant difference and therefore the comparison 
verifies that the testing method performed in this section is a reliable approach. 
 
 
Figure 5-52: Creep results of parylene-C pre-annealed at 100ºC in the air, performed at 
80ºC, 100ºC, 120ºC, and 150ºC with a Heaviside temperature profile 
As shown in Figure 5-53, the creep results of parylene-C samples pre-annealed in 
the 100°C vacuum oven show a similar behavior to the as-deposit samples at all four 
temperatures, but with a smaller creep strain.  The lesser overall strain of the samples 
treated at 100°C in vacuum implies the intrinsic polymer transformation, which is mainly 
due to the crystallization. 
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The oxidation results can also be studied by comparing Figure 5-52 and Figure 
5-53.  It is found that the strain of the creep curves shown in Figure 5-53 is always higher 
than in Figure 5-52 at all four testing temperatures.  As two samples are both pre-
annealed at 100°C, in addition, the crystallization effect can be ignored at the time of 
instantaneous stain applied, it is evident that the oxidation does happen at 100ºC and 
dominates the creep results in this study.  It is believed that the oxygen atom embedded in 
the parylene-C sample deters the polymer movement during the creep tests.  The results 
verify that annealing of parylene-C in vacuum keeps the sample oxygen-free and does 
preserve its properties. 
 
 
Figure 5-53: Creep results of parylene-C pre-annealed at 100ºC in the vacuum, performed 
at 80ºC, 100ºC, 120ºC, and 150ºC with a Heaviside temperature profile 
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5.8.3 Stress relaxation of parylene-C 
5.8.3.1 Stress relaxation overview 
Stress-relaxation is another experiment which is also commonly used to find the 
time-dependent mechanical behavior of the materials.  The concept of the stress 
relaxation experiment is shown in Figure 5-54.  As shown in Figure 5-54 (a), the stress 
relaxation test measures the stress evolution under a constant strain.  The environmental 
temperature is generally constant.  The corresponding output of the applied strain is 
shown in Figure 5-54 (b).  The stress is first induced by the initial instantaneous strain at 
t=t0.  Both induced stress relaxes and the relaxing rate decrease gradually with respect to 
the time.  A permanent stress could be found depends on the type of material tested.  The 
induced stress of the thermoplastic polymer is generally relaxed to zero while a 
permanent stress is generally found with the thermoset polymer [239]. 
 
 
Figure 5-54: The stress relaxation test of polymers: (a) constant applied strain during the 
stress relaxation test at a constant temperature, (b) the corresponding stress output versus 
time 
Similar to the creep tests of the parylene-C, stress relaxation tests are also of great 
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temperature, i.e., 37°C, during its operation, and the built-in stress might dominate the 
device’s life.  On the other hand, with the knowledge of the stress relaxation of parylene-
C, the residual stress of parylene-C MEMS devices after the fabrication can be relaxed by 
treating in a proper post-annealing temperature and time. 
5.8.3.2 Solution of the Burger’s model for stress relaxation 
With a proper initial condition, the constitutive equation of Burger’s model 
expressed in eqn. (5-12) can be solved for stress relaxation.  Rewrite eqn. (5-12) as: 
 𝜎0 + 𝑝1?̇? + 𝑝2?̈? = 𝑞1𝜀̇ + 𝑞2𝜀̈, (5-19) 
where 
 𝑝1 = 𝜂0𝐸0 + 𝜂0𝐸1 + 𝜂1𝐸1, 
𝑝2 = 𝜂0𝜂1𝐸0𝐸1, 
𝑞1 = 𝜂0, 
𝑞2 = 𝜂0𝜂1𝐸1 . 
(5-20) 
To solve eqn. (5-19) for stress relaxation behavior, the initial strain conditions are 
expressed as 𝜀(0) = 𝜀0𝐻(𝑡), where H(t) is the Heaviside function, 𝜀̇(0) = 𝜀0𝛿(𝑡) and 
𝜀̈(0) = 𝜀0 𝛿(𝑡)𝑑𝑡 .  Applied 𝜀(0), 𝜀̇(0), 𝜀̈(0) into eqn. (5-19), the solution of the obtained 
stress can be solved as [239, 253, 254]: 
  𝜎 = 𝜀0
�𝑝1
2 − 4𝑝2 [(𝑞1 − 𝑞2𝑟1) exp−𝑟1𝑡 −(𝑞1 − 𝑞2𝑟2) exp−𝑟2𝑡], (5-21) 
or for simplicity: 
  𝜎 = 𝐴1 exp−𝑟1𝑡 +𝐴2 exp−𝑟2𝑡, (5-22) 
In eqn. (5-21), r1 and r2 are expressed as: 
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𝑟1 = 𝑝1−�𝑝12−4𝑝22𝑝2 , and 𝑟2 = 𝑝1+�𝑝12−4𝑝22𝑝2 . (5-23) 
The values of four physical elements of the Burger’s model can be calculated by the 
following expressions: 
 𝐸0 = 𝑞2𝑞1,  
𝜂0 = 𝑞0, 
𝐸1 = 𝐸0𝜂02𝑝1𝐸0𝜂0 − 𝜂02 − 𝑞2𝐸0,  
𝜂1 = 𝑞2𝐸1𝜂0 . 
(5-24) 
In addition, the two time constantsτsr1, and τsr2 can be obtained by the reciprocal of r1 and 
r2 as: 
 𝜏𝑠𝑟1 = 1𝑟1, and 𝜏𝑠𝑟1 = 1𝑟2. (5-25) 
5.8.3.3 Stress relaxation experiment 
5.8.3.3.1 Sample preparation and the experiments 
In this section, the stress relaxation was performed with eight parylene-C samples 
treated/annealed the same as in Section 5.8.1, as well as with the same geometry.  Seven 
testing temperatures were also chosen the same as in Section 5.8.1 for comparison.  
During the stress relaxation experiment, an instantaneous strain of 1% was applied onto 
the sample and the corresponding stress relaxation was monitored for two hours.  
Similarly, the system was pre-heated to the target temperature for 30 minutes before the 
stress relaxation test. 
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 5.8.3.3.2 Results and discussion 
The results of the stress relaxation test of eight different pre-treated parylene-C 
samples are shown in Figure 5-41 (b) to Figure 5-48 (b) on pages 240 to 254.  Similar to 
the figures of creep tests, each figure has seven curves corresponding to seven different 
testing temperatures.  The Burger’s curve fitting results are also shown in the stress 
relaxation parts in Table 5-14 to Table 5-21 on pages 241 to 255.  From the results shown 
in those figures and tables, several founds can be made as follows: 
1. It is found that the stress always demonstrates a descending trend at whatever 
temperature, and a permanent stress is always found as long as the 1% strain is 
applied to the samples.  The permanent stress level depends on the testing 
temperature.  The remaining permanent stress becomes much less when the 
testing temperature is higher than Tg.  In this case, the higher the testing 
temperature, the lesser the permanent stress obtained.  It implies the high mobility 
of the parylene-C polymer chain at higher temperature.  The descending rate 
generally also increases as the testing temperature increases.  However, when the 
testing temperature is lower than Tg, very little descending rate observed and the 
permanent stress is relatively higher.  It is evident that the glass transition 
temperature is a very important indicator that divides the results into two parts: 
very little stress is relaxed and also at slower rate with temperature lower than Tg, 
while more stress is relaxed and at faster relaxing rate at the temperature higher 
than Tg. 
2. It is found from Burger’s model expressed in eqn. (5-21) that the solution model 
has two time constants: τsr1 and τsr2.  The results of the first time constant, τsr1, 
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in Table 5-14 to Table 5-21 generally fall in the range of 1–5 minutes.  However, 
the value of τsr1 spreads arbitrary and no obvious trend can be found.  On the 
other hand, according to Table 5-14 to Table 5-21, the values of τsr2 are found 
ranging from about 100 up to 2150 minutes, which is much larger than the first 
time constant τsr1.  Another trend also can be found that τsr2 generally decreases 
as the testing temperature increases, with the exception of samples pre-annealed at 
200ºC (Table 5-20 and Table 5-21).  Again, this infers that the parylene-C is 
softer at higher temperature and the polymer chain is easier to deform.  The stress 
relaxation results of samples pre-annealed at 200ºC all show very large τsr2, 
implying very little stress relaxation.  Therefore the parylene-C annealed at 200ºC 
for either one or two days are very close to elastic material, which has also been 
predicted in Section 5.8.1.  Because the annealing of parylene-C at 200ºC was 
performed in the vacuum oven, it is believed that the oxidation effect can be 
ignored during the sample preparation, and thus this material property change 
(from viscoelastic to elastic) is attributed to the crystallization of the parylene-C.  
As the second time constant is usually longer than 120 minutes, the effect of the 
second time constant cannot be seen in the figures shown in this section.  Further 
study needs to be done to verify the accuracy of model. 
3. As aforementioned, it can be graphically found that the remaining permanent 
stress decreases as the testing temperature increases.  In addition, more stress is 
relaxed when the testing temperature gets higher than Tg, which has been found 
usually close but a bit higher than the annealing temperature in Section 5.6.  It 
infers that the parylene-C residual stress resulting from the clean room fabrication 
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can be relaxed by annealing the parylene-C at a temperature higher than the 
maximum processing temperature.  It turns out that monitoring the temperature 
history of the parylene-C fabrication process is helpful in predicting and reducing 
its residual stress after the device is done.  In our clean room, the temperature 
generated in most processes is generally controlled less than 200ºC.  Therefore, to 
relax the residual stress of the parylene-C-based device, it is suggested to anneal 
the device at 200ºC in the vacuum oven.  As aforementioned, the time first time 
constant τsr1 is generally in the range of 1–5 minutes, it can be concluded that the 
residual stress can be mostly relaxed in 15 minutes (3 time constants).  Therefore, 
two-hours annealing would be long enough to relax most of the residual stress in 
the parylene-C device, according to what we have just found in this section. 
4. It is also found that the remaining permanent stress is higher as the pre-annealing 
temperature gets higher.  For example, at the testing temperature of 150ºC, 
parylene-C pre-annealed at 200ºC (shown in Figure 5-47 and Figure 5-48) has the 
highest stress remaining among all eight different parylene-C samples.  This is 
likely due to the highest crystallinity coming from the high pre-annealing 
temperature.  High crystallinity also results in slower stress relaxing rate.  This 
means parylene-C annealed at 200°C behaves similar to an elastic material, which 
is also concluded in Section 5.8.1. 
5. From Figure 5-41 (b) to Figure 5-48 (b), it can be seen that the stress is introduced 
immediately after the instantaneous 1% strain is applied.  The level of the stress 
response depends on the Yong’s modulus at the testing temperature.  Similar to 
the Young’s modulus calculation in Section 5.8.1, the Young’s modulus can be 
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obtained by the measured stress divided by 1% of strain.  The results of calculated 
Young’s modulus are shown in the first column of the stress relaxation part in 
Table 5-14 to Table 5-21.  As expected, the obtained Young’s modulus decreases 
as the testing temperature increases.  As expected, it is found that the Young’s 
modulus obtained from stress relaxation experiments are close to the values 
obtained from creep experiments.  The minor difference is likely attributable to 
thickness variation and clamping variations. 
5.8.3.4 Summary 
A series of stress relaxation experiments at seven different testing temperatures 
has been done with eight differently pre-treated parylene-C samples.  The stress 
relaxation experiments performed at temperatures higher than Tg have faster stress 
relaxation rates and less residual stress after 120 minutes than experiments performed 
below Tg.  The Burger’s model solution for stress relaxation behavior is a solution with 
two-time-constants.  The curve fitting results show that the first time constant is generally 
in the range of 1–5 minutes but no trend could be observed from the current data obtained 
in our tests.  The second time constant is always found much larger than the first time 
constant, falling in the range of ~ 100–2150 minutes.  In general the second time constant 
decreased with increasing testing temperature, except when parylene-C was pre-annealed 
at 200ºC, which behaved elastically at the temperatures lower than 200ºC.  Because the 
second time constants are usually larger than 120 minutes, the effect of the second time 
constant cannot be clearly observed in our results in the Figure 5-41 (b) to Figure 5-48 
(b).  More stress relaxation experiments with longer testing time are needed to understand 
the second time constant behavior. 
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From the stress relaxation results, it is suggested that, in order to relax the residual 
stress of a parylene-C-based device, the device can be placed at the temperature which is 
higher than the highest temperature that the device had experienced during its fabrication.  
The time should be longer than three times the first time constant for complete relaxation.  
In our experience, annealing the device at 200ºC in vacuum for two hours is preferable. 
It is also found that the parylene-C pre-annealed at higher temperature has higher 
remaining permanent stress than at lower temperature after two hours of stress annealing 
experiment.  This is due to the high crystallinity of the parylene-C generated during its 
pre-annealing process.  Whether the remaining permanent stress is helpful depends on the 
devices’ application.  If the remaining permanent stress is not required in its final 
application, the device can be annealed at the elevated temperature.  If the remained 
stress is necessary in the device, the parylene-C is suggested to be pre-annealed at a 
higher temperature than its final operational temperature to tailor the Tg to a higher value. 
By increasing Tg, it prevents the stress loss in the final application at the operational 
temperature and therefore the device’s lifetime can become longer. 
5.8.4 Summary 
In this section, the creep and the stress relaxation behavior, which represent the 
time-dependent behavior of the parylene-C were investigated.  This work provides useful 
information to help researchers design and make the parylene-C based devices.  
According to what has been found in this section, parylene-C is a very thermal-sensitive 
material and it takes a lot care to fabricate it carefully in the right temperature.  In order 
to minimize or reduce the residual stress, the temperature needs to be carefully selected 
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during the device fabrication.  The fabrication thermal history has to be monitored to 
prevent unpredicted device function behavior. 
For example, it is recommended that the device should be pre-annealed at a 
temperature higher than its designed operation temperature to stabilize the parylene-C 
mechanical properties.  In addition, by properly designing the fabrication temperatures 
and procedures, the required built-in stress of the device won’t be relaxed during later 
clean room fabrication and its normal operations. 
On the other hand, if it is necessary to eliminate residual stress or it is necessary 
to thermally deform and mold the parylene-C device, the temperature experienced during 
the device fabrication needs to be monitored.  In such cases, a higher temperature than 
the temperature the device has experienced is required. 
It is well known that high temperature could be introduced during the parylene-C 
fabrication or post fabrication.  By understanding the relationship between the 
mechanical properties of parylene-C with respect to the temperature, people can design 
parylene-C devices to maintain functionality and extend lifetime. 
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5.9 Viscoplasticity of Parylene-C Film at Human Body Temperature 
5.9.1 Overview of parylene-C viscoplasticity study 
Due to its superior biocompatibility, parylene-C has been a prominent protective 
coating material for many biomedical devices since the 1950s [255].  In addition, there is 
a fast development of parylene-C bioMEMS technology with many potential 
applications, such as, spinal cord implant, glaucoma drainage device and cochlear 
implant [238, 255, 256].  However, there were reports on the aging degradation of 
parylene-C in animal body fluid.  For an example, it was found that the as-deposited 
parylene-C showed long-term degradation in the monkey brain two years after the 
implantation [257].  Although there is suspicion that the plastic or viscoplastic behavior 
of parylene-C is part of the degradation mechanism, this has never been systematically 
studied.  Therefore, there is concern that the lack of understanding of parylene-C’s plastic 
behavior can lead to wrongful use of it, especially for long-term implant devices. 
The creep behavior, i.e. total strain change with time under a constant loading 
stress, and the stress relaxation behavior, i.e., total stress change with time under a 
constant strain, of parylene-C film at different temperatures have been studied in Section 
5.8.1.  The testing results showed that as-deposited parylene-C film can have plastic 
deformation at 37°C as its glass transition temperature range is 35–60°C [258].  
Therefore, this work is focused on the plastic, or more accurately, viscoplastic, behaviors 
of parylene-C film at 37°C due to its growing population in implantations.  To understand 
the viscoplastic behaviors of parylene-C film, uniaxial tensile tests under various 
conditions are performed including tests under different strain rates, cyclic 
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loading/unloading tests, abrupt strain rate change tests, creep-recovery tests, and stress-
relaxation tests [259, 260] 
5.9.2 Sample preparation and viscoplastic experiments 
5.9.2.1 Sample preparation and testing environment setup 
The testing parylene-C samples were prepared at the same deposition condition 
by the same coating system as described in previous few sections.  The as-deposited film 
was then cut into strips with 5.3 mm in width and 10 mm in length.  All tests were 
performed in the DMA Q800 by TA instruments at 37°C.  Similarly, the testing chamber 
was first ramped to 37°C, and waited until the whole system reached thermal equilibrium 
before the tests started. 
5.9.2.2 Testing results 
All testing results from the machine are nominal stresses or strains.  In this 
section, all nominal stresses and strains are readily converted to the true stresses and 
strains unless otherwise specified.  (Strain rate tests) 5 different strain rates were chosen 
from 8.33x10-6 s-1 to 8.33x10-2 s-1 (i.e., the highest strain rate Q800 can apply), each of 
which has one order of magnitude jump, as shown in Figure 5-55.  (Cyclic 
loading/unloading tests) The cyclic loading/unloading tests were done at the strain rate of 
8.33x10-5 s-1 (as shown in Figure 5-56).  The first loading/unloading was done at 22.92 
MPa and the second done at 32.92 MPa.  (Abrupt strain rate change tests) The abrupt 
strain rate change test was done by changing strain rate from 8.33x10-5 S-1 to 8.33x10-6 
S-1 during the uniaxial tensile tests.  Two abrupt strain rate change tests were performed.  
One was done at the strain of 0.9% and the other at 1.1%, as shown in Figure 5-57.  
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(Creep tests) For creep tests, five stresses were applied: 2.5 MPa, 10 MPa, 20 MPa, 30 
MPa, and 40 MPa.  These stresses were applied for 120 minutes during the creep tests 
and then removed to observe the creep recovery for another 60 minutes.  The creep 
results are shown in Figure 5-58 and fitted with Burger’s model (discussed below).  
(Stress relaxation tests) The stress relaxation tests were performed under 6 different 
strains: 0.25%, 0.5%, 0.75%, 1%, 1.5%, and 2%.  These constant strains were applied 
onto the samples for 120 minutes to observe the stress relaxation behaviors of the 
parylene-C film.  The stress relaxation results are shown in Figure 5-59, which are also 
fitted with Burger’s model. 
5.9.2.3 Discussion 
In this section, the Burger’s model is still used to analyze all the results shown 
below due to its simplicity.  Similar to Section 5.8, eqn. (5-14) is used for the creep strain 
analysis; eqn. (5-16) is used for the creep recovery analysis; and eqn. (5-22) is used for 
stress relaxation stress analysis. 
Figure 5-55 shows the experimental results of uniaxial tensile tests under different 
strain rates and it clearly shows a rate-dependent behavior.  The higher the strain rate, the 
larger the yield strength is.  Note that, for the strain rates 8.33x10-2 s-1, 8.33x10-3 s-1 and 
8.33x10-4 s-1, the end points of the three data curves are the sample fracture points. It is 
found that the parylene-C film tends to break more easily when the applied strain rate is 
higher.  At strain rates higher than 8.33x10-4 s-1, the parylene-C film behaves like a brittle 
material.  The Young’s modulus is found to be about 3GPa for all five curves in the early 
linear region, which agrees well with the result found in Sections 5.6, 5.7, and 5.8. 
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Figure 5-55: The results of constant strain-rate tests 
Figure 5-56 shows the cyclic loading/unloading test results, where a permanent 
strain deformation of 0.09% of parylene-C remains after a stress of 22.92 MPa is loaded 
and then unloaded.  When the stress is reloaded again, the stress-strain curve shows a 
hysteresis, which is another evidence of the creep recovery.  However, after a while, the 
curves do approach the monotonic curve of the standard uniaxial tensile test without 
unloading. 
Figure 5-57 is the results from the abrupt strain rate change experiments. It is 
found that when the strain rate abruptly decreases from 8.33x10-5 s-1 to 8.33x10-6 s-1, the 
stress drops and gradually coincides with the lower strain rate curve.  This means that, 
with a strain rate under 8.33x10-5 s-1, the Young’s modulus is strain-rate dependent but 
not strain-rate-history dependent. 
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Figure 5-56: The results of cyclic loading/unloading tests 
 
 
Figure 5-57: The results from the abrupt strain-rate change tests 
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Figure 5-58 shows the results of creep tests. Burger’s model is used to fit the data 
curve for four different applied stresses (2.5 MPa, 10 MPa, 20 MPa, and 30 MPa).  At 
applied stress lower than 30 MPa, the Burger’s model fits well with the experimental 
results.  The time constant is bigger for larger stress as shown in Table 5-23.  At 40 MPa, 
the specimen simply breaks so no reliable creep data is recorded.  The fitting parameters 
of the Burger’s model for creep recovery are shown in Table 5-24.  In comparison, the 
time constant for the creep recovery increases with decreasing loading stress, which is 
different from the creep case.  When the applied stress is 2.5 MPa, it is found that the 
creep slope, 𝜎0 𝜂0� , is very small so that the parylene-C film shows little or no creep 
behavior. 
 
 
Figure 5-58: The results of creep tests of parylene-C film under different loading stresses:  
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Figure 5-59 shows the results and the modeling of the stress relaxation tests. Note 
that the stress relaxation solution of the Burger’s model inherently give two time 
constants, hence Table 5-25 shows two time constants for each test.  The first (and 
smaller) time constant is identified as the dominant time constant and it decreases as the 
applied strain increases.  The second time constant is always at least an order of 
magnitude larger than the first time constant.  Therefore, the second time constant will 
not be observed in our experiments due to a limited time span.  Accordingly, the stress 
relaxation data is consistent with the creep data in the sense that parylene-C exhibits a 
significantly stronger plastic flow when the applied stress is higher than 35 MPa  
(corresponding to 1% strain).  In addition, the stress is relaxed faster with higher stress 
loading. 
 
Figure 5-59: The results of stress relaxation tests.  Stress relaxation is observed for all the 
chosen strains. Higher strain gives faster stress relaxation. 
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Table 5-23: Parameters of Burger’s model for creep. At 40 MPa, the sample breaks and 
no creep could be recorded. 
Applied Stress (MPa) 𝝈𝟎 𝑬𝟎� + 𝝈𝟎 𝑬𝟏�  𝝈𝟎 𝜼𝟎�  𝝈𝟎 𝑬𝟏�  𝝉𝒄 (min) 
2.5 0.00174 3.096*10-6 -3.062*10-4 7.522 
10 0.00385 2.861*10-5 -6.980*10-4 7.512 
20 0.00743 1.109*10-4 -0.0012 10.982 
30 4.882 -0.00589 -14.873 2214.1 
40 NA NA NA NA 
Table 5-24: Parameters of Burger’s model for creep recovery  
Applied Stress (MPa) P1 P2 τr 
2.5 3.766*10-4 7.707*10-4 20.510 
10 0.00256 0.00161 12.168 
20 0.0108 0.00385 10.051 
30 0.0652 0.00972 8.127 
40 NA NA NA 
Table 5-25: Parameters of Burger’s model for stress relaxation 
Applied Strain (%) P3 τsr1(min) P4 τsr2(min) 
0.25 1.475 11.373 4.034 253.611 
0.5 3.637 8.033 10.514 163.596 
0.75 5.780 8.249 14.971 146.124 
1 12.446 7.107 20.989 120.705 
1.5 19.500 3.987 23.851 104.838 
2 24.778 2.366 24.177 93.888 
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In summary, it is found that the time constants of creep, creep recovery and stress 
relaxation are functions of applied stress (or strain), as well as temperature found in 
[257].  Besides, above a small strain around 0.1% (~ 2.5 MPa), the parylene-C is clearly 
plastic and rate-dependent, hence viscoplastic. 
5.9.3 Summary 
Five different uniaxial tensile tests under different testing conditions were 
performed to study the viscoplastic behaviors of as-deposited 20-µm-thick parylene-C 
films.  The results show that, above about 0.1% of strain (~ 2.5 MPa) parylene-C is a 
strain (or stress) and strain-rate-dependent material.  Burger’s model is adequate to 
describe its creep and stress relaxation behaviors.  Future work would focus on a more 
delicate viscoplastic model, e.g., Bodner-Partom model, to analyze parylene-C 
viscoplastic behavior [259–266]. 
5.10 Summary and Conclusion 
Several mechanical properties and polymer properties of parylene-C are 
investigated in this chapter.  The simplest densification experiment is first demonstrated.  
It shows that as-deposited parylene-C first extends at temperature lower than ~ 50°C and 
starts to shrink at higher temperature, implying that the parylene-C starts to crystallize at 
~ 50°C.  This assumption was verified by repeating the testing on the same sample with 
the same temperature profile.  It is found that the parylene-C length does not shrink until 
the previous testing temperature, implying the thorough crystallization during the 
previous thermal annealing.  The thermal coefficient of as-deposited parylene-C is found 
as 35.5 ppm/°C, which agrees very well with the available literature value. 
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Oxidation of parylene-C is investigated qualitatively by XPS and FTIR.  The 
results show that the oxidation of parylene-C is very little at 100°C while it becomes 
serious at 200°C.  This agrees with the prediction by Nowlin’s neutron activation oxygen 
analysis.  In contrast to the XPS’s scanning only the surface of the materials, the FTIR 
results can prove that the oxidation of parylene-C actually happens through the specimen 
thickness.  After annealed in air at 200°C, FTIR result also show that the oxidized 
parylene-C is composed of CO double bond and CO single bond, and the observed broad 
OH spectrum also indicates the likely decomposition and hydrolysis of parylene-C at 
high temperature. 
Crystallization of parylene-C is studied by using x-ray diffraction technology.  
Crystallinity, d-spacing, and crystallite size are all investigated according to the XRD 
data.  The crystallinity of as-deposited is reported in the literature as 60% to which all 
XRD results are calibrated accordingly.  It is shown that the paryelne-C crystallinity and 
crystallite size increase rapidly when the specimens experience the high testing 
temperature.  The crystallite size gets bigger with the progression of the annealing time 
and also as the annealing temperature increases.  The time constant is found as 0.845 
minutes according to the pre-annealed parylene-C crystallite size data.  It also shows that 
the crystallization does not happen until temperature reaches ~ 50°C, which is strong 
evidence of showing parylene-C’s glass transition temperature at 50°C.  The d-spacing of 
(020) plane of parylene-C remains constant at around 6.31 Å during the isothermal XRD 
scanning at 100°C. 
The glass transition temperature is investigated by using DMA scanning.  
Different pre-treated parylene-C specimens are prepared to study the oxidation effect, 
284 
 
influences of annealing temperature and of the annealing time.  The glass transition 
temperature of as-deposited parylene-C is obtained as 53.4°C with glass transition range 
as 50.2–57°C.  It is found that the glass transition temperature keeps up with the pre-
annealing temperature higher than 60°C, while no Tg shift is found after pre-annealed at 
40°C for 30 minutes.  On the other hand, the glass transition range gets broader as the 
pre-annealing temperature increases.  Tg is always obtained as the temperature close to 
and a bit higher than the pre-annealing temperature.  No Tg difference is found regardless 
whether the specimen is pre-annealed in air or in vacuum oven at 100°C.  Therefore, it 
can be concluded that the Tg is not seriously influenced by oxidation, or the oxidation 
effect is not the dominant effect at 100°C.  Tg slightly increases with the longer pre-
annealing time at the same annealing temperature.  According to the Tg results, it is found 
that the Tg is very sensitive to the pre- annealing temperature.  Combined with the 
crystallization study of the parylene-C, the Tg results can lead to the conclusion that the 
crystallization would be the main factor that causes the shift of the glass transition 
temperature.  It is found that the glass transition temperatures previously reported by 
different groups vary widely from room temperature to 150°C.  It is likely due to the non-
standardized preparation of parylene-C samples which might have experienced different 
thermal processes prior to the glass transition temperature testing, causing difference in  
levels of crystallinity among the specimens. 
The uniaxial tensile tests are performed on differently pre-annealed parylene-C 
samples in this chapter to investigate the influence of the crystallinity on the uniaxial 
tensile test results.  It is found that parylene-C with higher crystallinity results in larger 
Young’s modulus, tensile strength and less percent of elongation, which correspond to 
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stiffer, stronger and more brittle results.  In addition, uniaxial tensile tests are also 
performed at different temperatures higher than 20°C.  It shows that the Young’s 
modulus decreases as the testing temperature increases, indicating the softening of the 
material and also proves parylene-C as the thermoplastic material. 
Viscoelastic and viscoplastic properties of parylene-C have never been studied 
before and very rare papers about them are published.  In this chapter, the viscoelastic 
and viscoplastic properties of parylene-C are first ever explored.  It shows that the creep 
and stress relaxation results highly depend on the pre-annealing temperature.  It is 
attributed to the Tg shift after the pre-annealing which renders the crystallinity change at 
the temperature for the pre-annealing processes.  The creep results of parylene-C 
demonstrate a permanent strain remaining after the test, indicating that the parylene-C is 
a viscoplastic material.  The conclusion can also be derived from the remaining 
permanent stress obtained after the stress-relaxation test.  The remaining permanent strain 
or stress indicating that the yielding point of the parylene-C has changed at the elevated 
temperature, and cannot be found just by the regular point where the strain increases with 
no stress increase.  Therefore, the loading/unloading experiment is performed at 37°C to 
understand this phenomenon.  With the widely used parylene-C in the development of the 
biomedical devices, the viscoelastic and viscoplastic properties of parylene-C at 37°C 
need to be understand in more detail to avoid the unwanted device behavior happening in 
the human body after the devices implanted. 
In summary, all experimental results presented in this chapter suggest that 
parylene-C film is a highly temperature-dependent polymer.  With all the knowledge 
obtained in this chapter, people can tailor parylene-C’s properties in order to satisfy their 
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needs for different applications.  Because the CVD as-deposited parylene-C is deposited 
at the metastable state, it tends to crystallize immediately at the temperature higher than 
Tg and then transforms itself to a more stable state.  In order to have devices with more 
stable parylene-C mechanical properties, it is suggested to pre-anneal the parylene-C at 
the temperature higher than the device’s designed operation temperature prior to the 
usage of the devices to prevent the occurrence of the crystallization during its real 
operation. 
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CHAPTER 6 
GENERAL CONCLUSION 
In this thesis, a dual-valved GDD to fulfill the “band-pass” flow regulation has 
been developed and in vitro/ex vivo tested.  Our GDD has been verified capable of 
draining out eye fluid when IOP is higher than 20 mmHg, and stopping the drainage 
when IOP is lower than 20 mmHg to prevent hypotony.  A new IOP sensor is proposed 
with a new implantation location so that the quality factor can be retained and also the 
concern of water filling the capacitor chamber is solved.  To accurately design the desired 
cracking pressure and also predict the life-time of a NC check-valve, parylene-C’s 
mechanical, thermal and polymer properties are investigated.  The results show that 
paryelne-C is a highly temperature-sensitive material, and therefore it can be tailored by 
thermal annealing to obtain the desired properties. 
In chapter 2, a paradigm of NC check-valve is proposed with several slanted 
tethers to transmit the necessary downward force and therefore the NC check-valve is 
capable of supplying the desired cracking pressure.  The desired residual tensile stress 
can be achieved by stretching the tethers based on several mechanisms such as: pop-
up/self-stiction mechanisms; or by thermal annealing the tethers at the elevated 
temperature, and then quenching them down to room temperature to introduce the high 
thermal tensile stress.  Therefore, three different approaches are developed to create the 
slanted tethers: generating and adopting sloped sacrificial photoresist, using pop-up 
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mechanism, and using the self-stiction bonding which inevitably happens after the drying 
process.  The cracking pressure of the NC check-valve can be controlled by several 
parameters such as the number of the slanted tethers, the sloping angle of the slanted 
tethers, the geometry of the slanted tethers (the width and the thickness), and also the 
residual stress of the slated tethers which can be manipulated by the annealing 
temperatures.  The testing results show that the residual thermal tensile stress is the most 
controllable method among all, and can introduce the highest cracking pressure. 
In chapter 3, a new dual-valved glaucoma drainage device with “band-pass” flow 
profile regulation capability is proposed by integrating four crucial components: one self-
stiction bonding NC check-valve developed in chapter 2, one NO valve, one parylene-C 
fixation anchor, and one all parylene-C protective hollow tube.  Our GDD is designed 
with the form factor that can be put in a #19-gauge needle to fulfill the minimally 
invasive implantation surgical procedure and the implantation can be done in a 15 minute 
surgery.  The #19-gauge needle creates a wound less than 2 mm in diameter, and 
therefore it will seal by itself after the surgery and the suture is never needed.  Two types 
of GDD integration approaches are proposed to facilitate the capability of optimizing the 
check-valves’ position.  The GDD is placed in the translimbal area with one end staying 
in the anterior chamber and the other end staying subconjunctivally.  The cracking 
pressure of the NC check-valve of the GDD is designed as 10–20 mmHg.  Therefore, the 
dual-valved GDD is capable of draining away the excessive aqueous when the IOP is in 
the range of 20–50 mmHg.  The NC check-valve also protects the eye from postoperative 
hypotony as it closes when IOP is lower than 10 mmHg.  In addition, the GDD also has a 
benefit of closing at the sudden unexpected high IOP to prevent hypotony. 
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In chapter 4, two methods are proposed to improve the performance of the IOP 
sensor, whose quality factor was reported to degrade during the ex/in vivo implantation 
due to the high loss tangent of the aqueous humor.  The first approach is to mount an 
implantation tube on the accessing hole on the back side of the sensing part.  The new 
IOP sensor is implanted at the pars plana with the implantation tube penetrating through 
the choroid, while the sensing part is still left outside the eyeball but covered under the 
conjunctiva.  The sensing coil, therefore, can skip the influence of the aqueous humor by 
this new approach which is also used by Ahmed Glaucoma valve [70].  The in vitro 
characterization experiment demonstrates its feasibility and the capability of preventing 
the sensing coil from immerging in the aqueous humor.  The other approach is to cover 
the sensing part with thicker low loss tangent materials such as parylene-C to isolate the 
sensing coil and the surrounding lossy solution.  The benchtop tests prove the concept of 
using low loss tangent materials to preserve the quality factor of the IOP sensor while 
submerging in the saline solution.  Among all the tested low loss materials, the 
experiments using parylene-C film as the passivation layer shows that the quality factor 
can be recovered by covering the sensing coil with extra 20 µm parylene-C film, which 
results in an IOP sensor with 27-µm-thick parylene-C film above the coil metal.  The 27-
µm-thick parylene-C film can be easily deposited and patterned with the regular surface 
micromachining techniques.  Therefore thickening the IOP sensing coil by depositing 
thicker parylene-C film during the clean room fabrication is a practical and feasible 
concept to enhance the electromagnetic coupling between the sensing coil and the 
external reader to enable the telemetric IOP sensing. 
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Several important parylene-C properties related to the development of GDD and 
IOP sensor are measured and demonstrated in chapter 5.  Those properties include: 
polymer properties such as densification, glass transition temperature measurement, and 
crystallization; thermal properties such as oxidation; and mechanical properties such as 
Young’s modulus, tensile strength, yield point, percentage of elongation, creep, stress 
relaxation, and viscoplasticity properties, etc.  As parylene-C has been widely used in 
bioMEMS development, those properties mentioned above become very important in 
developing the bioMEMS devices, especially the implantable ones.  Wrongful using of 
the parylene-C can lead to cracking of the device, short lifetime, or even unpredictable 
malfunctions. 
As for densification, parylene-C starts to shrink when the surrounding 
temperature gets higher than ~ 50°C, implying the occurrence of the crystallization and 
also the Tg of ~ 50°C. 
When annealed at 100°C, oxidation of parylene-C is not observable by FTIR, 
implying that very little oxidation happens during the annealing at 100°C.  Therefore, soft 
baking of parylene-C film in the convection oven during the lithography process should 
not seriously deteriorate the parylene-C within couple of hours.  For high temperature 
annealing, vacuum system is suggested to preserve the parylene-C properties. 
The XRD scanning results show that the parylene-C crystallizes rapidly once the 
temperature goes beyond Tg.  The crystallinity and the crystallite size increase as the 
annealing temperature increase and the annealing time gets longer.  The time constant of 
parylene-C crystallization at 100°C is found as 0.845 min. 
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The glass transition temperature highly depends on the pre-annealing temperature 
of the tested parylene-C samples.  Tg of as-deposited parylene-C is found in between 
50.2-57°C, while Tg of pre-annealed parylene-C samples changes depending on the pre-
annealing temperatures.  It is assumed that the crystallization during the parylene-C 
annealing could be the major effect causing the Tg shifting. 
As different annealing condition corresponds to different crystallinity of parylene-
C films, uniaxial tensile test are performed onto differently pre-annealed parylene-C 
samples to study the relationship between the crystallinity and its mechanical properties 
change.  It shows that parylene-C with higher crystallinity behaves stiffer, stronger and 
more brittle than as-deposited parylene-C film. 
The creep and stress relaxation behavior are significantly influenced by the glass 
transition temperature.  For the creep and stress relaxation tested at the temperature lower 
than Tg, the parylene-C behaves similar to elastic material.  On the other hand, parylene-
C behaves like viscoelastic material when tested at a temperature higher than Tg.  
Therefore, in order to have more stable mechanical properties at its operating 
temperature, the parylene-C properties can (and have to) be tailored to a proper Tg by pre-
annealing the praylene-C at the appropriate temperature.  In addition, the stress relaxation 
results of parylene-C provide very important information for people to predict the 
lifetime of the slanted tether parylene-C NC check-valves. 
The preliminary viscoplastic results of parylene-C tested at 37°C concludes that 
parylene-C is a viscoplastic material when operated in human body temperature.  That is, 
the parylene-C’s mechanical properties might not be the same as the as-deposited 
parylene-C that people have studied and reported in the past.  Therefore, more detail 
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researches need to be done to understand parylene-C’s properties at 37°C so that a more 
reliable and safer parylene-C-based implant can be developed and implanted in the 
human bodies. 
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